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PREFACE. 

OJTUDENTS  of  Astronomy,  Photography,  and  Spectroscopy,  have 
'  frequently  expressed  the  desire  for  a  simple  theoretical  account  of 
those  defects  of  performance  of  optical  instruments  to  which  the  names 
coma,  curvature  of  field,  astigmatism,  distortion,  secondary  spectrum, 
want  of  resolving  power,  etc.,  are  given  :  it  is  hoped  that  the  need  will 
to  some  extent  be  met  by  this  little  work,  in  which  the  endeavour  is 
made  to  lead  up  directly  from  the  first  elements  of  Optics  to  those  parts 
of  the  subject  which  are  of  greatest  importance  to  workers  with  optical 
instruments.  A  short  account  of  the  principal  instruments  has  been 
added. 

While  the  tract  is  primarily  written  with  this  practical  aim,  the 
writer  ventures  to  hope  that  it  may  be  useful  in  drawing  the  attention 
of  Pure  Mathematicians  to  some  attractive  theorems  :  of  special 
interest  is  Klein's  application  of  the  imaginary  circle  at  infinity  to 
establish  the  result  (§  30)  that  no  optical  instrument  can  possibly 
be  constructed,  other  than  the  plane  mirror,  so  as  to  be  capable  of . 
transforming  all  the  points  of  the  object-space  into  points  of  the 
image-space. 

The  writer  moreover  believes  that  the  customary  course  of 
Geometrical  Optics  presented  to  mathematical  students  in  Universities 
might  with  advantage  be  modified :  and  offers  the  present  tract  as  a 
suggestion  to  this  end. 

E.  T.  W. 

DDNSINK  OBSERVATORY,  Co.  DUBLIN, 
November  1907. 
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CHAPTER  I 

THE   POSITION  AND   SIZE   OF   THE   IMAGE. 

1.     Rays  and  waves  of  light. 

The  existence  of  "shadows,"  which  is  constantly  observed  in  every- 
day life,  is  most  simply  explained  by  the  supposition  that  the  influence 
to  which  oar  eyes  are  sensitive,  and  which  we  call  light,  travels  (at  any 
rate  in  air)  in  straight  lines  issuing  in  all  directions  from  the  "  luminous  " 
bodies  with  which  it  originates,  and  that  it  can  be  stopped  by  certain 
obstacles  which  are  called  opaque.  This  supposition  of  the  rectilinear 
propagation  of  light  is  not  exactly  confirmed  by  more  precise  observa- 
tions :  light  does  in  fact  bend  round  the  corners  of  opaque  bodies  to 
a  certain  very  small  extent.  But  the  supposition  is  so  close  an 
approximation  to  the  truth  that  it  may  be  taken  as  exact  without 
sensibly  invalidating  the  discussion  and  explanation  of  many  of  the 
most  noteworthy  phenomena  of  light. 

If  an  opaque  screen,  pierced  by  a  small  hole,  be  placed  at  some 
distance  from  a  small  source  of  light,  the  light  transmitted  through 
the  hole  will  therefore  travel  approximately  in  the  prolongation  of  the 
straight  line  joining  the  source  to  the  hole.  Light  which  is  isolated  in 
this  way,  so  as  to  have  approximately  a  common  direction  of  propaga- 
tion, is  called  a  pencil :  and  a  luminous  body  is  to  be  regarded  as 
sending  out  pencils  of  light  in  all  directions.  As  there  is  a  certain 
amount  of  vagueness  in  this  statement,  owing  to  the  absence  of  any 
definite  understanding  as  to  what  the  cross-section  of  a  pencil  is  to  be, 
it  is  customary  to  make  use  of  that  principle  of  idealisation  which  is  of 
such  constant  occurrence  in  mathematics  :  we  introduce  the  term  ray 
to  denote  a  pencil  whose  cross-section  is  infinitesimally  small,  so  that 
the  light  can  be  regarded  as  confined  to  a  straight  line  :  and  then  the 
above  idea  can  be  expressed  by  the  statement  that  a  luminous  body 
sends  out  rays  of  light  in  all  directions. 

A  more  intimate  study  of  the  physical  properties  of  light  tends  to 
the  conviction  that  light  consists  in  a  disturbance  of  a  medium  which 
w.  1 
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fills  all  space,  interpenetrating  material  bodies  :  to  this  medium  the  name 
aether  is  given.  A  luminous  point  is  then  to  be  regarded  as  sending 
out  waves  of  disturbance  into  the  surrounding  aether,  in  much  the 
same  fashion  as  a  stone  dropped  into  a  pond  sends  out  waves  of 
disturbance  in  the  water  of  the  pond.  In  the  latter  case,  we  can 
distinguish  between  the  crests  of  the  waves,  where  the  water  is  heaped 
up,  and  the  troughs,  where  the  surface  is  depressed  below  the  normal 
level  :  these  crests  and  troughs  form  a  system  of  circles  having  for 
centre  the  point  where  the  stone  struck  the  water  :  we  can  speak  of 
any  crest  or  trough,  or  indeed  any  circle  which  has  this  point  for 
centre,  as  a  wave-front,  meaning  thereby  that  at  all  points  of  such 
a  circle  the  water  is  at  any  instant  in  the  same  phase  of  disturbance. 
Similarly  in  the  case  of  the  waves  emitted  by  a  luminous  point  in  any 
medium  which  is  homogeneous  (i.  e.  has  the  same  properties  at  all  its 
points)  and  isotropic  (i.  e.  has  the  same  properties  with  respect  to  all 
directions),  the  aether  is  in  the  same  phase  of  disturbance  at  any 
instant  at  all  points  of  a  sphere  having  the  luminous  point  as  centre  : 
and  these  surfaces  of  equal  phase  are  called  wave-fronts.  It  is  evident 
that  the  rays  of  light  proceeding  from  the  point  are  simply  the  normals 
to  the  wave-fronts. 

The  luminous  disturbances  with  which  we  are  familiar  in  nature 
are  generally  of  a  very  complicated  character,  but  can  be  regarded  as 
formed  by  the  coexistence  of  a  number  of  disturbances  of  simpler  type, 
in  which  those  wave-fronts  which  have  the  same  phase  (e.g  the 
"crests")  follow  each  other  at  regular  intervals  of  distance.  This 
distance  is  called  the  wave-length  of  the  simple  disturbance  :  and  the 
time  taken  by  one  crest  to  move  over  one  wave-length,  i.e.  to  replace 
the  crest  in  front  of  it,  is  called  the  period.  Differences  of  wave-length 
or  period  affect  the  eye  as  differences  of  colour. 

The  wave-fronts  are  propagated  outwards  from  a  luminous  point,  in 
the  same  way  as  the  water-waves  on  the  pond  :  the  velocity  with  which 
a  wave-front  moves  along  its  own  normal  depends  on  the  material 
medium  (e.g.  air  or  glass)  in  which  the  propagation  is  taking  place. 
The  ratio  of  the  velocity  of  light  in  vacuo  to  the  velocity  in  any  given 
medium  is  called  the  index  of  refraction  of  the  medium :  it  is 
proportional  to  the  time  light  takes  to  travel  1  cm.  in  the  medium. 
The  refractive  index  depends  to  some  extent  on  the  colour  of  the  light 
considered  :  we  shall  suppose  for  the  present  that  we  are  dealing  with 
light  of  some  definite  period,  so  that  the  index  of  refraction  has  ,a 
definite  value  for  every  medium  considered. 
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2.    Reflexion. 

It  is  a  familiar  fact  that  light  is  to  some  extent  thrown  back  or 
reflected  from  the  surfaces  of  most  bodies  on  which  it  is  incident.  In 
most  cases  the  incident  wave-front  is  so  broken  up  by  the  small 
irregularities  of  surface  of  the  reflecting  body,  that  any  regularity 
which  it  may  have  possessed  before  reflexion  is  destroyed  :  but  if  the 
reflecting  body  is  capable  of  being  Used  as  a  mirror  •,  i.e.  if  its  surface  is 
optically  smooth,  reflexion  has  a  regular  character  which  we  shall  now 
investigate. 

Let  the  plane  of  the  diagram  be  perpendicular  to  the  reflecting 
surface  and  the  incident  wave-front, 
and  let  AC,  AB  be  the  traces  of  the 
reflecting  surface  and  the  incident 
wave-front  respectively.  Let  DC 
be  the  trace  of  the  wave-front  after 
reflexion,  and  let  ^(7  and  AD  be  per- 

pendicular to  the  respective  wave-fronts,  so  that  they  are  respectively 
parallel  to  the  incident  and  reflected  beams  of  light. 

Then  the  time  taken  by  the  wave-front  to  travel  from  one  position  to 
the  other  is  proportional  to  either  BC  (which  represents  the  time  taken 
by  B  to  move  to  its  new  position  (T)  or  to  AD  (which  represents  the 
time  taken  by  A  to  move  to  its  new  position  D)  :  we  have  therefore 


or  BCA=DAC. 

The  angle  between  the  incident  ray  BC  and  the  normal  to  the 
surface  is  called  the  angle  of  incidence  :  the  angle  between  the 
emergent  ray  AD  and  the  normal  is  called  the  angle  of  reflexion. 
The  last  equation  may  be  expressed  by  the  statement  that  the 
reflected  ray  is  in  the  same  plane  as  the  incident  ray  and  the  normal 
to  the  reflecting  surface,  and  the  angle  of  reflexion  is  equal  to  the  angle 
of  incidence.  This  is  the  law  of  reflexion. 

3.     Refraction  :  Fermat's  principle. 

If  a  thick  piece  of  glass  or  any  other  transparent  substance  be 
interposed  in  air  between  a  luminous  body  and  the  eye,  the  luminous 
source  will  in  general  still  be  seen,  but  will  appear  distorted  or 
displaced  in  some  manner.  From  this  it  is  evident  that  while  the  rays 
from  the  luminous  body  which  strike  the  glass  are  in  part  reflected  at 
the  surface  of  the  glass,  they  are  also  partly  transmitted  through  the 
glass,  and  at  the  same  time  experience  a  certain  amount  of  deflexion 
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from  their  original  course.  It  can  easily  be  shewn  experimentally  that 
this  deflexion,  to  which  the  name  refraction  is  given,  takes  place  at 
the  entry  of  the  ray  into  the  glass,  and  again  at  its  emergence  from  the 
glass  :  there  is  no  change  of  direction  of  the  ray  during  its  passage 
through  the  glass,  if  the  latter  be  homogeneous. 

If  a  ray  of  light  passes  from  one  medium  into  another,  the  acute 
angle  between  the  incident  ray  and  the  normal  to  the  interface  between 
the  media  is  called  the  angle  of  incidence,  and  the  acute  angle  between 
the  refracted  ray  and  the  normal  is  called  the  angle  of  refraction. 

Refraction  is  easily  explained  as  a  consequence  of  the  difference  of 
velocity  of  propagation  of  light  in  different  media.     Let  AC  be  the 
trace  of  a  small  part  of  the  refracting 
surface :  let  AB  be  the  trace  of  the 
incident  wave-front,  so  that  its  normal 
BC  is  parallel  to  the  incident  beam  :  let 
DC  be  the  trace  of  the  wave-front  after 
refraction,  and  AD  its  normal :  and  let 


/*' 
H  and  //  denote  the  refractive  indices  of 

the  media. 

Then  the  time  taken  by  the  wave-front  to  travel  from  one  position  to 
the  other  is  proportional  to  i*. .  BC  (which  represents  the  time  taken  by 
B  in  travelling  to  O)  or  to  p! .  AD  (which  represents  the  time  taken  by 
A  in  travelling  to  D).  We  have  therefore, 

Thus  the  law  of  refraction  is  that  the  sines  of  the  angles  of  incidence 
and  refraction  are  in  the  ratio  /*'//*•  This  is  readily  seen  to  be 
equivalent  to  the  statement  that  the  cosines  of  the  angles  made  by  the 
incident  and  refracted  rays  with  any  line  in  the  tangent-plane  to  the 
interface  are  in  the  ratio  ft'//*- 

Media  for  which  the  index  of  refraction  has  comparatively  large 
or  small  values  are  spoken  of  as  optically  dense  or  optically  light 
respectively. 

When  the  refraction  takes  place  from  a  dense  into  a  light  medium, 
so  that  i*.  >  //,  the  law  of  refraction  gives  a  real  value  for  the  angle  of 
refraction  only  when 'the  angle  of  incidence  is  less  than  snT1  (////A). 
This  value  of  the  angle  of  incidence  is  called  the  critical  angle : 
when  the  angle  of  incidence  is  greater  than  the  critical  angle,  refraction 
does  not  take  place,  all  the  light  being  reflected.  This  phenomenon  is 
known  as  total  internal  reflexion. 

The  laws  of   reflexion  and  refraction  can  be  comprehended  in 
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a  single  statement  known  as  Fermat's  principle,  which  may  be  thus 
stated  :  The  path  which  is  actually  described  by  a  ray  of  light  between 
two  points  is  such  that  the  time  taken  by  light  in  travelling  from  one 
point  to  the  other  is  stationary  (i.e.  is  a  maximum  or  minimum)  for  that 
path  as  compared  with  adjacent  paths  connecting  the  same  terminal  points : 
the  velocity  of  the  light  being  everywhere  proportional  inversely  to  the 
refractive  index.  In  the  case  of  reflexion  the  condition  must  of  course 
be  added  that  the  path  of  the  ray  is  to  meet  the  reflecting  surface. 

To  shew  that  Fermat's  principle  is  equivalent  to  the  ordinary  law  of 
refraction,  let  OA  be  an  incident  ray 
in  a  medium  of  index  /*,  A I  the 
refracted  ray  in  a  medium  of  index  //, 
B  any  point  near  to  A  on  the  refract- 
ing surface  AB.  The  excess  of  length 
of  OB  over  OA  is  evidently  AB  cos 

OB  A,  and  the  excess  of  length  of  A I 
over   BI  is    ABcosBAl:    so    the 
difference  between  the  times  of  propa- 
gation of  luminous  disturbance  along  the  two  paths  OBI  and  OAI  is 
proportional  to 

fji .  AB  cos  OB  A  -  // .  AB  cos  B  AI, 

which  vanishes  in  consequence  of  the  law  of  refraction  :  this  establishes 
the  stationary  property  which  is  enunciated  in  Fermat's  principle. 
Fermat's  principle  is  analytically  expressed  by  the  statement  that 


(where  p.  denotes  the  refractive  index  for  the  element  ds  of  the  path) 
has  a  stationary  value,  when  the  integration  is  taken  along  the  actual 
path  of  a  ray  between  two  given  terminals,  as  compared  with  adjacent 
curves  connecting  the  same  terminals. 

4.     Object  and  image. 

In  the  preceding  discussion  of  reflexion  and  refraction  we  have 
considered  only  the  direction  of  the  tangent-plane  to  a  wave-front  at 
some  particular  point  :  we  must  now  proceed  to  consider  the  curvature 
of  the  wave-front,  which  of  course  depends  on  its  distance  from  the 
luminous  point  from  which  it  is  diverging.  The  same  idea  can  be 
otherwise  expressed  by  the  statement  that  we  have  hitherto  treated 
only  single  rays,  but  are  now  about  to  study  pencils. 

Consider  a  luminous  point  which  is  emitting  waves  in  air  ;  we  shall 
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call  this  the  object-point.  Suppose  that  the  light,  after  proceeding 
some  distance  from  the  object-point,  is  incident  almost  perpendicularly 
on  a  convex  lens  (i.e.  a  piece  of  glass  bounded  by  two  spherical  faces 
and  thickest  in  the  middle).  The  waves  before  incidence  on  the  lens 
are  convex  in  front,  so  that  the  part  of  the  wave-front  which  strikes  the 
centre  of  the  lens  is  originally  a  little  ahead  of  the  parts  of  the  wave- 
front  which  strike  the  rim  of  the  lens  :  but  as  the  luminous  disturbance 
travels  more  slowly  in  the  glass  than  in  air,  that  part  of  the  wave 
which  passes  through  the  centre  of  the  lens,  and  therefore  has  the 
greatest  thickness  of  glass  to  traverse,  will  be  retarded  relatively  to  the 
outer  parts  of  the  wave  in  passing  through  the  lens  ;  and  it  may 
happen  that  this  takes  place  to  such  an  extent  as  to  make  the  outer 
portions  of  the  wave-front  ahead  of  the  central  portion  when  the  wave 
emerges  from  the  lens,  so  that  the  wave  is  now  concave  in  front.  This 
concave  wave  will  propagate  itself  onwards,  in  the  direction  of  its  own 
normal  at  every  point,  and  thus  its  radius  of  curvature  will  gradually 
decrease  until  the  wave  finally  converges  to  a  point.  This  point,  to 
which  the  luminous  disturbance  issuing  from  the  object-point  and 
caught  by  the  lens  is  now  ingathered,  is  said  to  be  a  real  image  of  the 
original  object-point. 

In  any  case  the  centre  of  curvature  of  the  wave-fronts  after 
emergence  from  the  lens  is  said  to  be  an  image  of  the  object-point,  the 
image  being  called  virtual  if  the  luminous  disturbance  does  not 
actually  pass  through  it. 

5.  Image-formation  by  direct  refraction  at  the  spherical 
interface  between  two  media. 

The  fundamental  case  of  image-formation  is  that  in  which  the  light 
issuing  from  an  object  is  refracted  at  a  spherical  interface  between  two 
media.  Let  the  refractive  indices  of  the  first  and  second  media  be  /x  and 
/*'  respectively,  and  let  r  be  the  radius  of  curvature  of  the  interface, 
counted  positively  when  the  surface  is  convex  to  the  incident  light. 
Let  0  be  the  object-point,  A  the  vertex  or  foot  of  the  normal  from  0 
to  the  interface,  P  a  point  on  the  interface  near  A,  PN  perpendicular 
to  the  axis  or  central  line  OA.  We 
shall  consider  the  formation  of  an 
image  by  a  luminous  disturbance 
which  is  propagated  approximately  I 

along  the  axis.  5-         -iVN 

A  spherical  wave-front  originating 
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from  0  would,  but  for  its  encounter  with  the  second  medium,  occupy  at 
some  time  a  position  represented  by  the  trace  PU,  where  U  is,  a  point 
on  the  axis  such  that  OU=  OP.  But  owing  to  the  fact  that  the  dis- 
turbance does  not  travel  with  the  same  velocity  in  the  two  media,  the 
disturbance  along  the  axis  will  have  reached  only  to  a  point  V,  where 


or  (p-fiAN-ii..NU=i»:.VN. 

But  by  a  well-known  property  of  circles,  we  have 

PN*  =  NU(ON+OU),   and  PN*  =  NA(2r  -  NA\ 
and  the  equation  can  therefore  be  written  in  the  form 
V-ri.PN*      ».PN* 

2r-NA         ON+OU    * 

which  when  P  approaches  indefinitely  near  to  A  takes  the  form 
x'  —  u,        JL       2j.'  .  VN 


_ 
r         OA=     PN2    ' 


shewing  that  V  and  P  lie  on  a  sphere  of  centre  /,  where 


r         OA     AI' 

This  sphere  evidently  represents  the  wave-front  after  refraction,  and 
its  centre  I,  determined  by  the  last  equation,  is  the  image-point  corre- 
sponding to  the  object-point  0.  This  equation  shews  that  the  range 
formed  by  any  number  of  object-points  on  the  line  OAI  is,  in  the  lan- 
guage of  geometry,  homographic  with  the  range  formed  by  the 
corresponding  image-points. 

6.  Image-formation  by  direct  refraction  at  any  number 
of  spherical  surfaces  on  the  same  axis. 

We  shall  consider  next  the  successive  refraction  of  a  pencil  of  light 
at  any  number  of  spherical  refracting  surfaces  whose  centres  of 
curvature  are  on  the  same  line  or  axis  ;  the  object- point  will  be 
supposed  for  the  present  to  be  also  situated  on  this  axis,  and  the 
pencil  of  light  to  be  directed  approximately  along  the  axis. 

Let  x  denote  the  abscissa  of  the  object-point,  measured  (positively 
in  the  direction  of  propagation  of  the  light)  from  any  fixed  origin  on  the 
axis  :  and  let  the  abscissae  of  the  successive  images  be  xlt  #2,  •••,#'• 

Then  the  homographic  property  found  in  §  5  shews  that  ^  is  given 
in  terms  of  x  by  an  equation  which  can  be  written  in  the  general  form 

M\=     ^  gS 

where  (al3  fa,  ylt  SJ  are  constants  which  depend  on  the  position  and 
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curvature  of  the  first  refracting  surface  and  on  the  refractive  indices  of 
the  first  and  second  media. 

Similarly  the  positions  of  the  successive  images  are  given  by 
equations  which  may  be  written  in  the  form 

-  A  a3#2  +  ft 

~ 


Combining  these  so  as  to  eliminate  the  intermediate  images,  we  see 
that  the  position  x'  of  the  final  image-point  is  determined  in  terms  of 
the  position  x  of  the  original  object-point  by  an  equation  which  can  also 
be  written  in  the  form 


~ 


where  (a,  /?,  y,  8)  are  constants  depending  on  the  system  of  refracting 
surfaces,  but  not  depending  on  the  position  of  the  object-point. 

If  y  is  zero,  the  system   is  said  to  be  a  telescopic  system  :  the 
equation  which  determines  x   in  terms  cfi  then  becomes 


which  by  change  of  origin  can  be  written 

x'  =  kx, 
where  k  is  a  constant. 

If  7  is  not  zero  (which  is  the  more  general  case),  we  can  evidently 
without  loss  of  generality  take  7  to  be  unity  :  the  equation  can  then 
be  written 

xx'  +  §x  -  ax  -  (3  =  0  ; 

so  if  we  now  measure  x  from  a  point  at  a  distance  -  8  from  the  original 
origin,  and  also  measure  x'  from  a  point  at  a  distance  a  from  the 
original  origin,  the  equation  will  take  the  form 

xx'  =  C, 

where  0  is  a  constant.  This  equation  determines  the  position  x  of  the 
final  image.  The  origin  from  which  x  is  now  measured  is  called  the 
First  Principal  Focus  of  the  optical  system  :  it  is  evidently  the 
position  in  which  the  object  must  be  placed  in  order  that  the  image 
may  be  at  an  infinite  distance,  i.e.  in  order  that  the  emergent 
wave-fronts  may  be  plane.  Similarly  the  origin  from  which  x  is 
measured  is  called  the  Second  Principal  Focus  :  it  is  the  position  taken 
by  the  image-point  when  the  object-point  is  at  an  infinite  distance, 
e.g.  a  star.  In  the  accustomed  language  of  geometry,  the  Principal 
Foci  are  the  "  vanishing  points  "  of  the  homographic  ranges  formed  by 
any  set  of  object-points  and  the  corresponding  image-points. 
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7.     The  Helmholtz-Clausius  equation. 

The  equation  xx  =  C 

determines  the  position  x  of  the  image  formed  by  a  given  optical 
system,  in  terms  of  the  position  x  of  the  object :  we  shall  next  shew 
how  to  determine  the  size  of  the  image  in  terms  of  the  size  and  position 
of  the  object,  when  the  latter  is  supposed  to  be  no  longer  a  point  but 
a  body  of  finite  (though  small)  dimensions. 

Let  AB  be  an  object,  perpendicular  to  the  axis  A  A'  of  the  instru- 
ment, and  let  A'B'  be  its  image  ;  we  can  regard  AB  and  A'B'  as  two 


B     D 

/ 

B'       D' 


V 


positions  of  a  wave-front,  when  small  quantities  of  the  second  order  are 
neglected  (the  ratio  of  the  height  AB  to  the  dimensions  of  the  instru- 
ment being  taken  as  a  small  quantity  of  the  first  order).  Let  AD, 
A'D',  be  the  corresponding  two  positions  of  another  wave-front  (pro- 
ceeding of  course  from  another  source)  slightly  inclined  to  the  first. 
Then  the  time  taken  by  the  luminous  disturbance  to  travel  from  B  to  B' 


>,  »  „  ,,  „  „  ,,DtoD'. 

It  follows  that  the  time  taken  by  the  light  to  travel  the  distance 
BD  in  the  initial  medium  is  equal  to  the  time  taken  to  travel  B'D'  in 
the  final  medium  :  or 


where  ju  and  //  are  the  refractive  indices  of  the  initial  and  final  media. 
If  then  we  denote  the  heights  A  B,  A'B'  of  the  object  and  image  by 
y  and  y  respectively,  and  the  initial  and  final  angles  BAD,  B'A'D 
between  slightly  inclined  wave-fronts  by  a,  a',  respectively  we  have 


This  is  known  as  Helmholtz's  equation  :  it  gives  the  linear  magnifi- 
cation y'ly  in  terms  of  the  angular  magnification  a  /a. 

It  is  obvious  that  the  above  reasoning  does  not  depend  essentially 
on  the  circumstance  that  the  optical  instrument  has  been  supposed  to 
be  symmetrical  about  an  axis  :  we  can  therefore  abandon  this  suppo- 
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sition,  and  state  the  theorem  in  a  more  general  form  due  to  Clausius*. 
Suppose  that  a  small  line-element  I  in  a  medium  of  index  //.  has  for 
image  a  small  line-element  /'  in  a  medium  of  index  //,  and  that  a  pencil 
of  light  which  has  a  small  angular  aperture  a  when  it  issues  from 
a  point  of  /  has  an  aperture  a'  when  it  converges  to  the  corresponding 
image-point  on  /'  :  and  let  \j/  and  \J/'  be  the  angles  made  by  /  and  /' 
respectively  with  the  normals  to  the  pencil  in  its  plane  at  the  two  ends. 
Then  /  cos  ^  will  correspond  to  the  y  of  Helmholtz's  equation,  and 
/'  cos  $'  to  y  :  so  we  obtain  Clausius'  equation 

p.la  COS  \f/  =  fjfl'a  COS  iff'. 

8.  The  transformation  of  the  object-space  into  the  image- 
space. 

We  are  now  in  a  position  to  obtain  formulae  which  completely 
determine  the  manner  in  which  an  optical  instrument  forms  an  image 
of  a  small  object  situated  on  its  axis  of  symmetry. 

The  position  of  any  point  of  a  possible  object,  or  any  point  of  tlw 
object-space  as  it  is  generally  called,  will  be  specified  by  its  abscissa  x 
measured  along  the  axis  (positively  in  the  direction  of  propagation  of 
the  light)  from  the  First  Principal  Focus  of  the  instrument,  and  its 
ordinate  y  drawn  perpendicularly  to  the  axis  :  and  similarly  the 
position  of  a  point  in  the  image-space  will  be  specified  by  coordinates 
(#',  y\  of  which  x  is  measured  from  the  Second  Principal  Focus  of  the 
instrument. 

Suppose  that  two  objects,  of  heights  ylt  y^  respectively,  are  at  the 
points  whose  abscissae  are  x^  #2  :  let  their  images  be  of  heights  #/,  y^ 
respectively.  Then  the  equation  of  §  6  gives 

xx  =  C, 
so  we  have 

C1      Cf          C* 
Distance  between  images  =  ---  =  --  x  Distance  between  objects. 

#2         Xl  #!#2 

If  therefore  a  denote  the  inclination  to  the  axis  of  the  ray  from  the 
axial  point  of  the  first  object  to  the  topmost  point  of  the  second  object, 
and  if  a!  denote  the  inclination  of  this  ray  to  the  axis  after  passing 
through  the  instrument,  we  have 

«'  _  yi_     Distance  between  objects 
a    fyz     Distance  between  images 


*  Ann.  der  Phys.  cxxr.  (1864),        1. 
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Now  if  /A  and  //  denote  the  refractive  indices  of  the  initial  and  final 
media,  we  have  by  Helmholtz's  equation 


and  therefore,  substituting  the  value  just  found  for  a'/a,  we  have 


We  now  suppose  that  the  two  objects  approach  each  other  so  as 
ultimately  to  coincide  in  position  :  thus  (omitting  the  suffixes)  we  have 


The  equation  which  determines  the  height  y  of  an  image  in  terms 
of  the  height  and  position  of  the  corresponding  object  is  therefore 


where  /is  a  constant  connected  with  the  constant  C  by  the  equation 


Thus  the  optical  instrument  transforms  points  (#,  y)  of  the  object- 
space  near  the  axis  into  points  (V,  y'}  of  the  image-space,  in  a  manner 
defined  by  the  equations  of  transformation. 


fJL     X 


X 


This  transformation  is  of  the  kind  called  in  Geometry  a  collineation, 
a  name  which  is  given  to  those  transformations  of  space  which 
transform  points  into  points  and  also  transform  straight  lines  into 
straight  lines. 

When  the  initial  and  final  media  have  the  same  refractive  index,  as 
in  the  case  of  an  optical  instrument  in  air,  the  above  equations  become 


x  x 

The  constant  f  is  called  the  focal  length  of  the  instrument.  If  the 
object  is  at  an  infinite  distance  (e.g.  a  pair  of  stars)  and  subtends 
an  angle  a  at  the  instrument,  it  is  evident  from  the  last  equation  that 
the  length  of  the  image  will  be  fa.  Thus  the  focal  length  of  a 
photographic  telescope  determines  the  scale  on  which  the  heavens  will 
be  depicted  in  the  photographs  taken  with  the  instrument. 
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The  object-point  and  image-point  for  which  the  linear  magnification 
yly  is  unity  are  sometimes  called  the  Principal  Points  of  the  system. 
The  preceding  equations  give  for  the  coordinates  of  these  points 


so  x  -/,      x  =  -f. 

The  principal  points  are  therefore  at  distances  from  the  principal  foci 
equal  to  the  focal  length. 

9.  The  measure  of  convergence  of  a  pencil. 

When  light-waves  are  propagated  outwards  from  a  point  0  in 
a  homogeneous  isotropic  medium,  the  product  of  the  refractive  index  /* 
and  the  curvature  of  the  wave-fronts  at  any  point  P  is  called  the 
divergence  of  the  system  of  waves  at  the  point  P  :  the  divergence 
is  therefore  measured  by  the  quantity  /A/  OP. 

Similarly  if  the  luminous  disturbance  is  converging  to  an  image- 
point  0,  the  quantity  P-/PO  is  called  the  convergence  at  P.  Con- 
vergence is  evidently  equivalent  to  a  divergence  equal  in  magnitude 
but  opposite  in  sign. 

The  theorem  of  §  5  can  thus  be  expressed  by  the  statement  that 
the  effect  of  direct  refraction  at  the  spherical  interface  (radius  r) 
between  two  media  /*  and  /*'  is  to  increase  the  convergence  (or  diminish 
the  divergence)  of  the  incident  pencil,  by  an  amount  (/*'  -  /n)/r.  This 
mode  of  stating  the  formula  makes  it  easier  to  form  a  mental  picture  of 
the  effect  of  a  direct  refraction  on  a  pencil. 

10.  The  lens. 

We  shall  now  discuss  the  formation  of  images  by  lenses.  A  lens 
consists  of  a  slab  of  glass,  or  some  other  transparent  substance,  whose 
faces  are  polished,  and  generally  spherical.  The  line  passing  through  the 
centres  of  curvature  of  the  faces  is  called  the  axis  of  the  lens.  We 
shall  denote  the  refractive  index  of  the  material  of  the  lens  by  /x,  and 


shall  suppose  that  the  lens  is  placed  in  a  medium  of  index  unity.     The 
points  A,  B,  in  which  the  axis  meets  the  faces,  are  called  the  vertices, 
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and  the  distance  AB  between  them  is  called  the  thickness  of  the  lens, 
and  will  be  denoted  by  t  :  the  radii  of  curvature  of  the  faces  (counted 
positive  when  convex  to  the  incident  light)  will  be  denoted  by  r,  s  ;  so 
that  refraction  at  the  first  face  increases  the  convergence  of  a  pencil  by 
an  amount  (/u,  —  l)/r,  which  we  shall  write  fa,  and  refraction  at  the  second 
face  increases  the  convergence  by  (1  -f^/s,  which  we  shall  write  fa. 

Suppose  that  a  ray  OP  issuing  from  an  object-point  0  on  the  axis, 
and  inclined  at  a  small  angle  a  to  the  axis,  meets  the  first  face  of  the 
lens  at  P  and  is  refracted  into  the  direction  PQ,  making  an  angle 
ax  with  the  axis  ;  and  is  afterwards  refracted  at  the  second  face  of  the 
lens  into  the  direction  QR,  making  an  angle  a'  with  the  axis.  Let  /j 
and  1  be  the  points  in  which  the  ray  meets  the  axis  after  its  first 
and  second  refraction  respectively,  so  that  /j  is  the  place  of  the 
intermediate  image  of  0  and  /  is  the  place  of  the  final  image. 

The  formula  of  §  5,  applied  to  the  second  refraction,  is 


or  a!  =  -fa.  BQ  +  /x  .  aj 

=  -  fa  •  AP  +  O!  (/A  -  fa), 

since  SQ  =  AP  +  t.alf 

But  the  formula  of  §  5,  applied  to  the  first  refraction,  is 

JLai        JL 

I,A  OA> 

or  /xttj  =  —  fa.  AP  +  a, 

so  substituting  for  aA  in  the  preceding  equation,  and  writing  a  for 

we  have 

a  =  -fa.AP+(l-faa)  (a-fa.AP), 

or  -  =  -fa.OA+(l-faa)  (l-fa.OA\ 

a 


since  AP  =  a.  OA  ; 

hence          a  /a  =  -  K  .  OA  +  1  -  afa, 

where  K  is  written  for  the  quantity  fa  +  fa  —  afafa. 

Now  Helmholtz's  equation  shews  that  y'jy  =  a/a',  where  y'jy  is  the 
ratio  of  the  height  of  the  final  image  at  /  to  that  of  the  object  at  0. 
Thus  we  have 


_ 

y     -  K  .  OA  +  1  -  a  fa  ' 

But  it  was  shewn  in  §  8  that  when  an  image  is  formed  by  direct 
refraction  through  any  optical  system  symmetrical  about  an  axis,  the 
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ratio  of  the  heights  of  the  image  and  object  is  given  by  an  equation  of 
the  form, 

f =p 

where  /  is  the  focal  length  of  the  system  and  x  =  FA  -  OA  is  the 
distance  of  the  object-point  from  the  first  principal  focus  F,  measured 
positively  in  the  direction  of  propagation  of  the  light.  Comparing 
these  two  equations,  we  have 


These  equations  determine  the  focal  length  of  the  lens  and  the  position 
of  its  first  principal  focus;  the  position  of  the  second  principal  focus  F' 
is  similarly  given  by  the  equation 


The  position  and  size  of  the  image  are  therefore  given  by  the 
equations 


where 

X 


and 


which  completely  determine  the  image-forming  action  of  the  lens. 

The  distance  of  the  vertex  A  from  the  first  principal  point  H 
is  (§  8) 


and  the  distance  of  the  second  principal  point  from  the  vertex  B, 
measured  outwards  from  the  lens,  is  similarly  -  ak^K.  The  distance 
between  the  principal  points  is  therefore  t-a(kl  +  k^)jK\  or  if  t  be 
small  compared  with  the  focal  length,  it  is  approximately  (/x  -  1)  £//x. 

It  is  easily  seen  from  the  above  formulae  that  generally  speaking 
the  effect  of  the  thickness  in  a  double-convex  lens  is  to  decrease  the 
converging  power  of  the  lens,  while  in  a  double-concave  lens  the  thick- 
ness increases  the  diverging  power.  When  one  surface  of  the  lens  is 
plane,  the  thickness  has  no  effect  on  the  power. 

A  single  thick  lens  possesses  what  is  known  as  an  optical  centre, 
characterised  by  the  following  property  :  any  ray  whose  direction  in  the 
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glass  (i.e.  between  the  two  refractions)  passes  through  the  optical  centre 
will  emerge  from  the  second  face  parallel  to  its  direction  at  incidence  on 
the  first  face.  For  if  the  incident  ray  passes  through  the  first  principal 
point  of  the  lens,  the  emergent  ray  will  pass  through  the  second 
principal  point,  and  by  Helmholtz's  equation  their  inclinations  to  the 
axis  will  be  equal  :  so  th#  optical  centre  is  the  image  of  either  principal 
point  in  the  corresponding  face. 

In  the  case  of  a  lens  of  which  one  face  is  plane,  the  optical  centre 
and  one  of  the  principal  points  coincide  at  the  vertex  of  the  curved  face. 
In  the  case  of  a  deep  meniscus,  i.e.  a  concavo-convex  lens  of  great 
curvature,  the  optical  centre  may  be  at  a  considerable  distance  from 
the  lens. 

11.     The  thin  lens. 

When  the  lens  is  so  thin  that  its  thickness  is  negligible  in  comparison 
with  its  focal  length,  the  vertices  may  be  regarded  as  coincident  in  one 
point  A,  and  the  general  formulae  become 


=  AF'= 


The  principal  points  are  now  coincident  at  A  :  and  the  effect  of  the 
lens  is  simply  to  increase  the  convergence  of  an  incident  pencil  by  an 

amount  (/*-!)(-     -).     This  is  called  the  converging  power  of  the 

\F        S  / 

lens  ;  if  the  lens  is  thicker  in  the  middle  than  at  the  rim,  it  is  said  to  be 
convergent  and  the  focal  length  f  is  positive  :  if  the  lens  is  thinner  in  the 

middle  than  at  the  rim,  it  is  said  to  be  divergent,  and  (/A  -  1)  (  -     -  ) 

\5       /*/ 

can  then  be  called  its  diverging  power  :  the  focal  length  is  in  this  case 
negative.  Convergent  lenses  form  real  images  of  objects  which  are 
situated  so  that  the  first  principal  focus  is  between  the  object  and 
the  lens  :  for  the  divergence  of  a  pencil  on  its  arrival  at  the  lens  from 
such  an  object  is  smaller  than  the  converging  power  of  the  lens,  so  the 
emergent  pencil  converges.  Divergent  lenses,  when  used  alone,  cannot 
form  real  images  of  real  objects. 

When  the  object  and  image  are  both  real  (case  of  the  convergent 
lens,  object  in  front  of  first  principal  focus),  or  both  virtual  (case  of  the 
divergent  lens,  virtual  object  behind  the  first  principal  focus),  the 
object  and  image  are  on  opposite  sides  of  the  lens  and  the  image  is 
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consequently  inverted,  as  can  be  seen  by  observing  that  tbe  straight 
lines  joining  corresponding  points  of  the  object  and  image  cross  the 
axis  at  the  optical  centre  :  in  other  cases  the  image  is  upright  relatively 
to  the  object. 

If  several  thin  lenses  are  placed  in  contact,  each  lens  will  exercise 
its  own  converging  power,  and  therefore  the  converging  power  of  the 
whole  is  the  sum  of  the  converging  powers  of  the  separate  lenses  :  that 
is,  the  reciprocal  of  the  focal  length  of  the  system  is  the  sum  of  the 
reciprocals  of  the  focal  lengths  of  the  individual  lenses. 

If  two  thin  lenses  of  focal  lengths  fi  and  fz  are  separated  by  an 
interval  a,  each  lens  will  resemble  a  single  spherical  surface  in  con- 
verging power,  and  we  can  therefore  deduce  the  formulae  for  the  optical 
behaviour  of  the  system  from  the  formulae  of  a  single  thick  lens,  by 
replacing  (ft-  l)/r  by  I//,  (1  -/&)/,$  by  l//*2,  and  t/p  by  a.  Thus  the 
focal  length  of  the  system  is 


f_ 


and  the  distance  from  the  second  lens  to  the  second  principal  focus  is 


12.    The  spherical  mirror. 

The  reflexion  of  a  pencil  of  light  at  the  spherical  interface  between 
two  media  can  be  treated  in  the  same  way  as  refraction.  Let  0  be  an 
object-point,  A  the  foot  of  the  normal 
from  0  to  the  interface,  P  a  point  on 
the  interface  near  A,  PN  the  perpen- 


dicular from  P  on  the  axis  OA.  - /    /    i 

A   wave-front  propagated  from   0, 

which  on  arrival  at  P  would  have  occupied  the  position  PU  if  there 
had  been  no  reflexion,  will  actually  occupy  the  position  PV,  where 
VA=AU,  owing  to  the  reversal  of  direction  of  the  central  part  of 
the  wave  by  the  reflexion. 

Let  r  denote  the  radius  of  curvature  of  the  reflecting  surface, 
counted  positively  when  the  surface  is  convex  to  the  incident  light ; 
then  we  have 

VA=AUt    or     VN-AN=AN+NU. 
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Now  PN*  =  2r.AN, 

since  r  is  the  radius  of  curvature  of  PA  ;  and 


since  OA  is  (in  the  limit)  the  radius  of  curvature  of  P  U  ;  and 
PN2  =  2AI.  VN, 

since  AI  is  (in  the  limit)  the  radius  of  curvature  of  PVt  where  / 
denotes  the  image-point  of  0. 

Thus  the  preceding  equation  becomes 

J__i=!     J_ 
AI     r~r  +  OA' 

JL_  ?        l 

or  ,  j-  —      '   f\  A  ' 

AI     r     OA 

The  divergence  of  the  wave-front  is  therefore  increased  by  2/r  as  a 
result  of  the  reflexion,  and  the  wave  is  at  the  same  time  reversed  in 
direction  of  propagation.  The  quantity  2/r  is  called  the  diverging 
power  of  the  mirror. 

It  is  easily  seen  from  this  equation  that  a  mirror  has  optical  pro- 
perties similar  to  those  already  found  for  the  instruments  which  refract 
light  :  its  principal  foci  are  coincident  at  the  middle  point  of  A  C,  where 
C  is  the  centre  of  curvature  of  the  mirror,  and  its  focal  length  is  \r. 

13.    Astigmatism. 

The  wave-fronts  which  diverge  from  a  luminous  point  in  a  homo- 
geneous isotropic  medium  are  spherical.  If  one  of  these  spherical  wave- 
fronts  is  incident  directly  on  an  optical  instrument  symmetric  about 
an  axis,  so  that  the  axis  of  the  instrument  points  exactly  toward  the 
luminous  point,  it  is  obvious  from  symmetry  that  the  wave-front  at 
emergence  will  still  be  symmetric  about  the  axis,  and  the  part  of  it  in 
the  immediate  neighbourhood  of  the  axis  can  therefore  be  regarded  as 
a  portion  of  a  sphere  :  this  is  generally  expressed  by  the  statement  that 
the  emergent  pencil  of  light  is  homocentric,  a  name  implying  that  the 
luminous  disturbance  is  converging  to  (or  diverging  from)  a  single 
point,  namely  the  centre  of  this  sphere  (which  of  course  will  be  the 
image-point  of  the  original  luminous  point).  If  for  defmiteness  we 
suppose  that  the  pencil  at  emergence  is  converging  to  form  a  real  image- 
point,  its  cross-section  will  gradually  diminish  after  leaving  the 
instrument,  until  at  the  place  of  the  image  the  cross-section  of  the 
w.  2 
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pencil  reduces  to  a  point :  after  this  the  cross-section  will  again  increase 
in  area ;  thus : 


Q 


When  however  a  thin  pencil  of  light  is  incident  obliquely  on  a 
refracting  surface,  the  wave-front  at  emergence  cannot  in  general  be 
regarded  as  a  portion  of  a  sphere,  for  its  curvature  will  be  different  in 
different  directions  along  its  surface  :  and  the  cross-section  of  the 
emergent  pencil  of  light  will  never  reduce  to  a  single  point  at  any 
distance  from  the  instrument,  but  will  present  in  succession  the 
following  forms  : 


Q 


It  will  be  observed  that  the  cross-section  reduces  first  to  a  short 
segment  of  a  straight  line,  and  subsequently  to  a  short  segment  of  a 
straight  line  in  a  direction  at  right  angles  to  the  first  segment.  These 
segments  are  called  the  focal  lines  of  the  pencil  :  their  origin  may  be 
explained  in  the  following  way. 

Let  AP  be  the  emergent  wave-front,  and  A  the  point  in  which  it  is 
met  by  some  ray  AR^R?,  which  we  select 
as  the  central  or  chief  ray  of  the  pencil  : 
this  chief  ray  will  of  course  be  the  normal 
to  the  wave-front  at  A. 

It  is  a  well-known  geometrical  theorem 

that  all  the  normals  to  a  surface  touch  the  two  caustic  surfaces  which 
are  the  loci  of  its  centres  of  principal  curvature.  Let  us  apply  this 
theorem  to  the  surface  AP.  Let  Rl  and  fi2  be  the  centres  of  principal 
curvature  of  the  wave-front  at  A  ;  we  can  suppose  that  the  plane  of  the 
diagram  is  the  plane  of  the  principal  section  for  which  R^  is  the  centre 
of  curvature.  Then  any  ray  of  the  pencil  which  meets  the  wave-front 
at  a  point  P  near  A  touches  the  caustic  surface  through  Rl  at  some 
point  near  Rlt  and  therefore  its  shortest  distance  from  the  line  through 
Rl  perpendicular  to  the  plane  of  the  diagram  is  a  small  quantity  of  at 
least  the  order  AP*/ARlf  Similarly  the  distance  of  the  ray  through 
P  from  the  line  drawn  through  R%  in  the  plane  of  the  diagram  perpen-  » 
dicular  to  AR*  is  a  small  quantity  of  at  least  the  order  AP*/AR*. 
These  lines  through  Rv  and  722  are  evidently  the  focal  lines,  whose 
existence  was  indicated  above  ;  Rl  and  R2  are  called  the  foci  of  the 
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thin  pencil.  We  thus  see  that  every  ray  of  the  pencil  approximately 
intersects  the  two  focal  lines. 

The  position  of  the  focal  lines  is  evidently  not  dependent  on  the 
particular  wave-front  used  to  obtain  them,  since  so  long  as  the  luminous 
disturbance  remains  in  the  same  medium  its  wave-fronts  are  a  family 
of  parallel  surfaces  and  have  therefore  the  same  caustic  surfaces. 

In  the  case  of  the  homocentric  pencils  which  have  been  considered 
in  the  theory  of  direct  image-formation,  and  which  are  symmetrical  about 
an  axis,  one  caustic  surface  reduces  to  the  axis  itself,  and  the  other 
caustic  surface  has  near  the  axis  the  form  of  a  surface  produced  by  the 
revolution  of  a  plane  curve  about  a  cuspidal  tangent ;  the  foci  Rl  and 
RZ  in  this  case  coincide  at  the  cusp. 

A  thin  pencil  which  is  not  homocentric,  but  diverges  from  two 
focal  lines,  is  said  to  be  astigmatic.  If  the  pencil  originally  issued 
from  a  luminous  point  before  the  refractions,  the  image  of  this  point 
on  a  screen  placed  at  either  of  the  foci  will  be  a  short  segment  of  a 
straight  line.  If  the  screen  is  placed  at  (say)  the  focus  R^  the  image 
of  a  line  will  therefore  be  quite  fine  and  sharp  if  it  has  the  same  direc- 
tion as  the  focal  line  at  7?j,  since  then  the  short  segments  of  lines 
which  are  the  images  of  its  individual  points  will  overlie  each  other 
lengthways  :  but  otherwise  the  image  will  be  blurred  and*  broad,  since 
then  the  short  segments  which  are  the  images  of  the  individual  points 
of  the  original  line  will  stand  out  more  or  less  perpendicularly  to  the 
general  direction  of  the  image  of  that  line,  and  so  will  communicate 
breadth  to  it. 

The  theory  of  focal  lines  is  really  part  of  the  general  theory  of  congruences : 
a  congruence  is  a  set  of  oo 2  lines,  just  as  a  surface  is  a  set  of  QO  2  points,  and  a 
rilled  surface  is  a  set  of  oo J  lines.  Every  ray  of  a  congruence  is  intersected 
by  two  adjacent  rays  ;  these  intersections  are  called  the  foci  of  the  ray,  and 
the  two  plane  passing  through  the  ray  and  either  of  its  two  intersecting  rays 
are  called  fo^jl  planes.  The  loci  of  the  foci  are  called  the  focal  surfaces 
of  the  congruence  :  every  ray  of  a  congruence  touches  the  focal  surfaces  at  its 
focal  points,  and  the  tangent-planes  are  the  focal  planes. 

If  the  focal  planes  are  at  right  angles  to  each  other  for  every  ray  of  a 
congruence  (as  is  the  case  in  the  optical  application  of  the  theory),  the 
congruence  consists  of  the  set  of  normals  to  some  surface  (in  the  optical  case, 
this  surface  is  the  wave-front),  and  is  called  a  normal  congruence. 

14.     Primary  and  secondary  foci. 

The  general  case  of  the  refraction  of  a  thin  pencil  of  light  (either 
homocentric  or  already  rendered  astigmatic  by  previous  refractions) 

2—2 
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which  is  obliquely  incident  on  a  refracting  surface  of  any  curvature,  is 
a  somewhat  complicated  subject  of  investigation:  we  shall  consider 
only  the  case  which  is  of  practical  importance,  namely  the  refraction  of 
a  thin  pencil  through  an  optical  instrument  consisting  of  a  series  of 
spherical  refracting  surfaces  symmetrical  about  an  axis,  when  it  is 
assumed  that  the  chief  ray  of  the  pencil  is  initially  in  one  plane  with 
the  axis  (and  inclined  at  a  finite  angle  to  the  axis),  so  that  by  symmetry 
the  chief  ray  never  leaves  this  plane  in  the  course  of  the  subsequent 
refractions.  This  plane  through  the  axis  and  the  chief  ray  will  be 
called  the  meridian  plane  of  the  pencil.  By  symmetry  it  follows  that 
the  principal  sections  of  the  pencil  are  that  by  the  meridian  plane, 
which  is  called  the  meridian  or  primary  section,  and  that  by  the  plane 
at  right  angles  to  this,  which  is  called  the  sagittal  or  secondary  section ; 
the  corresponding  foci  of  the  pencil,  which  are  the  centres  of  curvature 
of  the  meridian  and  sagittal  sections  of  the  wave-front  respectively,  are 
called  the  meridian  or  primary  focus  and  the  sagittal  or  secondary 
focus.  Either  the  meridian  or  the  sagittal  focus  or  any  point  between 
them,  where  the  cross-section  of  the  pencil  is  very  small,  may  be 
regarded  as  in  some  sense  an  image  of  the  object-point  from  which  the 
thin  pencil  originally  issued ;  but  as  was  explained  in  the  last  article, 
the  images  thus  obtained  will  be  more  or  less  blurred. 

It  is  evident  from  symmetry  that  the  rays  which  are  at  any  time  in 
the  meridian  plane  of  the  pencil  always  remain  in  the  meridian  plane 
after  any  number  of  refractions,  and  that  the  same  is  true  of  the  rays 
in  the  sagittal  plane. 

15.  Oblique  refraction  of  a  thin  pencil  at  a  single  spherical 
surface. 

The  analytical  formulae  for  the  case  of  a  single  refraction  are 
obtained  in  the  following  way. 

Let  a  pencil  whose  meridian  focus  is  01  and  chief  ray  O^A  be 
refracted  from  a  medium  of  index  //. 
into  a  medium  of  index  //  at  a 
spherical  interface  whose  centre  of 
curvature  is  C  and  radius  r,  counted 
positive  when  the  surface  is  convex 
to  the  incident  light.  Let  AI^  be 
the  refracted  chief  ray,  and  let  OJ*!^ 
be  the  path  of  an  adjacent  ray  in  the 
meridian  section  of  the  pencil,  so  that  when  P  is  indefinitely  near  to  A, 
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/!  tends  to  a  limiting  position,  which  is  that  of  the  meridian  focus  of 
the  pencil  after  refraction. 

Let  i,  i'  be  the  angles  of  incidence  and  refraction  for  the  chief  ray. 
Then  the  equation 

I*  sint  =/w.'sin4' 
when  differentiated  gives 

/x  cos  i .  di  =  i*!  cos  *' .  di' 


or 
or 

or 


fMCOsi(A01P 
.  /AP  cos  i 


+  AGP) 


cos  ^ 


cos  ^     AP\       ,        .,  /     APcosi      AP\ 

—  +  =  ju.  COS  ^    ( -rr +  ) 

\A  r  J  \          A^  r  } 

///  cos2  i'_     ft  cos2  i  _  ft'  cos  i'  -  ft  cos  i 


This  is  the  equation  connecting  consecutive  primary  foci.  It  may  easily 
be  interpreted  geometrically  as  implying  that  the  line  #1/1  passes 
through  a  fixed  point :  and  when  i  is  replaced  by  zero  it  evidently 
reduces  to  the  ordinary  equation  (§  5)  for  the  direct  refraction  of 
a  pencil  at  a  spherical  surface. 

Next,  let  02  be  the  sagittal 
focus  of  the  incident  pencil.  The 
sagittal  focus  /2  of  the  refracted 
pencil  is,  by  symmetry,  at  the 
intersection  of  the  chief  ray  AIZ 
of  the  refracted  pencil  with  the 
line  of  sagittal  symmetry  0ZC. 

The  law  of  refraction  gives 

fi  sin  02^4  C  =ft'  sin 


or 


.  CO, 


But 


and 


.  CI2 


COz  cos  A  C02  =  02A  cos  i  +  r, 
(7/2  cos  A  C02  =  Ale,  cos  i  '  -  r. 


Thus  we  have 


0,A 


=  f* 


,  AI2cosi'-r 


or 


—  JM.COS 


AI2     02A  r 

This  is  the  equation  connecting  consecutive  secondary  foci ;   like   the 


22  THE   ENTRANCE-PUPIL  [CH.   I 

equation  for  primary  foci,  when  i  is  replaced  by  zero  it  reduces  to  the 
equation  for  direct  refraction. 

The  union  of  rays  at  the  sagittal  foci  is  evidently,  on  account  of  the 
symmetry,  one  order  higher  than  the  union  at  the  primary  foci. 

Example.  A  small  homocentric  pencil  of  light  is  incident  on  and  reflected 
by  a  spherical  surface  of  radius  r  ;  shew  that  the  reflected  pencil  is  usually 
astigmatic,  and  that  the  distance  between  the  focal  lines  is  equal  to  vi~vt, 
where 

1  _.  1  -     2  1  _  1  -  2cos* 

~  v      u~      r 


i  being  the  angle  of  incidence  and  u  the  distance  of  the  origin  of  light  from 
the  point  of  incidence. 

16.    The  entrance-pupil  and  the  field  of  view. 

If  an  object  is  placed  in  front  of  a  single  convex  lens,  and  a  real 
image  is  formed  behind  the  lens,  it  is  obvious  that  of  all  the  rays  of 
light  emitted  by  the  object,  the  only  ones  which  contribute  to  the 
formation  of  the  image  are  those  which  pass  through  the  lens  ;  in  other 
words,  the  cross-section  of  the  image-forming  pencils  is  limited  by  the 
rim  of  the  lens.  In  most  optical  instruments  the  cross-sections  of  the 
image-forming  pencils  are  limited  not  only  by  the  rims  of  the  lenses, 
but  also  by  diaphragms  or  stops,  which  are  generally  openings  in  the 
form  of  circles,  whose  centres  are  on  the  axis  of  the  instrument  and 
whose  planes  are  perpendicular  to  the  axis  ;  a  stop  evidently  obstructs 
all  those  marginal  rays  which  are  at  too  great  a  distance  from  the  axis 
to  pass  through  the  opening.  The  rims  of  the  lenses  must  of  course  be 
included  in  an  enumeration  of  the  stops  of  an  instrument,  as  also  must 
the  edge  of  the  iris,  limiting  the  pupil  of  the  eye,  if  the  instrument  is 
used  visually. 

As  will  appear  later,  a  judicious  selection  of  the  image-forming 
pencils  by  a  suitably  placed  stop  of  small  aperture  may  effect  a  great 
improvement  in  the  optical  performance  of  an  instrumen 

In  order  to  find  which  one  of  the  various  stops  in  a  given  instrument 
is  effective  in  determining  the  cross-section  of  the  image-forming 
pencils,  we  consider  the  image  of  each  stop  formed  by  that  part  of  the 
optical  system  which  precedes  it,  and  from  these  images  we  select  that 
one  which  subtends  the  smallest  angle  at  the  axial  point  of  the  object 
(which  may  be  either  in  front  of  or  behind  it)  ;  this  image  is  called  the 
entrance-pupil.  It  is  evident  that  the  cone  of  rays  from  the  axial 
point  of  the  object  to  the  entrance-pupil  will  be  able  to  pass  through 
the  instrument,  but  that  a  larger  cone  would  have  its  marginal  rays 
cut  off  by  that  stop  of  which  the  entrance-pupil  is  an  image. 
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The  angle  subtended  at  the  axial  point  of  the  object  by  the  entrance- 
pupil  is  called  the  angular  aperture  of  the  system ;  the  rays  which 
proceed  from  the  various  points  of  the  object  to  the  axial  point  of  the 
entrance-pupil  are  called  the  chief  rays  of  the  pencils  which  take  part 
in  the  representation. 

The  image  of  the  entrance-pupil  in  the  entire  instrument  is  called 
the  exit-pupil :  in  those  instruments  which  are  intended  for  visual 
observations,  the  entrance-pupil  of  the  eye  should  be  placed  at  the 
exit-pupil  of  the  instrument,  when  this  is  physically  possible. 

The  stops  also  determine  the  extent  of  the  field  of  view  of  the 
instrument.  In  order  to  find  which  one  of  the  stops  is  effective  in 
limiting  the  field  of  view,  we  consider  the  image  of  each  stop  formed 
by  that  part  of  the  system  which  precedes  it,  and  from  these  images  we 
select  the  one  which  subtends  the  smallest  angle  at  the  axial  point  of 
the  entrance-pupil :  this  image  has  been  called  the  entrance-window  by 
M.  von  Rohr,  and  evidently  determines  the  extreme  points  of  the  object 
which  will  be  represented  by  pencils  containing  chief  rays;  its  image 
in  the  entire  system  is  called  the  exit-window,  and  the  angle  subtended 
by  the  entrance-window  at  the  axial  point  of  the  entrance-pupil  is 
called  the  angular  field  of  view  of  the  instrument.  If  the  entrance- 
window  is  not  in  the  plane  of  the  object,  part  of  the  object  will  be  seen 
only  by  partial  pencils. 

17.     The  magnifying  power  of  a  visual  instrument. 

We  define  the  magnifying  power  of  a  visual  instrument  employed 
to  examine  near  objects  as  the  ratio  of  the  angle  subtended  by  the 
image  of  an  object  at  the  eye,  when  the  object  is  so  placed  that  the 
image  is  at  a  standard  distance  (generally  taken  to  be  25  cm.)  from 
the  eye,  to  the  angle  subtended  by  the  object  when  viewed  directly 
with  the  eye  at  the  standard  distance. 

The  magnifying  power  is  therefore  equal  to  the  ratio  of  the  heights 
of  the  image  ^nd  object  respectively  when  the  image  is  situated  at  the 
standard  distance  in  front  of  the  exit-pupil  of  the  instrument,  i.e.  it  is 
equal  to  the  linear  magnification  wJien  the  image  is  in  this  position. 

When  a  visual  instrument  is  used  for  the  examination  of  objects  at 
infinity,  as  in  the  case  of  the  astronomical  telescope,  it  is  natural  to 
define  the  magnifying  power  as  the  angular  magnification  at  the  pupils : 
this  by  Helmholtz's  theorem  (§  7)  is  equal  to  the  reciprocal  of  the  linear 
magnification  at  the  pupils,  so  the  magnifying  power  is  equal  to  the 
ratio  of  the  radius  of  the  entrance- pupil  to  the  radius  of  the  exit-pupil. 


CHAPTER  II. 

THE  DEFECTS  OF  THE  IMAGE. 

18.  The  removal  of  astigmatism  from  an  optical  instru- 
ment with  a  narrow  stop. 

We  now  proceed  to  consider  the  conditions  which  must  be  satisfied 
in  order  that  an  optical  instrument  may,  as  accurately  as  possible, 
transform  pencils  issuing  from  the  various  points  of  the  object  into 
homocentric  pencils  in  the  image-space,  so  that  the  image  may  be 
a  point-for-point  representation  of  the  object  without  blurring  :  and 
moreover,  that  the  image  so  formed  may  be  geometrically  similar  to  the 
object. 

It  will  be  supposed  throughout  that  we  are  dealing  with  an  object 
at  some  definite  distance  from  the  instrument,  and  that  we  wish  to 
eliminate  errors  in  the  image  for  an  object  in  this  position  alone  : 
if  the  object  is  moved  to  some  other  position,  errors  will  of  course 
reappear  in  the  image.  It  will  therefore  be  assumed  that  a  plane  object 
is  placed  at  right  angles  to  the  axis  of  the  instrument :  and  we  shall 
suppose  at  first  that  a  diaphragm  of  very  small  aperture  is  placed 
at  some  point  on  the  axis,  so  that  the  pencils  of  light  which  pass 
through  it,  and  by  which  alone  the  image  is  formed,  are  of  very  small 
cross-section.  Under  these  assumptions  we  shall  find  the  condition 
which  must  be  satisfied  in  order  that  these  pencils  when  they  finally 
emerge  into  the  image-space  may  be  homocentric,  i.e.  that  the  image 
may  be  free  from  astigmatism.  The  treatment  will  necessarily  be 
approximate,  the  linear  dimensions  of  the  object  and  of  the  lens- 
apertures  being  supposed  as  in  Chapter  I  to  be  small  compared  with 
the  radii  of  curvature  of  the  refracting  surfaces  ;  but  the  approximation 
is  now  to  be  carried  to  a  higher  order  than  in  Chapter  I. 
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Let  the  ^th  refracting  surface  be  taken  to  separate  a  medium  of 
index  /*<_!  from  a  medium  of  index  ^,  and  to  have  a  radius  of 
curvature  rit  measured  positively  when  the  surface  is  convex  to  the 
incident  light  ;  let  h-,  denote  the  height  of  the  intermediate  image 
of  the  object  before  refraction  at  this  surface,  and  lt  the  height  of  the 
intermediate  image  after  this  refraction  :  let  Xi  and  xi  be  the  distances 
of  the  intermediate  images  of  the  diaphragm  from  this  refracting 
surface  before  and  after  this  refraction  respectively  (distances  being 
measured  positively  in  the  direction  of  propagation  of  the  light), 
and  Si  and  st'  the  distances  of  the  intermediate  images  of  the  object 
from  the  surface  before  and  after  this  refraction  ;  and  let  i  and  i'  be  the 
angles  of  incidence  and  refraction  at  this  surface  for  the  chief  ray  of 
the  pencil  proceeding  from  the  topmost 
point  of  the  object. 

Then  if  0,  and  02  are  the  primary 
and  secondary  foci  of  this  pencil  before 
its  refraction  at  the  fth  surface  at  P, 
and  /!  ,  72  are  the  primary  and  secondary 
foci  after  this  refraction,  we  have  (§  15) 


i  cos         /^_a  cos        ^  cos     -  /At-_,  cos 


Since,  to  our  degree  of  approximation,  we  have 
cos2  1  =  1-  i*,     cos2  f"  =  I  -  i'\ 
these  equations  give 


PI,     PI,     PO,      PO,  ~  PI,       PI,*       PO,         PO,2 


or 


_ 

Si*  S?  S-  Si 


Now  if  y-t.  denote  the  distance  of  P  from  the  axis,  we  have 


Xi     r  x- 

and  we  have  (§  5) 


26  REMOVAL   OF   ASTIGMATISM  [CH.   II 

so  our  equation  can  be  written 


2  /  J 


But  by  similar  triangles  we  have 

4- 

Xi  - 

and  we  have 


Thus  the  equation  becomes 

T    7  f}  (~\  2  /        2    /         /")  \  2    /       1  1        \ 

Mi  •  -/i-/o       Mi— l  «  C/jC/'j        Mi— l   *l— 1     /         M/2tf         \     /  •   1 

~?^     ~^r~       -v    ve*i-eJ  U*'  jK-i*/' 

Since  by  Helmholtz's  theorem  we  have 
this  can  be  written 


]Xow  add  together  the  equations  of  this  type  for  all  the  refracting 
surfaces  in  the  instrument.  The  only  terms  surviving  on  the  left-hand 
side  will  be  one  involving  the  Oi02  of  the  original  object  and  one 
involving  the  I1I2  of  the  final  image :  but  the  former  of  these 
vanishes,  since  the  pencils  issuing  from  the  object  are  originally 
homocentric :  and  the  latter  term  must  vanish  if  the  pencils  converging 
to  the  final  image  are  also  -to  be  homocentric.  Thus  we  have  the 
theorem  that  the  condition  for  absence  of  astigmatism  in  the  final 
image  is 

<*  (       Qxi 

?VE= 


2  I  .  •*"     \2  (. 


where  the  summation  is  taken  over  all  the  refracting  surfaces.     This  is 
k  i  KIWI  i  as  Zinken-Sommers  condition. 

19.  The  removal  of  astigmatism  from  an  optical  instrument 
used  at  full  aperture. 

If  an  optical  instrument  can  be  constructed  so  as  to  give  emergent 
pencils  which  are  free  from  astigmatism  even  when  a  narrow  diaphragm 
is  not  inserted,  i.e.  when  the  full  aperture  of  the  lenses  is  filled  by  the 
pencils,  it  is  evident  that  the  emergent  wave-fronts  will  have  their 
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principal  radii  of  curvature  equal  at  every  point,  and  will  therefore  be 
spherical :  that  is,  the  emergent  wave-fronts  will  converge  to  points, 
and  the  instrument  will  furnish  an  image  which  corresponds  point  for 
point  with  the  object.  Clearly  if  this  absence  of  astigmatism  for 
full  pencils  is  to  be  attained,  the  condition  found  in  the  last  article 
must  be  satisfied  independently  of  the  diaphragm  :  in  other  words,  the 
last  equation  must  be  true  whatever  value  Xi  may  have.  We  shall  now 
find  the  conditions  which  must  be  satisfied  in  order  that  this  may  be 
the  case. 

If  hi  denotes  the  height  at  which  a  paraxial  ray  (i.e.  a  ray  whose 
path  lies  indefinitely  close  to  the  axis),  passing  through  the  axial  points 
of  the  intermediate  images,  meets  the  itla.  refracting  surface,  and  if  di-i 
denotes  the  distance  between  the  i—  1th  and  «th  refracting  surfaces,  we 
evidently  have  (the  other  symbols  being  defined  as  in  the  last  article) 

a'i-i  =  MI  +  di-i ,     s'i-j,  =  st  +  dt-! ,     s'i-Jhi-i  =  Si/hi , 


or 


/~\     \  i  2  /  /~i  /~\  \  L  ~L     * 

i  —  tysi)        fl  i—l  \tyx  i—\  —  ^/s  i— i  J        P'i—i^i—l^i 

Adding  together  equations  of  this  type,  we  have 

^L    =1>T1_^__  +  _   J^ 

h{  (Qxi  -  Qsi)       P=I  ^Phphp+l     h^  (Qxl  -  Q8l) 

Now  the  condition  found  in  the  last  article  for  absence  of  astigmatism 
with  a  narrow  diaphragm  at  x±  is 

VJ_  _L 

V  HiSi        Pi_: 

or  2(1  +^^-5- YfJ-     -i-\=0, 


and  by  use  of  the  preceding  equation  this  can  be  written 


2  {i  +  Qjf  V 

p=i 


28  SEIDEL'S  FIRST  CONDITION  [CH.  n 

The  only  quantity  in  this  equation  which  involves  the  position  of  the 
diaphragm  is  the  quantity  §x,  ;  so  the  equation  will  be  satisfied  for  all 
positions  of  the  diaphragm,  provided  the  coefficients  of  the  various 

powers  of  x  --  77-  are  separately  zero  ;  that  is,  the  optical  instrument 

— 


will  give  point-images  when  used  at  full  aperture,  provided  it  satisfies 
the  three  conditions 

0  ......  (I), 


I'  (-^7  -  —  )  -  0  ...(III). 
J   \pi8i      ftii*/ 


These  are  known  as  Seidel's  first,  second,   and  third  conditions,  re- 
spectively*.    We  shall  now  proceed  to  interpret  them. 

20.  Seidel's  first  condition  :  the  removal  of  spherical 
aberration. 

We  shall  first  interpret  Seidel's  condition  (I). 

By  comparing  condition  (I)  with  equation  (A)  of  the  last  article,  it 
is  evident  that  condition  (I)  taken  alone  represents  the  condition  that 
the  instrument  shall  give  point-images  by  all  pencils  which  can  pass 
through  a  diaphragm  specified  by  the  condition  Qxl  -  Qsl  =  0,  i.e.  subject 
to  the  presence  of  a  narrow  stop  placed  at  the  axial  point  of  the  object. 
But  a  narrow  stop  placed  at  the  axial  point  of  the  object  would  allow 
the  passage  of  a  full  pencil  from  this  axial  point,  while  it  would  not 
allow  any  light  whatever  to  reach  the  instrument  from  the  other  points 
of  the  object.  Condition  (/)  therefore  implies  that  all  rays  proceeding 
from  the  axial  point  of  the  object  are  accurately  united  into  the  axial 
point  of  the  image.  This  is  usually  expressed  by  the  statement  that 
the  optical  instrument  has  no  spherical  aberration. 

When  condition  (I)  is  not  satisfied,  the  rays  proceeding  from 
the  axial  point  of  the  object  do  not  reunite  to  form  a  single  image- 
point  ;  the  marginal  rays,  or  rays  which  pass  through  the  outer  zones  t 
of  the  lenses,  do  not  meet  the  axis  in  the  same  point  as  the  paraxial 
rays.  When  the  instrument  forms  a  real  image,  if  the  image  as  formed 

*  Seidel,  Astr.  Nach.  XLIII.  col.  289. 

t  The  term  zone  is  used  to  denote  a  ring-shaped  region  of  one  of  the  refracting 
surfaces,  bounded  by  two  circles  whose  centres  are  on  the  axis. 
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by  the  marginal  rays  is  nearer  to  the  instrument  than  that  formed  by 
the  paraxial  rays,  the  instrument  is  said  to  be  under-corrected  for 
spherical  aberration  :  in  the  opposite  case,  it  is  said  to  be  over- corrected. 


(a)  (&) 

The  figures  (a)  and  (b)  respectively  represent  an  under-corrected  and 
an  over-corrected  pencil. 

The  curve  drawn  in  the  figures,  touched  by  the  rays  of  the  pencil,  is 
the  caustic  (§  13) :  it  is  the  evolute  of  the  wave-front.  If  the  light  is 
received  on  a  screen  placed  nearer  to  the  instrument  than  the  focus  of 
an  under-corrected  pencil,  the  image  will  evidently  be  surrounded  by  a 
hard  edge  (where  the  caustic  meets  the  screen)  :  but  if  the  screen 
is  placed  beyond  the  focus,  the  image  will  be  surrounded  by  scattered 
light. 

Spherical  aberration  will  evidently  become  more  and  more  noticeable 
as  the  cross-section  of  the  pencil  increases,  i.e.  as  the  aperture  of  the 
optical  system  increases. 

21.  Evaluation  of  the  spherical  aberration  in  uncorrected 
instruments. 

When  the  spherical  aberration  is  not  eliminated  in  an  optical 
instrument,  its  amount  can  be  determined  in  the  following  way. 

Let  A  be  the  vertex  of  the  it\i  refracting  surface  AP,  and  let  0  be 
the  intersection  of  the  axis  with  the  prolongation  of  an  image-forming 


ray  KP  in  the  (/-  l)th  medium,  while  /is  the  intersection  of  the  axis 
with  the  same  ray  P/in  the  iih  medium.     Denote  AO  by  st  +  A^,  and 
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AI  by  8i  +  Af,  so  that  A;  measures  the  spherical  aberration  in  the 
ith  medium  for  a  ray  which  meets  the  eth  refracting  surface  at  a 
height  PN=hi. 

Then  if  C  be  the  centre  and  rt  the  radius  of  the  refracting  surface, 
we  have 


i 

rt  (1  -  -        +  Si 


-  l*L_*tA 

~        l      <2riSi        8t)> 

to  our  degree  of  approximation  ;  whence  we  readily  have 


and 

Similarly 


smACP  =  ^,     cosACP=l-^. 

Now  by  the  law  of  refraction  we  have 

f4_,  sin  (A  CP  -  A  OP)  =  m  sin  (A  CP  -  A  IP). 

Substituting  for  the  sines  and  cosines  in  this  equation  their  values  just 
found,  we  have 
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Now  if  0{  denotes  the  inclination  of  the  ray  to  the  axis  in  the 
e'th  medium,  we  have 

0i-i8i  =  0iSi=hit 
so  the  equation  becomes 


Adding  together  the  equations  of  this  type  which  refer  to  the  successive 
refracting  surfaces,  we  have 


'f-1-     -V), 

\/*p-l»p       PpSp/ 

^2      I  4    /        1  1      \ 

so  Af  -  ^r-2    2  Q1*  V     -      --- 


7%w  equation  gives  the  spherical  aberration  of  the  image  at  any  stage. 

If  we  apply  the  formula  to  the  case  of  image-formation  by  a  single 
thin  lens,  of  refractive  index  /*,  radii  r  and  s,  and  focal  length  /, 
so  that 


we  have  for  the  spherical  aberration,  along  the  axis,  of  a  ray  incident 
at  height  h  and  proceeding  from  an  object  at  infinity  (e.g.  a  star) 
the  expression 


p,lf  n       1        /}       1      1      1  V-  M      /*-  1 

*"r'      <?2  =  «""7  =  r~OT 

and  substituting  these  values  we  have 


By  applying  this  equation  to  particular  cases  it  will  be  found,  for 
example,  that  a  plano-convex  lens  is  strongly  under-corrected  when  the 
plane  face  is  turned  towards  an  object  at  infinity,  but  only  feebly 
under-corrected  when  the  convex  face  is  turned  towards  the  object. 

The  spherical  aberration  of  a  lens  can  however  be  completely 
changed,  and  brought  to  any  desired  value,  if  in  the  process  of 
polishing  the  faces  of  the  lens  are  made  to  depart  from  the  exact 
spherical  form.  If  for  example  we  consider  a  telescope  objective  which 
is  affected  by  spherical  aberration,  so  that  the  longitudinal  aberration 
of  a  ray  at  distance  h  from  the  axis  (the  object  being  supposed  at 
infinity)  is  j8Aa,  it  can  without  difficulty  be  shewn  that  this  aberration 
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can  be  completely  removed  by  figuring  the  inner  face  so  as  to  remove 
a  film  of  glass  whose  thickness  at  the  point  h  is  a  constant 

OL4 

+  ^  t  where  /  is  the  focal  length  of  the  objective  and  p  the 
index  of  the  glass  on  the  inner  side. 

22.     Coma  and  its  removal :  the  Fraunhofer  condition. 

We  next  proceed  to  the  interpretation  of  Seidel's  second  condition. 
If  we  write  equation  (A)  of  §  19  in  the  form 

the  three  Seidel  conditions  are  respectively 

X-0,     F=0,     Z=0. 

Now  equation  (A)  represents  the  condition  which  must  be  satisfied  in 
order  that  astigmatism  may  be  absent  for  that  position  of  the  stop 
which  corresponds  to  the  value  of  (Qxl  -  Qsi)  in  the  equation  :  and  we 
can  regard  the  above  form  of  the  equation  as  a  Taylor  series  developing 
the  condition  in  ascending  powers  of  (Qxl  -  Q8l).  The  vanishing  of  X 
implies  (§  20)  the  absence  of  astigmatism  when  (Qxl  -  Q8l)  is  zero,  i.e. 
when  the  stop  is  exactly  at  the  axial  point  of  the  object :  similarly  the 
vanishing  of  X  and  Y  together  implies  that  the  astigmatism  is  not 
only  zero  when  Qxl  —  Qsi  is  zero,  but  that  its  rate  of  increase  is  zero 
when  Qxi  —  Q8i  is  made  slightly  different  from  zero,  i.e.  when  the  stop  is 
placed  slightly  in  front  of  the  object  but  very  near  to  it.  But  when 
the  stop  is  in  this  position,  it  will  permit  the  passage  of  practically 
the  full  pencil  from  any  point  of  the  object  which  is  very  near  the  axis: 
and  hence  the  full  pencil  from  such  a  point  will  be  free  from  astigmatism 
on  emergence  from  the  instrument.  In  this  way  we  see  that  wJien 
Seidel's  condition  (II)  is  satisfied  in  addition  to  condition  (/),  there  is 
a  point-for-point  representation  not  only  of  the  axial  point  of  the  object, 
but  also  of  points  of  the  object  which  are  infinitesimally  near  the  axis. 

The  defect  of  the  image  which  is  thus  removed  may  be  further 
elucidated  in  the  following  way. 

Suppose  that  the  instrument  does  not  satisfy  condition  (II),  and 
consider  the  full  meridian  pencil  from  an  object-point  0  situated  just 
off  the  axis.  The  rays  on  emergence  from  the  instrument  will  touch 
a  caustic  ABC  (Fig.  a).  If  the  light  be  received  on  a  screen  BK 
at  right  angles  to  the  axis  at  the  place  of  the  image,  it  is  evident  that 
no  light  will  reach  the  screen  above  the  point  B,  where  the  caustic 
meets  the  screen.  The  rays  which  have  passed  through  the  central 
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zone  of  the  instrument  will  meet  the  screen  at  B  in  a  bright  point 
(B  in  Figs,  a  and  b).  The  rays  which  have  passed  through  a  zone 
of  the  instrument  somewhat  further  from  the  centre  will  (as  is  evident 


from  Fig.  a)  meet  the  screen  lower  down  than  B  (at  H  in  Fig.  a)  in 
a  circular  section  (LMN  in  Fig.  6) :  and  the  rays  which  have  passed 
through  the  outermost  zones  of  the  instrument  will  meet  the  screen 
still  lower  down,  in  a  still  larger  circle  (Fin.  Fig.  a,  PQR  in  Fig.  b). 
In  this  way  we  see  that  the  total  effect  on  the  screen  is  a  balloon- 
shaped  flare  of  light,  bright  at  the  tip  B  and  growing  fainter  as  it 
expands  downwards*.  This  defect  is  known  as  coma  (*OM,  the 
hair)  :  it  is  of  great  importance,  as  e.g.  the  definition  in  the  outer 
parts  of  the  field  of  an  astronomical  telescope  (assuming  good  definition 
at  the  centre  of  the  field)  depends  chiefly  on  the  removal  of  coma.  It 
is  perhaps  more  difficult  to  grasp  than  any  of  the  other  defects,  owing 
probably  to  the  bewildering  variety  of  (at  first  sight)  unrelated  ways  in 
which  it  may  be  described  :  from  one  point  of  view  we  may  regard  it  as 
spherical  aberration  (of  the  primary  focus)  for  object-points  just  off  the 
axis  :  from  another  point  of  view  we  may  regard  it  as  implying  that  the 
linear  magnification  of  a  very  small  object,  situated  on  the  axis  of  the 
instrument,  is  different  when  different  zones  of  the  instrument  are  used 
to  form  the  image.  To  our  order  of  approximation,  and  on  the 
assumption  that  there  is  no  spherical  aberration  for  the  axial  point  of 
the  image,  these  two  statements  are  evidently  equivalent. 

The  condition  (II)  for  the  removal  of  coma  was  called  by  Seidel 
Fraunhofers  condition,  because  it  was  found  to  be  almost  exactly 

*  It  is  to  be  observed  that  each  point  of  a  circle  such  as  PQR  in  the  coma 
corresponds  to  two  diametrically  opposite  points  of  the  zone  which  gives  rise  to  the 
circle,  e.g.  it  is  evident  from  Fig.  a  that  the  two  extreme  marginal  rays  will  meet 
the  screen  in  the  same  point  F  :  one-half  of  a  zone  gives  a  whole  comatic  circle. 

w.  3 
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satisfied  by  the  Konigsberg  Heliorneter  objective,  which  had  been 
constructed  by  Fraunhofer  many  years  before  the  discovery  of  the  con- 
dition, and  which  was  celebrated  for  the  excellence  of  its  definition. 

23.     The  sine  condition. 

We  have  seen  that  Seidel's  equation  (II)  expresses  the  condition 
that  the  linear  magnification  of  a  small  object  on  the  axis  of  the 
instrument  shall  be  the  same  whatever  zone  of  the  lenses  is  used 
in  forming  the  image.  In  all  our  work  hitherto,  however,  it  has  been 
assumed  that  the  fourth  power  (and  higher  powers)  of  the  angular 
aperture  can  be  neglected  :  and  we  shall  now  shew  that  the  condition 
just  stated  can  be  expressed  analytically  in  a  form  which  is  rigorous 
however  large  the  aperture  may  be. 

Suppose  then  that  the  lenses  of  an  optical  instrument  are  of  any 
size ;  and  let  0  be  a  small  object  situated  on  the  axis  in  a  medium  of 
index  ft,  its  height  /  being  at  right  angles  to  the  plane  of  the  diagram. 


Let  the  instrument  form  an  image  7  of  0,  in  a  medium  of  index  /*',  by 
a  thin  sagittal  pencil  whose  plane  is  at  right  angles  to  the  plane  of  the 
diagram,  and  whose  chief  ray  OPQI  makes  an  angle  0  with  the 
axis  initially,  and  6'  finally.  Let  a  denote  the  angle  between  the 
extreme  rays  of  the  pencil  initially,  and  let  a'  be  the  final  value  of 
this  angle  :  and  suppose  that  d<f>  is  the  angle  between  the  meridian 
planes  which  pass  through  the  extreme  rays  of  the  pencil,  so 

a  =  sin  0  .  d<(>,     a!  =  sin  0'  .  d<j>. 
Clausius'  equation  (§  7)  gives  at  once 


or 


so  the  linear  magnification  of  a  small  object,  when  the  image  is  formed 
by  rays  which  pass  through  this  zone  on  the  refracting  surfaces,  is 


/*'sin0' 
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This  result  is  true  for  all  optical  instruments,  independently  of  whether 
they  are  affected  with  spherical  aberration  or  not. 

Suppose  now  that  the  instrument  is  corrected  for  spherical 
aberration,  so  that  the  images  of  0  formed  by  different  zones  are 
situated  at  the  same  point  of  the  axis.  In  order  that  the  images 
of  a  small  object  at  0  may  be  in  all  respects  identical,  they  must  be  of 
the  same  size  ;  and  therefore  the  equation 


where  m  is  the  linear  magnification  for  the  image  formed  by  the 
paraxial  rays,  must  be  satisfied  by  every  ray  which  issues  from  the 
axial  point  0.  This  equation  is  called  the  sine-condition. 

As  might  be  expected,  the  sine-condition  also  ensures  that  the 
images  formed  by  meridian  pencils  have  the  same  magnification, 
whatever  be  the  zones  through  which  the  pencils  pass.  For  again 
applying  Clausius'  equation  (§7) 

/x.  COS  ^/  .  la  =  fjtf  COS  \l/'  .  /'a', 

we  have  in  this  case  (the  object  and  image  being  taken  in  the  plane  of 
the  diagram,  perpendicular  to  the  axis) 

$  =  0,     \l/'  =  0',     a  =  dO,     a=dO', 
so  the  equation  becomes 

fjiCosOd0.l  =  ^GosO'  .dO'  .1'. 
But  by  differentiating  the  sine-condition  we  have 

/A  cos  6dO  =  ntfA  cosO'dB', 
so  I'/l  =  m, 

i.e.  the  magnification  is  m  whatever  zone  of  the  lenses  is  employed. 

The  honour  of  discovering  the  sine-condition  must  be  shared 
between  Seidel*,  who  first  gave  that  approximate  form  of  it  which  he 
called  Fraunhofer's  condition,  and  Clausius  t,  who  first  obtained  the 
rigorous  form.  It  remained  unnoticed  however  until  in  1873  it  was 
rediscovered  by  Abbe  and  Helmholtz. 

24.    Aplanatism. 

If  an  optical  instrument  is  free  from  spherical  aberration,  and  also 
satisfies  the  sine-condition,  for  a  certain  position  of  the  object,  it  is  said 
to  be  aplanatic  for  the  object  in  question. 

*  Astr.  Nach.  XLIII.  (1856),  289. 
t  Fogg.  Ann.  cxxi  (1864),  1. 

3—2 
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In  the  construction  of  microscope  objectives,  use  is  made  of 
the  fact  that  there  is  one  position  of  the  object  for  which  a  single 
spherical  refracting  surface  is  aplanatic  :  a  result  which  we  shall 
now  proceed  to  establish. 

Let  C  be  the  centre  of  a  sphere  of  glass  of  radius  r  and  of  index  /*, 
situated  in  a  medium  of  index 
unity  :  suppose  that  an  object  0 
is  embedded  in  the  glass  at  a 
distance  CO  equal  to  r//*  from 
the  centre;  and  let  /  be  the 
point  on  CO  at  a  distance  i*.r 
from  C. 

Then  if  P  be  any  point  on 
the  spherical  surface,  we  have 

OC/CP=PCICI, 

so  the  triangles  OCP,  PCI,  are  similar  :  and  therefore  we  have 
smIPC     si 


=        = 


sin  OPC    sin  OPC     OC 

This  shews  that  a  ray  proceeding  from  0  in  the  direction  OP  will 
be  refracted  at  the  surface  exactly  into  the  direction  IP,  whether  P  is 
near  the  axis  IOC  or  not  :  in  other  words,  there  is  no  spherical 
aberration  for  the  positions  0  and  /  of  the  object  and  image. 

But  it  is  also  true  that  the  sine-condition  is  satisfied  for  this  position 
of  the  object  :  for  we  have 


^  PC 
inPIC   "  smOPC     **'  OC 


2 


sn 


shewing  that  the  linear  magnification  is  independent  of  the  zone  of  the 
spherical  surface  at  which  the  refraction  takes  place,  and  is  equal  to  ft2. 
The  spherical  su/rface  is  therefore  aplanatic  for  an  object  in  the  position 
0.  The  application  of  this  principle  to  microscopes  will  be  discussed 
later. 

There  is  another'  well-known  case  in  which  spherical  aberration 
is  perfectly  corrected  for  pencils  of  any  aperture,  namely  that  in  which 
the  rays  of  light  from  a  star  are  received  on  a  concave  reflecting 
surface  having  the  form  of  a  paraboloid  of  revolution  whose  axis  is 
directed  toward  the  star.  In  this  case,  as  is  obvious  from  the  geometry 
of  the  paraboloid,  the  rays  are  accurately  united  into  an  image  at  the 
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focus  of  the  paraboloid  :  but  it  can  readily  be  verified  that  in  this  case 
the  sine-condition  is  not  satisfied,  so  the  surface  is  not  aplanatic.  It  is 
this  want  of  aplanatism  which  causes  the  deterioration  of  definition  in 
the  outer  parts  of  the  field  of  a  reflecting  telescope. 

25.  Derivation  of  the  Fraunhofer  condition  from  the  sine- 
condition. 

We  shall  now  shew  analytically  (what  has  already  become  obvious 
from  general  reasoning)  that  the  Fraunhofer  condition  for  absence 
of  coma  is  simply  the  approximate  form  of  the  sine  -condition,  when 
the  fourth  and  higher  powers  of  the  angular  aperture  are  neglected. 

The  sine-condition  is  (§  23) 


sin  6 

where  m  is  the  linear  magnification  for  the  paraxial  rays. 

Now  considering  separately  the  refraction   at   the   ith  refracting 


surface,  and  using  notation  similar  to  that  which  has  been  frequently 
used  before,  we  have 

sin  fl/     PO 


' 


sin  Ot     PI     (NP  +  i          NI  , 

2NI 


or  sin*/ 


Consequently  we  have 
^-^  =  the  product  of  the  values  of  -r-  for  the  separate  refractions 


i-W-yi  ji\ 

=  the  product  of  the  quantities  *  .  /4r  •  ~)  •  -  z.  **    - 

*/    \AI    sj      _^_/i__l\ 

2^/V,     if) 
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It  will  be  observed  that  AO  differs  from  st  by  the  spherical  aberration 
A,.,. 

Now  the  product  of   the  quantities  -4  is  -7— :    so   if   the  sine- 

Si        (Jim 

condition  is  satisfied,  we  must  have 

product  of  quantities  — 7— l— rl — r1 — TT  =  1. 

Si  +Af          k?  /I       1 

—7—    1-  ^-7     --T7 


where  the  summation  is  taken  over  the  various  refracting  surfaces. 
Substituting  for  A^  and  A{  from  §  21,  this  becomes 

2  j  —  IT  -  's1  e^vf  — 

i  1    fk-^Vi^r-i  V    fy-1 


1  +         ( 


/*i^i8*/     PiQiSi+i 

1          1 


The  sine-condition  thus  becomes 

2  i  -  4,^  a 


But  Seidel's  condition  (I),  which  is  supposed  to  be  satisfied,  is  (§  19) 
2^^4(-i-/--^-)=0. 

i  \PiSi        Pi-iSiJ 

Multiplying  the  latter  equation  by 


and  adding  it  to  the  former,  we  have 

2  ji  +  e-W  s1  ^  v  -J-,  -  —  =  o, 

P=i  s 


and  this  is  no  other  than  the  Fraunhofer  condition  already  found 
in  §§  19,  22. 
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26.  Astigmatism  and  Seidel's  third  condition. 

Of  Seidel's  three  conditions  (§  19),  only  the  third  now  remains  for 
interpretation.  Since  the  three  conditions  together  ensure  freedom 
from  astigmatism  over  the  whole  field,  and  the  two  first  conditions  have 
been  shewn  to  relate  specially  to  the  central  parts  of  the  field,  it  is 
evident  that  when  Seidel's  two  first  equations  are  satisfied,  the  third 
equation  may  be  regarded  as  representing  the  condition  for  removal  of 
astigmatism  from  the  outer  parts  of  the  field. 

27.  Petzval's  condition  for  flatness  of  field. 

We  have  seen  that  the  wave-fronts  which  issue  from  points  of  the 
object  will,  after  passage  through  an  optical  instrument,  converge  again 
to  points  forming  an  image,  provided  that,  in  instruments  with  very- 
narrow  diaphragms,  the  Zinken-Sommer  condition  (§  18)  is  satisfied; 
or,  in  instruments  for  which  the  diaphragm  is  not  narrow,  provided 
Seidel's  equations  (I),  (II),  (III)  (§  19)  are  satisfied.  It  remains 
to  coasider  whether  this  image  is  a  faithful  copy  of  the  object. 

A  condition  which  must  obviously  be  satisfied  if  this  is  to  be 
the  case  is  that  if  the  object  is  plane  and  at  right  angles  to  the  axis, 
the  image  shall  also  be  plane ;  by  symmetry,  it  will  also  be  at  right 
angles  to  the  axis.  We  shall  now  find  the  analytical  equation  which 
must  be  satisfied  by  the  lenses  of  the  instrument  in  order  that  a  plane 
object  may  give  a  plane  image  ;  it  is  usually  referred  to  as  the  condition 
for  flatness  of  field. 

Let  AP  be  the  iih  refracting  surface,  000  the  intermediate  image 
before  refraction  at  this  surface,  IQI 
the  image  after  refraction   at  this 
surface,  PO  and  PI  the  directions  of 
the  chief  ray  (§  16)  of  the  pencil  by 
which  the  image-points  0  and  /  are 
formed;  and  let  X  and  X'  be  the         A         °°  x         '•«      x/ 
intermediate  images  of  the  diaphragm. 

Let  the  radii  of  curvature  of  000  and  /0/  respectively  be  PJ-I  and 
pi ;  and  let  the  notation  in  other  respects  be  the  same  as  in  previous 
articles. 

Then    the    coordinates    of    0    referred    to    the    vertex    A    are 


those  of  /  are  (si  +  ---  ,   /A  ,  and  those  of  P  are 
\        tpi       / 
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We  have  therefore 


i  f,      if       y? 
~      *' 


i 

*» 


to  our  approximation,  and  similarly 

JL=i/i    JjtL.     ff*2     ft--i-^)2] 

2         ' 


Thus  the  equation  (§  15) 

^  cos  i'  -  /otj-!  cos  i  _j^i__  P±^. 
rt  ~PI     PO 

becomes 


^2      y*2     (A-y<)') 

2PiSi      2ns/         2s/2    J 


//.;_:,  f          /Vi        y? 

\  1   ~"   ~ ~^~  ^ — 

«  ., 

Since  e"  = 


this  equation  becomes 


or 


Adding  together  the  various  equations  of  this  type  which  refer  to  the 
various  refracting  surfaces,  we  see  that  if  the  original  object  and  final 
image  are  each  plane  we  must  have 

*{(    &   V  (  *      JLJUI/M-  J_tt=0 

i  (\Qxi-QJ  \ft-i*    m*V     ri\fs     /Xi-i/J 

The  first  sum  is  however  known  to  be  zero,  since  the  instrument  satisfies 
Zinken-Sommer's  condition  (§  1  8)  :  and  hence  we  see  that  the  condition 
for  flatness  of  field  is 


i  fi 
This  condition  was  first  given  by  Petzval,  and  is  known  by  his  name. 
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If  the  instrument  consists  of  a  number  of  thin  lenses  in  air, 
the  refractive  index  and  focal  length  of  the  £th  lens  being  /xfc  and/fc 
respectively,  the  condition  obviously  becomes 


It  is  interesting  to  observe  that  the  Petzval  condition  does  not  depend 
in  any  way  on  the  distance  of  the  object  from  the  instrument,  or  on 
the  separation  of  its  component  lenses. 

28.     The  condition  for  absence  of  distortion. 

Having  now  secured  flatness  of  field,  it  remains  to  ensure  that  the 
object  (supposed  to  be  a  plane  figure  at  right  angles  to  the  axis  of  the 
instrument)  shall  give  rise  to  an  image  which  is  geometrically  similar 
to  itself.  When  this  is  not  the  case,  the  image  is  said  to  be  affected  by 
distortion. 

Distortion,  in  an  optical  instrument  symmetrical  about  an  axis, 
simply  means  that  the  magnification  of  the  image  is  not  the  same 
in  the  outer  parts  of  the  field  as  at  the  centre.  When  the  magnification 
is  greatest  at  the  centre,  a  straight  line  in  the  outer  part  of  the  object- 
field  will  evidently  give  rise  to  an  image-line  which  is  curved,  with  its 
concavity  turned  towards  the  centre  of  the  field  :  this  is  known  as 
"barrel"  distortion.  If  on  the  other  hand  the  magnification  is  greatest 
at  the  margin  of  the  field,  a  straight  line  in  the  outer  part  of  the  object- 
field  will  give  rise  to  a  curved  line  in  the  image-field,  with  its  con- 
vexity turned  towards  the  centre  of  the  field  :  this  is  known  as  "  pin- 
cushion "  distortion.  All  single  lenses,  whether  consisting  of  one  lens 
or  of  several  lenses  cemented  together,  produce  distortion  :  it  is  there- 
fore necessary  for  most  purposes  in  Photography  to  use  objectives 
in  which  there  are  one  or  more  intervals  between  the  lenses. 

We  shall  use  the  same  notation  as  in  the  preceding  articles  ;  and 


shall  in  addition  denote  by  fa  the  angle  which  the  chief  ray  of  the 
image-forming  pencil  of  a  point  /of  the  intermediate  image  makes 
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with  the  axis  of  the  instrument  in  the  medium  /^  ;  and  we  shall  denote ' 
by  xl  +  Ei  the  distance  from  the  ith  refracting  surface  AP  of  the 
intermediate  image  X1  of  the  diaphragm,  formed  by  this  pencil  in  the 
medium  /*/,  so  that  Ei  really  represents  the  spherical  aberration  of  this 
image  of  the  diaphragm. 

The  distance  of  the  intermediate  image  0  from  the  axis  before  this 
refraction  is  OK  (where  OK  is  the  perpendicular  to  the  axis  from  0), 
or  JOTtan^.-!,  or  (xt  +  J^-i  -  *<)  tan  <fo_! ;  and  its  height  after  this 
retraction  is  IL  =  (x{  +  Et  —  sl)  tan<£j.  If  there  is  no  distortion,  the 
product  of  the  ratios  ILJOK  at  the  various  refracting  surfaces  must  be 
independent  of  the  position  of  the  point  0  in  the  object;  so  the 
product 

n 


Ei-!- Si)  tSLK.  fa-! 

must  be  independent  of  the  height  yt  at  which  the  chief  ray  PI  meets 
the  iih  refracting  surface. 

2  y? 

tan  $>i       NX  2/*i  27*i 

tan^  "  ^VX'  " 

so  the  product  in  question  is 


Neglecting  factors  which  do  not  depend  on  yiy  this  product  is 


n 


xi-si 

as  this  reduces  to  unity  for  paraxial  rays,  it  must  be  always  unity  :  we 
must  therefore  have 

&          E^        yf         JR..       Et  |     yf   \ 
xl  —  Si       Xi       ZrtXi     Xi  -  Si     Xi      2r<«// 


i-^i    ,  y?  (  l    1\\- 

*-Qj  +2r4W     ^/J 


But  applying  to  Et  the  formula  (§  21)  for  the  spherical  aberration 
of  the  intermediate  image  of  an  object,  we  have 

1  1  \ 

~~ 
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The  condition  for  absence  of  distortion  is  therefore 


Now  by  Helmholtz's  theorem,  tH-ili-iO^  is  a  constant  for  all  the 
images  ;  but  ^_j  =  hjs^  so 

IH-ili-i  _  constant 
^T        ~h~~' 
and  since  (§  18)  we  have 


,i  constant 

we  see  that  =         - 


The  condition  for  absence  of  distortion  may  therefore  be  written 

^         l          f    g2^    /    1        J_\  +  I/I  ._  JA)  =0 
^  ^2  (#**  -  Qsd2  (Qxi  -  Qst  Wi«<    /««<*/    n  W    ^<// 

Writing 

i-feforl,    and    i-^forA, 

n     ^-i          ^i  n      /Xj          a?i 

this  becomes 

2  __  ^L_/«»  /I.  JL 
fWC^-e^'r^W    rt-i 

or 


_  (Q  &  (_  J_    _L 

-  «si)3  P8i  v  xi  V  ^-1    * 


or 


.««  n 

or 


fe         f    fc2     /  i      _L\,I/I    J_\U0 
^.2&  (^  -  &)  l(fe  -  &)2  Wi*    ^«»7    n  U    ^_  Jj 


^s  the  required  condition  for  absence  of  distortion,  when  the 
diaphragm  is  at  the  position  x  ;  it  being  assumed  that  the  instrument 
already  satisfies  the  Zinken-Sommer  condition  and  the  Petzval 
condition. 

If  it  is  required  that  distortion  should  be  absent  when  the  image  is 
formed  by  pencils  filling  the  whole  aperture  of  the  optical  instrument, 
we  must  find  the  condition  in  order  that  the  last  equation  may  be 
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satisfied  whatever  value  x  may  have  ;  it  being  now  assumed  that  the 
instrument  already  satisfies  the  three  Seidel  conditions  of  §  19,  and  the 

Petzval  condition  (§27).     For  this  purpose  we  substitute  for  n  ^xif 

tyxi~  tysi 

its  value  (§  19) 

fi-i      fj 

1  +  Wft,  |  2  -_   + 
=i 


making  this  substitution,  and  omitting  terms  which  vanish  in  con- 
sequence of  the  conditions  already  satisfied,  the  condition  for  absence 
of  distortion  becomes 


+i(I_JLY|=0. 

^i  Vi      /*i-i/  J 


This  does  not  involve  the  position  of  the  diaphragm,  so  is  the 
required  condition  for  absence  of  distortion  with  full  pencils. 
If  we  denote 


and  e*-V—  ---  -,     by  0,, 


we  see,  on  collating  the  results  of  the  preceding  articles,   that  the 
condition  for  absence  of 

spherical  aberration  is  20*  =  0, 

coma  ,,  20^=0, 

astigmatism  „  20i£72i  =  0, 

curvature  of  field      „  2  -  (  ---  1  =  0, 
n  \/*f     IH-J 

distortion  „  2  {®tU*t  +  -  (-  -  —  }  uA  =  0. 

n\^t    t*i-i/ 

In  each  case  it  is  assumed  that  the  conditions  occurring  previously  in 
the  list  are  fulfilled. 

It  is  however  to  be  remembered  that  all  these  conditions  have  been 
derived  on  the  supposition  that  terms  of  orders  higher  than  the  third 
in  the  angular  aperture  and  angular  field  of  view  can  be  neglected  : 
when  the  field  of  view  is  large,  as  in  the  case  of  photographic  objectives, 
or  when  the  angular  aperture  of  the  pencils  is  large,  as  in  the  case  of 
microscope  objectives,  terms  of  higher  order  must  be  taken  into  account. 
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29.     Herschel's  condition. 

Sir  John  Herschel  formulated  the  condition  which  must  be  satisfied 
in  order  that  an  instrument,  which  is  free  from  spherical  aberration  for 
the  standard  position  of  the  object,  may  also  be  free  from  spherical 
aberration  for  positions  of  the  object  indefinitely  near  to  this,  i.e.  that 
a  slight  displacement  of  the  object  along  the  axis  may  not  introduce 
spherical  aberration. 

It  was  shewn  by  Abbe  that  this  condition  can  be  expressed  in 
a  form  which  is  applicable  to  instruments  of  any  aperture  however 
large,  just  as  the  Fraunhofer  condition  for  absence  of  coma  can  be 
extended  in  the  form  of  the  sine-condition.  "We  shall  first  establish 
Abbe's  condition,  and  then  deduce  Herschel's  condition  by  supposing 
that  the  fifth  power  of  the  angular  aperture  can  be  neglected. 

The  condition  in  question,  viz.  that  spherical  aberration  shall  vanish 
for  a  second  position  of  the  object,  adjacent  to  the  one  for  which  it  is 
already  known  to  vanish,  is  evidently  equivalent  to  the  condition  that 
the  magnification  of  a  small  segment  of  the  axis,  situated  at  the  position 
of  the  object,  may  be  the  same  whatever  zone  of  the  refracting  surfaces 
is  used  to  form  the  image.  Let  /  be  the  length  of  this  segment,  I'  the 
length  of  its  image,  ft  and  //  the  refractive  indices  of  the  initial  and 
final  media.  Suppose  that  the  image  is  formed  by  a  thin  meridian 
pencil  whose  chief  ray  makes  an  angle  0  with  the  axis  in  the  initial 
medium,  and  makes  an  angle  0'  with  the  axis  in  the  final  medium. 
Applying  Clausius'  theorem  (§  7),  we  have 


0  B' 

Integrating  this,  pi  sin2  -  =  ///'  sin2  —  , 

J  A 

the  constant  of  integration  vanishing  since  0  and  0'  vanish  together. 

Now  the  general  equations  of  image-formation  by  paraxial  pencils, 
namely  (§  8), 


rn  VP  _ 

dx  ~  ft  •  a?  ~  fi  >2  ' 

so  if  m  denotes  the  linear  magnification  of  a  small  object  at  right  angles 
to  the  axis,  we  have 
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Substituting  in  the  preceding  equation,  we  have 


[CH.  ii 


or 


smi 
sin 

•i*  is  Abbe's  condition  :  it  is  obviously  impossible  to  satisfy  it  and  the 
sine-condition  simultaneously,  save  in  exceptional  cases. 

We  shall  now  proceed  to  derive  Herschel's  condition  from  this. 

At  the  refraction  at  the  ith  surface, 
we  have  p/ 

Bm«W-l=i(l-co8^)=i(l- 

*  \ 
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so 


, 
and 

or,  in  our  usual  notation, 


ainffi  =  NO  X      8  NP 
sin  i^_~!  ~  NI  ~ 


3PN* 
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2ri          8  Si 
If  Abbe's  condition  is  satisfied,  we  must  therefore  have 


or 


or 


snce 


2riSi' 


JL_        ^2       3  V      3 

2riSi     2riSi'     8  s/2      8         ~    ' 
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The  summation  occurring  here  is  the  same  as  that  occurring  in  the 
derivation  of  Fraunhofer's  condition  from  the  sine-condition  :  so  the 
equation  can  at  once  be  written  in  the  form 

+  QJf  a*  -A_|  <2-*.f  Mr.  -  ^r)]  -  7  W  - 
=I  -fi'i+i)  M      «<-i«*/J    4 


P=I  p-pfip'ip+i)         SAMN    f«<-i«*/J    4 

HerschePs  condition.  It  is  evidently  compatible  with  the 
Fraunhofer  condition  only  when  00  =  ±  On  ;  this  happens  either  when 
the  object  is  at  a  point  for  which  the  angular  magnification  is  ±  1,  or 
when  OQ  and  On  are  both  zero,  i.e.  when  the  system  is  telescopic  and 
the  object  at  infinity. 

30.     The  impossibility  of  a  perfect  optical  instrument. 

Although  it  is  possible  to  construct  lens-systems  satisfying  the 
conditions  which  have  been  found,  and  therefore  giving  a  satisfactory 
image  for  some  definite  position  of  the  object  when  the  aperture  and 
field  of  view  are  not  too  large,  we  shall  now  shew  that  it  is  theoretically 
impossible  to  construct  a  really  perfect  optical  instrument,  i.e.  one 
which  will  transform  all  points  of  the  object-space  into  points  of  the 
image-space  with  some  degree  of  magnification  or  minimisation.  The 
proof  is  due  to  Klein*. 

Suppose  for  the  moment  that  such  a  perfect  instrument  exists. 
Since  not  only  are  points  transformed  into  points,  but  lines  (rays  of 
light)  are  transformed  into  lines,  the  transformation  of  the  object-space 
effected  by  the  instrument  is  a  collineation. 

Now  it  is  known  that  all  the  spheres  of  space  have  in  common  an 
imaginary  circle  at  infinity,  which  contains  the  cyclic  points  of  all  the 
planes  of  the  space  t  ;  an  (imaginary)  straight  line  which  meets  the 
circle  at  infinity  is  called  a  minimal  line.  Suppose  then  that  the  ray 
incident  on  one  of  the  refracting  surfaces  of  the  instrument  is  a  minimal 
line  :  the  sine  of  the  angle  formed  with  the  normal  to  the  surface  is 
infinitely  great,  and  as  conversely  a  minimal  line  is  characterised  by 
this  infinitely  large  sine,  it  follows  from  the  law  of  refraction  that  the 
refracted  ray  is  also  a  minimal  line. 

This  applies  to  each  refraction;  and  therefore  the  collineation 
transforms  each  minimal  line  in  the  object-space  into  a  minimal  line  in 
the  image-space  ;  so  that  the  circle  at  infinity  in  the  object-space  is 
transformed  into  the  circle  at  infinity  in  the  image-space. 

*  Zeitschriftfiir  Math.  tt.  Phys.  XLVI.  (1901),  376. 

f  For  two  similar  and  similarly  situated  quadrics  intersect  in  one  plane  curve  at 
a  finite  distance  and  one  at  infinity  :  and  spheres  are  similar  quadrics. 
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From  this  it  follows  at  once  that  the  collineation  is  merely 
a  similitude  :  it  may  be  either  direct  or  inverse  (i.e.  one  which 
interchanges  right  and  left). 

In  order  to  find  the  ratio  of  the  similitude,  suppose  that  c,  c 
denote  the  velocity  of  light  in  the  object-space  and  image-space 
respectively.  We  can  suppose  that  the  similitude  is  direct,  as  if 
inverse  it  can  be  changed  into  a  direct  similitude  by  the  addition  of 
a  plane  mirror  to  the  instrument. 

Let  the  time  taken  by  the  light  to  travel  from  a  point  (x,  y,  z)  to 
its  image-point  (#',  y  z)  be  denoted  by  X(x,  y,  z).  Let  (#,,  ylt  z^  be 
a  point  on  one  of  the  rays  from  (#,  y,  z)  to  (#',  y',  z'\  at  a  distance  r 
from  (#,  y,  z);  and  let  (#2,  #a>  ^2)  be  a  point  on  another  ray  from 
(#,  y,  z)  to  (x,  y,  z'\  also  at  a  distance  r  from  (#,  y,  z).  Then  if  X 
denote  the  ratio  of  similitude  of  the  image-space  and  object-space,  the 
distances  of  the  image-points  (#/,  #/,  zf)  and  (#2',  y2',  z2')  from  (x,  y,  z) 
are  each  X?*,  and  (since  the  similitude  is  direct)  they  are  each  behind 
(i.e.  beyond)  (#',  y,  z'}.  The  time  from  (^,  ylt  z-^  to  its  image  is 
therefore 

Y/          \     r     \r 
*(*,**)--  +  7; 

and  the  time  from  (>2,  y^  z2)  to  its  image  is  the  same.  So  the  times 
from  (a?!,  ylt  z^)  and  (#2,  y2,  z2)  to  their  respective  images  are  the 
same  :  but  these  are  really  arbitrary  points  in  the  object-space,  so  the 
time  from  any  point  in  the  object-space  to  its  image  is  the  same  for  all 
object-points.  Hence  we  have 

r 


X 

so  the  dimensions  of  the  object-space  are  to  those  of  the  image-space 
as  c  to  c'.  Thus  when  the  instrument  works  in  air,  so  that  c  =  c',  the 
image  is  merely  a  life-size  copy  of  either  the  object,  or  of  the  image 
obtained  from  the  object  by  reflexion  in  a  plane  mirror. 

31.    Removal  of  the  primary  spectrum. 

As  already  explained,  the  refractive  index  of  a  substance  depends 
on  the  colour,  i.e.  the  wave-length,  of  the  light  used  in  its  determination.  , 
The  behaviour  of  an  optical  system,  which  has  been  calculated  in  terms 
of  the  refractive  indices,  is  therefore  different  for  light  of  different 
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colours :  the  position  of  the  principal  foci,  the  focal  lengths,  and  the 
aberrations,  will  in  general  vary  when  the  wave-length  of  the  light  is 
varied.  As  ordinary  white  light  contains  rays  of  all  colours,  there  will 
therefore  be  a  certain  degree  of  confusion  in  the  images  formed  by 
the  optical  instrument  with  white  light:  to  this  the  name  chromatic 
aberration  is  given.  With  a  simple  uncorrected  lens  of  tolerably  small 
aperture,  the  chromatic  aberration  is  much  more  serious  than  the 
spherical  aberration  ;  with  a  convex  lens  of  crown  glass,  if  the  red  rays 
from  a  star  are  brought  to  a  focus  at  a  point  R,  the  violet  rays  will 
intersect  the  plane  through  R  perpendicular  to  the  axis  in  a  circle 
whose  radius  is  about  -£$  that  of  the  lens,  whatever  be  the  focal 
length. 

An  optical  system  which  is  so  contrived  as  to  have  the  same 
behaviour  for  two  standard  wave-lengths  is  said  to  be  achromatic.  In 
order  to  achieve  this,  we  must  evidently  secure  that  the  row  of  images 
of  the  same  object  in  light  of  different  colours  shall  be  doubled  on 
itself,  so  that  the  images  shall  coincide  in  pairs  :  thus  in  an  ordinary 
achromatic  lens  which  is  intended  for  visual  observations,  the  yellow 
image  is  united  with  the  dark  green  image,  the  orange-red  with  the 
blue,  and  the  red  with  the  indigo.  Obviously  at  one  end  of  this 
doubled  row  there  must  be  two  coincident  images  which  differ 
infmitesimably  in  wave-length,  i.e.  there  will  be  an  image  for  which  the 
rate  of  change  of  position  with  change  of  wave-length  is  zero  :  thus  in 
the  achromatic  lens  just  mentioned,  the  images  formed  by  the 
yellowish-green  rays  are  closely  united  and  focussed  at  minimum 
distance  from  the  lens. 

This  pairing  of  images  does  not  ensure  an  entire  absence  of 
chromatic  aberration,  since  the  images  in  three  different  colours  will 
not  coincide :  but  other  terms,  which  will  be  mentioned  later,  are 
employed  to  denote  a  more  complete  freedom  from  colour  troubles. 
The  coloured  fringes  due  to  this  outstanding  colour-aberration  are 
generally  referred  to  as  the  secondary  spectrum  ;  a  simple  method  (due 
to  Sir  G.  Stokes)  of  observing  the  secondary  spectrum  of  a  lens  is 
the  following.  Focus  the  lens  on  a  vertical  white  line  on  a  dark 
ground,  and  cover  half  the  lens  by  a  screen  whose  edge  is  vertical. 
Then  evidently  the  yellow  and  green  rays,  which  form  an  image  nearer 
the  lens  than  the  mean  image,  will  (coming  from  the  uncovered  half 
of  the  lens  only)  pass  the  mean  image  on  one  side  of  it,  namely  the 
side  on  which  the  screen  is  :  while  the  red  and  blue  rays,  which  form 
an  image  beyond  the  mean  image,  will  pass  on  the  other  side  of  the 
w.  4 
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mean  image.     The  image  will  therefore  have  a  citron-coloured  margin 
on  one  side  and  a  purple  margin  on  the  other. 

32.     Achromatism  of  the  focal  length. 

The  variation  of  behaviour  of  a  transparent  substance  for  light  of 
different  wave-lengths  is  usually  measured  by  its  dispersion  or  dispersive 
power, 


where  /A  is  its  refractive  index  for  some  standard  wave-length  and 
p.  +  dp  is  its  index  for  some  other  standard  wave-length  not  far  removed 
from  this. 

Consider  now  the  colour-variation  of  focal  length  of  a  single  thin 
lens,  for  which  we  have  (§  11) 


Differentiating  this  equation  logarithmically,  we  have 


The  focal  length  of  a  compound  lens  consisting  of  two  thin  lenses 
in  contact,  of  focal  lengths/!  and/2,  is  the  reciprocal  of 

l//i  +  l//2: 
so  if  the  compound  lens  is  to  be  achromatic,  we  must  have 


7         =  0, 

/I  /2 

where  ^  and  t*r2  denote  the  dispersive  powers.  This  equation  repre- 
sents the  condition  that  the  focal  length,  and  consequently  also  in  this 
case  the  position  of  the  principal  foci,  may  be  the  same  for  the  two 
standard  colours.  The  combination  is  therefore  achromatic  for  all 
distances  of  the  object 

The  above  equation  shews  that  one  of  the  lenses  (say  (1))  must  be 
convergent  and  the  other  (say  (2))  divergent:  if  the  focal  length  of  the 
whole  is  to  be  positive,  we  must  have  /  <  -/2,  and  consequently  ^  <  &2  , 
so  the  divergent  lens  must  have  the  greater  dispersion.  As  flint  glass 
has  a  greater  dispersion  than  crown,  the  convergent  lens  is  taken  to  be 
a  crown  and  the  divergent  lens  a  flint.  Roughly  speaking,  a  flint 
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whose  diverging  power  is  2,  will  achromatise  a  crown  whose  converging 
power  is  3,  leaving  a  converging  power  of  1  for  the  compound  lens. 
The  Petzval  condition  for  flatness  of  field  (§  27), 


requires  however  that  /u,2  should  be  less  than  ^  ;  so  the  convergent 
lens  should  have  the  higher  refractive  index,  though  having  the 
smaller  dispersive  power,  a  condition  which  it  was  impossible  to  fulfil 
until  the  Jena  glasses  were  introduced. 

Consider  next  a  system  consisting  of  two  thin  lenses  separated  by 
an  interval  a.     The  focal  length  of  the  combination  is   (§11)  the 

reciprocal  of 

I      1       a 

/iV.     /i/a' 

so  if  the  focal  length  is  to  be  achromatised  we  must  have 


_       _     ?  4.      l  4. 
f?     ff  V,1/,    A/2 


OTI     ga     a 
or  u  —  -  -i-   - 

J\          /2  /1/2 

In  such  a  system  the  two  lenses  would  usually  be  of  the  same  kind 
of  glass,  in  order  that  whatever  degree  of  achromatism  is  attained  for 
two  colours  may  as  far  as  possible  be  attained  for  all  colours  :  taking 
therefore  ^  equal  to  w2,  we  have 

1      1       2a 

'"/iVl        /!/,' 


or  a  =  J  (/  +/2), 

so  the  distance  between  the  lenses  must  be  half  the  sum  of  their  focal 
lengths.     This  condition  is  applied  in  the  construction  of  eyepieces. 

It  is  to  be  observed  that  the  positions  of  the  principal  foci  of  the 
combination  have  not  been  achromatised,  so  that  we  have  achromatised 
the  size  but  not  the  position  of  the  image.  It  is  in  fact  impossible  to 
achromatise  a  system  of  two  non-achromatic  lenses  separated  by 
a  finite  interval  for  both  the  size  and  position  of  the  image  :  for  if  it 
were  possible,  the  intermediate  image,  which  is  at  the  point  where  the 
line  joining  the  object-point  (supposed  slightly  off  the  axis)  to  the 
centre  of  the  first  lens  intersects  the  line  joining  the  image-point  to 
the  centre  of  the  second  lens,  would  be  the  same  for  every  colour,  and 
therefore  each  lens  separately  would  be  achromatic. 

4—2 
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33.     The  higher  chromatic  corrections. 

It  is  possible  to  remove  the  secondary  spectrum,  or  more  strictly 
speaking  to  replace  it  by  a  "  tertiary  "  spectrum,  by  uniting  the  images 
in  three  instead  of  two  colours.  This  can  be  effected  for  a  combination 
of  two  lenses  provided  the  Jena  glasses  are  available  :  with  the  older 
glasses  three  lenses  are  required. 

The  variation  of  spherical  aberration  with  the  colour  must  also  be 
taken  into  account.  In  the  ordinary  telescope  objective,  the  citron 
image  is  corrected  for  spherical  aberration,  so  the  red  image  is  under- 
corrected  and  the  blue  image  is  over-corrected  :  this  defect  is,  in  the 
case  of  the  visual  telescope,  masked  by  the  secondary  spectrum  :  but 
with  objectives  of  large  angular  aperture  and  short  focal  length,  e.g. 
high-power  microscope  objectives,  the  correction  of  chromatic  difference 
of  spherical  aberration  is  of  greater  importance  than  the  elimination  of 
the  secondary  spectrum. 

Optical  systems  in  which  the  spherical  aberration  is  corrected  for 
more  than  one  colour,  but  in  which  the  secondary  spectrum  is  not 
removed,  are  called  semi-apochromatic;  while  systems  which  have  no 
secondary  spectrum  and  are  aplanatic  (§  24)  for  more  than  one  colour 
are  called  apochromatic. 


34.    The  resolving  power  of  a  telescope  objective. 

Nothing  in  our  investigations  hitherto  has  suggested  the  existence 
of  any  limit  to  the  magnification  attainable  by  means  of  an  optical 
instrument;  and  it  might  therefore  appear  as  if  it  were  possible  to 
construct  a  telescope  of  moderate  dimensions  which  should  reveal  the 
minutest  details  of  structure  on  the  heavenly  bodies.  As  a  matter 
of  fact,  it  is  not  possible,  or  at  all  events  not  profitable,  to  apply 
a  magnifying  power  greater  than  a  certain  amount  to  a  telescope  with 
a  given  objective :  and  the  reason  for  this  is  to  be  found  in  the 
circumstance  that  the  wave-front  by  which  the  image  of  a  star  is  formed 
is  not  a  complete  sphere,  but  is  merely  that  fragment  of  a  spherical 
wave  which  has  been  able  to  pass  through  the  rim  of  the  objective. 
This  mutilated  wave-front  does  not  converge  exactly  to  a  point,  as 
a  full  spherical  wave  would  do,  but  forms  a  diffraction  pattern  in 
the  focal  plane  of  the  objective,  consisting  of  a  bright  disc  whose 
centre  is  the  image-point  of  the  star  as  found  by  the  preceding  theory, 
surrounded  by  a  number  of  dark  and  bright  rings  concentric  with  it 
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In  order  to  determine  the  dimensions  of  this  pattern,  let  a  denote 
the  diameter  AB  of  the  telescope  objective, 
and  8  the  centre  of  the  diffraction  pattern. 
The  disturbance  which  is  brought  to  a  focus 
at  a  point  T  in  the  focal  plane  is  the 
disturbance  which  at  some  preceding  instant 
occupied  the  plane  COD,  perpendicular  to 
the  line  OT  which  joins  T  to  the  centre  0 

of  the  object-glass.  Let  SOT =  0,  and  let 
(p,  <£)  denote  the  polar  coordinates  of  a 
point  in  the  plane  COD  referred  to  0  as 
origin  and  the  line  of  greatest  slope  to  the 
plane  A  OB  as  initial  line. 

The  disturbance  at  the  point  (p,  <£)  is  proportional  to 

pdpd<j>  .  sin  2 

where  t  denotes  the  time,  T  the  period  of  the  light,  A  its  wave-length, 
and  z  the  perpendicular  distance  of  the  point  (p,  </>)  from  the  plane 
AOB. 

But  z  =  p&  cos  <£, 

0  being  regarded  as  a  small  quantity. 

The  totai  disturbance  at  T  is  therefore 

p0  cos  </»x 


pdpd<f> .  sin  2 
integrated  over  the  circle  COD, 

.     2-Trt    fta  f2"     .                    2-rrpO  COS  <£ 
or  sin  —  I      I    pdpd<p .  cos  —  ^— r , 

T      JO     JO  A 

since  the  elements  of  the  integral  involving  sin    Vf*    — -   cancel  each 

A 

other  in  pairs. 

Expanding  the  cosine  in  ascending  powers  of  its  argument,  and 
integrating  term  by  term,  this  becomes 

*v,2 


ira'    .     2m 

r  sm  — 

4  T 


T^Ti    + 


2.  (I!)2     3.(2!)2     4. (81) 
where  m  denotes  7rOa/2\*. 

*  The  series  in  brackets  is  a  well-known  Bessel-function  expansion,  being  in 
fact  -  ^  (2m).     Of.  Whittaker,  Modern  Analysis,  p.  267. 

/ft 
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The  first  dark  ring  in  the  diffraction  pattern  will  occur  at  the  first 
point  T  for  which  the  disturbance  vanishes,  i.e.  it  will  correspond  to  the 
lowest  value  of  m  which  makes  the  series  in  brackets  to  vanish :  this  is 
found  by  successive  approximation  to  be 

w  =  l'92, 

giving  0  =  1'22-. 

The  radius  of  the  central  diffraction-disc  of  a  star  (measured  to  the 
first  dark  ring)  formed  in  the  focal  plane  of  a  telescope  objective  of 
aperture  a  and  focal  length/ is  therefore  l"22Xf/a. 

A  telescope  is  usually  estimated  to  succeed  in  dividing  a  close 
double  star  when  the  centre  of  the  diffraction-pattern  of  one  star  falls 
on  the  first  dark  ring  of  the  diffraction -pattern  of  the  other  star  :  when 
this  is  the  case,  it  follows  from  the  preceding  equation  that  the  angular 
distance  between  the  stars  in  seconds  of  arc  is  1*22  x  206265  x  X/a. 
If  we  express  a  in  inches,  and  take  X  =  1/50,000,  this  gives  for  the 
angular  distance  between  the  stars, 

5" 

aperture  in  inches " 

This  is  known  as  Dawes*  rule  for  the  resolving  power  of  a  telescope 
objective. 

35.    The  resolving  power  of  spectroscopes. 

The  power  of  spectroscopic  apparatus  (prisms  or  gratings)  to 
separate  close  spectral  lines  involves  the  same  principles  as  the  power 
of  telescope  objectives  to  separate  the  components  of  double  stars. 
Each  spectral  line  is  really  a  diffraction-pattern,  consisting  of  a  narrow 
bright  band  at  the  place  of  the  geometrical  image  of  the  line,  flanked 
by  alternate  bright  and  dark  bands  :  and  the  spectroscope  is  said  to 
resolve  two  lines  of  adjacent  wave-lengths  when  the  centre  of  the 
central  bright  band  arising  from  one  wave-length  falls  on  the  first  dark 
band  of  the  pattern  arising  from  the  other  wave-length. 

The  difference  between  the  telescopic  and  the  spectroscopic  cases  is 
that  in  the  telescope  we  are  dealing  with  the  circular  diffraction-pattern 
of  a  point-source,  formed'  by  a  circular  beam,  while  in  the  spectroscope 
we  are  dealing  with  the  banded  pattern  of  a  line-source,  formed  by 
a  beam  of  rectangular  cross-section.  The  latter  case  is  analytically  the 
simpler  of  the  two,  since  all  sections  of  the  beam  at  right  angles  to  the 
spectral  lines  are  similar  to  each  other,  and  the  problem  can  therefore 
be  treated  as  a  two-dimensional  one. 
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Let  AB  be  the  wave-front,  limited  by  an  aperture  AB  of  breadth  #, 
of  a  pencil  of  parallel  light  of  wave-length  A, 
representing  one  of  two  vibrations  which  are 
just  resolved.  Draw  BC  at  right  angles  to 
AB,  and  take  BC  equal  to  A.  Then  the  first 
dark  band  of  the  diffraction-pattern  corre- 

sponding to  the  disturbance  AB  will  fall  at  the  place  to  which  a 
wave-front  occupying  the  position  A  C  is  brought  to  focus  :  for  the 
phase  of  the  ^.^-disturbance  at  C  differs  by  a  whole  wave-length  from 
the  phase  at  B,  i.e.  from  the  phase  at  A,  and  consequently  every  point 
in  AC  will  have  a  corresponding  point  in  the  other  half  of  A  C  which 
is  in  exactly  the  opposite  phase,  and  so  will  interfere  with  it  to  produce 
total  darkness. 

Thus  the  disturbances  represented  by  AB  and  AC  will  be  just 
resolved  :  so  if  SO  denote  the  angle  between  two  wave-fronts  of  approxi- 
mate wave-length  A,  the  disturbances  will  be  just  resolvable  when  the 
beams  are  of  breadth  a,  provided  that 


As  the  product  of  the  inclination  of  two  plane  wave-fronts  and  their 
diameter  is,  by  Helmholtz's  theorem,  unaltered  by  passage  through  any 
system  of  lenses,  it  is  evident  that  the  resolvability  of  two  adjacent 
disturbances  is  not  altered  by  passage  through  any  lens-system  which 
does  not  introduce  new  diaphragm  limitations,  and  so  depends  solely 
on  the  prisms  or  grating. 

The  resolving  power  of  a  spectroscope  is  defined  by  Lord  Rayleigh 
to  be  A/8A,  when  two  spectral  lines  of  wave-lengths  A  and  A  +  SA 
respectively  can  just  be  resolved,  the  slit  of  the  spectroscope  being 
infinitely  narrow.  But  the  result  obtained  above  gives 

A  _     dd 
8\~ad\' 

Thus  the  resolving  power  of  any  grating  or  train  of  prisms  is 
measured  by  the  product  of  the  breadth  of  the  emergent  beam  of  parallel 
light  and  the  dispersion  ;  the  dispersion  being  defined  as  the  rate  of 
change  of  deviation  with  wave-length*. 

*  The  resolving  power  can  be  regarded  from  a  different  point  of  view  as  equal 
to  the  number  of  separate  pulses  into  which  a  single  incident  pulse  of  light  is 
broken  up  by  the  spectroscope.  For  references  to  this  aspect  of  the  theory,  cf.  a 
paper  by  the  author  in  Monthly  Notices  of  the  Royal  Astron.  Society,  LXVII.  p.  88. 


CHAPTER  III. 

SKETCH  OF  THE  CHIEF  OPTICAL   INSTRUMENTS. 

36.    The  photographic  objective. 

The  simplest  form  of  photographic  objective  is  a  single  convergent 
lens*;  the  light  from  an  object  at  some  distance  is  rendered  convergent 
by  the  lens,  and  the  real  image  thus  formed  is  received  on  a  gelatine 
film  containing  emulsified  bromide  of  silver :  this  salt  is  acted  on  by 
light,  and  after  undergoing  the  processes  of  development  and  fixation 
yields  a  permanent  image  in  metallic  silver. 

The  rapidity  of  action  of  the  lens  depends  only  on  its  aperture- 
ratio,  which  is  the  ratio  of  its  focal  length  /  to  its  diameter :  if  the 
diameter  be  //w,  the  time  of  exposure  required  is  proportional  to  w2 ; 
for  the  exposure  is  inversely  proportional  to  the  light  falling  on  unit 
area  of  the  image,  and  is  therefore  proportional  to  the  area  of  the 
image  divided  by  the  total  light  received  by  the  lens  from  the  object: 
but  the  area  of  the  image  is  proportional  to  f2,  and  the  total  light 
received  is  proportional  to  the  area  of  the  lens,  i.e.  to  (//ft)2:  so  the 
time  of  exposure  is  proportional  to  n2. 

This  theorem  applies  equally  to  objectives  which  are  not  constituted 
of  a  single  lens,  provided  that  instead  of  the  diameter  of  the  lens  we 
take  the  diameter  of  the  entrance-pupil.  For  an  average  photographic 
objective,  n  is  about  7  when  the  full  aperture  is  used:  for  portrait 
lenses,  which  are  very  rapid,  n  may  be  as  low  as  3. 

*  If  a  single  non-aohromatic  convergent  lens  were  used,  it  would  be  best  to 
select  a  deep  meniscus  with  its  concavity  turned  towards  the  object  (this  secures 
considerable  depth  of  focus  and  a  large  field  of  fair  definition)  and  to  use  a  narrow 
stop  in  front  (which  reduces  the  spherical  aberration  and  curvature  of  image) :  when 
the  focus  is  being  obtained,  a  weak  convex  lens  must  be  inserted,  so  as  to  reduce 
the  visual  focal  plane  to  the  place  which  the  focal  plane  of  the  actinic  rays  occupies 
when  this  lens  is  absent. 
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The  single  convergent  lens  is  practically  useless,  on  account  of  the 
defects  which  have  been  discussed  in  the  preceding  chapters  ;  and  it  is 
necessary  to  design  objectives  formed  of  more  than  one  lens,  with  a 
view  to  the  special  requirements  of  terrestrial  photography,  which  are 
the  following : 

1.  The  system  must  be  achromatised  in  such  a  way  that  the  visual 
image,  which  is  used  in  finding  the  focus,  may  coincide  with  the 
actinic  image  which  acts  on  the  sensitive  plate  :  the  D  line  of  radiation 
of  sodium  is  generally  united  with  the  blue  Hp  radiation. 

2.  The  definition  should  be  such  that  points  of  the  object  are 
represented  by  dots  of  (say)  not  more  than  y^-  of  an  inch  diameter, 
over  a  field  of  (say)  50°  square  :  in  the  case  of  portrait  lenses,  this 
requirement  is   sacrificed   in  order  to    obtain  the  greatest  possible 
rapidity:   a  portrait  lens  will  not  usually  cover  a  greater  field  than 
about  25°  square.     In  any  case,  the  standard  of  definition  is  much 
lower  than  is  demanded  of  telescope  objectives,  but  the  field  is  much 
wider.      The    definition    is    usually    improved    by    stopping    down, 
i.e.  narrowing  the  aperture  of  the  diaphragm  :    but  this   involves  a 
loss  of  rapidity. 

3.  Distortion  must  as  far  as  possible  be  eliminated :   objectives 
consisting  of  lenses  cemented  together,  with  the  stop  in  front,  always 
give  barrel  distortion  (§  28),  while  if  the  stop  is  between  the  lens  and 
the  image  there  is  pincushion  distortion.     If  we  combine  these  two 
systems  into  a  doublet,  i.e.  a  system  of  two  compound  lenses  separated 
by  an  interval  in  which  the  stop  is  placed,  the  two  opposite  distortions 
neutralise  each  other  and  we  obtain  an  objective  which  is  rectilinear, 
i.e.  free  from  distortion. 

4.  The  objective  must  have  a  certain  amount  of  depth  of  focus, 
i.e.  must  be  able  to  give  fairly  sharp  images  of  objects  which  are  in 
front  of  or  behind  that  object-plane  which   is   accurately  focussed. 
Depth  of  focus  is  usually  measured  by  the  range  of  object- distance  for 
which  the  pencil  meets  the  sensitive  plate  in  a  disc  of  less  than  a 
certain  diameter :  it  depends  on  the  object-distance,  focal  length,  and 
aperture,  but  does  not  vary  much  with  the  type  of  lens.     The  depth  of 
focus  is  obviously  increased  by  stopping  down,  since  then  all  pencils 
become  narrower :  with  equal  aperture-ratios,  the  depth  is  greater  for 
small  focal  lengths  than  for  large  ones. 

5.  Among  minor  requirements  may  be  mentioned  freedom  from 
flare,  i.e.  from  light  which  has  been  reflected  at  some  of  the  refracting 
surfaces,  and  which  on  reaching  the  sensitive  plate  interferes  with  the 
brilliancy  of  the  image. 
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It  is  of  course  not  possible  here  to  enter  into  details  regarding  the 
construction  of  the  various  types  of  photographic  objective  which  are 
at  present  on  the  market. 

37.  Telephotography. 

When  an  object  at  a  great  distance  is  photographed  with  an 
ordinary  photographic  objective,  the  image  is  inconveniently  small  and 
the  details  difficult  to  distinguish.  A  more  convenient  image  can  be 
obtained  by  making  an  enlargement  from  this  photograph :  but  owing 
to  the  grain  of  the  sensitive  plate,  and  the  insufficient  definition  of  the 
primary  image,  it  is  not  practicable  to  enlarge  many  diameters.  It  is 
therefore  desirable  to  obtain  a  primary  image  as  large  as  possible. 
Now  in  order  to  obtain  a  large-scale  image,  the  camera  must  have  an 
objective  of  great  focal  length  :  and  as  with  most  objectives  the  length 
of  the  camera  is  nearly  equal  to  the  focal  length,  this  requires  an 
inconvenient  or  impossible  extension  of  the  camera.  The  difficulty  is 
surmounted  by  removing  the  principal  point  of  the  system  (which  is  at 
a  distance  from  the  principal  focus  equal  to  the  focal  length,  and  is 
generally  near  the  objective)  to  a  considerable  distance  in  front  of  the 
objective,  so  that  although  the  focal  length  is  great,  the  distance  from 
the  objective  to  the  sensitive  plate  is  comparatively  small.  This  is 
effected  in  telephotography,  in  which  a  divergent  lens  is  introduced 
between  the  convergent  objective  and  the  sensitive  plate  :  this  divergent 
lens  diminishes  the  convergence  of  the  pencils  which  fall  on  it  from 
the  convergent  -combination,  so  that  they  become  practically  the  same 
as  the  pencils  which  would  have  proceeded  from  a  convergent  lens  of 
great  focal  length,  placed  at  a  considerable  distance  in  front  of  the 
actual  position  of  the  objective. 

38.  The  telescope  objective. 

The  conditions  which  must  be  satisfied  by  the  objectives  used  in 
astronomical  telescopes,  whether  visual  or  photographic,  differ  greatly 
from  the  conditions  which  must  be  satisfied  by  the  objectives  used  in 
terrestrial  photography.-  In  the  latter,  definition  which  will  bear  a 
feeble  magnification  is  required  over  a  field  of  (say)  50°  square  :  in  the 
former,  definition  which  will  bear  a  much  higher  magnification  is 
required,  but  over  a  much  smaller  field :  the  field  seen  at  one  time  in 
a  large  visual  telescope  is  only  about  J°  in  diameter,  and  the  region 
depicted  on  the  sensitive  plate  of  a  photographic  telescope  is  usually 
only  of  about  the  order  of  magnitude  of  a  square  degree.  Consequently 
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the  defects  of  astigmatism,  curvature  of  field,  and  distortion,  which 
come  into  prominence  at  the  outer  parts  of  a  wide  field,  are  much  less 
important  in  celestial  than  in  terrestrial  work  :  while  on  the  other 
hand  the  defects  of  spherical  aberration  and  coma,  which  affect  the 
central  parts  of  the  field,  must  be  more  carefully  eliminated  in  the 
astronomical  objective  than  in  the  ordinary  photographic  lens.  More- 
over, since  any  diminution  in  light-gathering  power  is  to  be  avoided  at 
all  costs  in  astronomy,  it  is  not  permissible  to  correct  errors  by  means 
of  diaphragm  effects.  For  these  reasons  the  doublet,  which  is  pre- 
dominant in  terrestrial  photography,  is  abandoned  by  astronomers  in 
favour  of  an  objective  consisting  of  two  or  three  lenses  fairly  close 
together,  designed  to  make  the  corrections  for  spherical  aberration  and 
coma  as  perfect  as  possible. 

The  colour  corrections  also  differ  in  the  two  cases.  In  the 
terrestrial  lens,  the  actinic  image  must  be  made  to  coincide  in  position 
with  the  visual  image  which  is  used  in  focussing:  but  as  in  astro- 
photographic  work  the  focus  is  found  by  taking  trial  plates,  there  is  no 
need  to  trouble  about  the  visual  rays,  and  consequently  the  colour 
correction  can  be  devoted  wholly  to  the  improvement  of  the  actinic 
image,  the  blue  Hp  radiation  being  generally  united  with  a  violet 
radiation  emitted  by  mercury.  In  the  visual  telescope  there  is  no  need 
to  take  account  of  the  actinic  image,  and  the  yellowish-green  rays  are 
brought  to  the  minimum  focus. 

"We  shall  now  shew  how  the  equations  found  in  Chapter  II  can  be 
applied  to  design  what  may  be  called  a  Fraunhofer  objective:  this  will 
be  defined  as  a  telescope  objective  consisting  of  two  lenses  whose 
thickness  will  be  neglected/in  contact  at  their  vertices,  and  having  their 
four  radii  of  curvature  chosen  to  satisfy  the  following  conditions 

(i)     Given  focal  length  F  for  the  objective  as  a  whole, 
(ii)    Achromatism, 

(iii)   Absence  of  spherical  aberration  for  an  object  at  infinity, 
neglecting  the  5th  power  of  the  aperture, 

(iv)   The  sine-condition  for  an  object  at  infinity,  neglecting  the 
5th  power  of  the  aperture. 

Let  ?*!,  7*2,  r3,  7*4  denote  the  radii  of  the  refracting  surfaces  in  order 
(all  taken  positively  when  convex  to  the  incident  light),  ^,  ^  the 
refractive  indices  of  the  lenses,  re^ ,  w.2  their  dispersions  for  the  radiation 
which  it  is  desired  to  have  at  minimum  focus,  f^  and  /2  their  focal 
lengths. 
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Conditions  (i)  and  (ii)  may  be  written 

1          11  BTj         W, 


Thus  if  *  denote  ^i\^^  we  have 

1  1  ! 


and  therefore 

_!__!     _  1_  ,    1_ 

- 


F  (1  -«)(/*'-  1)' 
These  equations  are  satisfied  identically  if  we  write 


_F(l-K)  ^(1-K)  

ri~  ~T; '   r*~     ~T~J   r*~  -  '  *  '   n~ 
^i  -  -j^i 

where  /?i  and  p*  are  now  to  be  determined  from  conditions  (iii)  and  (iv). 

These  conditions  (iii)  and  (iv)  are 
(Spherical  aberration  condition,  §  20) 

(Sine-condition,  §  25) 

&*i=0, 


where  *"n"5k 

i    ii 


and  similar  equations  hold  for  Q3  and  Q4:  x^  x^  x^  x^  x^  being  the 
distances  of  the  object  and  its  successive  images  from  the  objective; 
and  where 


Now  since  the  object  is  at  infinity,  we  have 


,/*'-!        1=  1 
and  consequently 
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Substituting  in  terms  of  PI  and  p^  we  have  (neglecting  common 
factors) 

Ql=Pl,  C*=lh--~,  §3=^2,         ft  =J>3  +  T      1 


~       ' 


Substituting  in  the  conditions  (iii)  and  (iv)  above,  we  have 


ft  +  1  u'  +  1  /A  /w.'*2 

and  -/>i-  «  Z—r-  p*  --  ^-7  +  *  -  -7—  -7  =  0. 

/*  /M-  /*-!  /A  -1 

The  second  equation  gives  jt?2  as  a  linear  function  of  pl  ;  substituting 
in  the  preceding  equation,  we  have  a  quadratic  for  ply  which  can  be 
solved  :  the  radii  of  curvature  of  the  surfaces  of  the  objective  are  thus 
determined. 


39.    Magnifying  glasses  and  eyepieces. 

For  the  rough  examination  of  small  objects,  the  magnifying  glass 
is  used.  This  in  its  simplest  form  consists  of  a  single  convergent  lens, 
held  between  the  eye  and  the  object,  at  a  distance  from  the  latter 
somewhat  less  than  its  own  focal  length  :  an  enlarged  virtual  image  is 
thus  formed  at  some  distance  behind  the  object,  and  this  is  examined 
by  the  eye.  The  pupil  of  the  eye  is  the  diaphragm  effective  in  limiting 
the  aperture  of  the  image-forming  pencils,  and  the  rim  of  the  lens 
(supposing  it  to  be  of  greater  diameter  than  the  pupil)  is  the  diaphragm 
effective  in  limiting  the  field  of  view. 

Closely  allied  to  the  magnifying  glasses  are  the  eyepieces  which  are 
used  to  examine  the  images  formed  by  the  objectives  of  visual 
telescopes  and  microscopes.  These  consist  usually  of  two  lenses 
separated  by  an  interval  :  the  lens  which  is  nearest  the  eye  is  called 
the  eye-lens,  and  the  other  the  field-lens. 

In  ffuyghens'  eyepiece  the  lenses  are  placed  at  a  distance  apart 
equal  to  half  the  sum  of  their  focal  lengths,  in  order  to  satisfy  the 
condition  of  achromatism  found  in  §  32.  The  focal  length  of  the 
field-lens  is  usually  three  times  that  of  the  eye-lens,  but  in  some 
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modern  eyepieces,  especially  those  used  for  low-power  magnification 
with  the  microscope,  the  ratio  of  the  focal  lengths  is  smaller  than  this. 
The  lenses  used  are  plano-convex,  with  the  convex  sides  turned 
towards  the  image  to  be  examined. 

The  first  principal  focus  of  Huyghens'  eyepiece  falls  between  the 
lenses,  and  consequently  the  image  to  be  examined  (which  must  be 
placed  at  this  point  in  order  that  the  emergent  wave-fronts  may  be 
plane)  can  only  be  a  virtual  image  :  in  other  words,  a  Huyghens' 
eyepiece,  when  used  with  a  telescope  objective,  must  be  pushed  in  nearer 
to  the  objective  than  the  place  at  which  the  objective  would  form 
a  real  image  of  the  object.  On  this  account  the  Huyghens  construction 
cannot  be  used  in  micrometer  eyepieces,  in  which  it  is  desired  to  place 
a  framework  of  spider-lines  in  the  plane  of  the  image  formed  by  the 
objective,  and  to  examine  the  spider-lines  and  the  image  together  by 
the  eyepiece. 

The  image  formed  by  high-power  apochromatic  microscope  objectives 
is  usually  examined  by  a  compensating  eyepiece,  which  is  specially 
corrected  chromatically  in  order  to  neutralise  the  chromatic  difference 
of  magnification  due  to  the  objective. 

In  Ramsden's  construction,  which  is  always  used  in  micrometer 
eyepieces,  the  first  focal  plane  of  the  combination  does  not  fall  between 
the  lenses,  and  the  eyepiece  can  consequently  be  used  in  order  to 
simultaneously  examine  the  image  (formed  by  the  objective  of  the 
telescope  or  microscope)  and  also  a  reticle  of  spider-lines,  placed  in  its 
plane  with  a  view  to  micrometric  measurements.  In  this  construction 
the  two  lenses  are  usually  plano-convex  with  the  convex  sides  turned 
towards  each  other  :  they  are  taken  to  be  of  the  same  focal  length,  and 
therefore  if  the  condition  of  achromatism  were  satisfied  the  interval 
between  the  lenses  would  be  exactly  equal  to  this  focal  length  :  with 
this  arrangement  however  the  field  lens  would  be  exactly  in  the  focus 
of  the  eye-lens,  which  is  undesirable  ;  and  the  interval  is  consequently 
taken  to  be  shorter  than  the  focal  length,  the  resulting  chromatic 
error  being  (in  the  best  eyepieces)  removed  by  substituting  achromatic 
combinations  for  the  simple  field-lens  and  eye-lens. 

The  field-lens  is  so  near  to  the  real  image  examined,  that  its 
principal  effect  is  to  deflect  the  chief  rays  of  the  pencils  towards  the 
axis  of  the  instrument,  without  greatly  altering  the  inclination  of  the 
other  rays  of  the  pencils  to  the  chief  rays  :  the  function  of  magnifying^ 
is  therefore  performed  almost  wholly  by  the  eye-lens. 
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40.     The  visual  astronomical  refractor. 

The  astronomical  refracting  telescope,  as  used  visually,  is  formed 
by  the  combination  of  an  astronomical  objective  (§  38)  with  an  eyepiece 
(§  39)  which  is  used  to  examine  the  image  formed  by  it.  In  the  typical 
normal  case -the  eyepiece  is  so  placed  that  its  first  focal  plane  coincides 
with  the  second  focal  plane  of  the  objective  :  under  these  circumstances 
the  parallel  pencil  of  light  from  a  star  is  made  to  converge  to  an  image 
situated  in  this  focal  plane,  and  is  re-converted  into  a  parallel  pencil 
by  the  eyepiece.  Short-sighted  observers  find  it  convenient  to  push 
the  eyepiece  nearer  to  the  objective,  so  that  the  emergent  pencils  are 
divergent. 

The  diaphragm  effective  in  limiting  the  apertures  of  the  pencils  is 
the  rim  of  the  objective  :  this  is  therefore  the  entrance-pupil  (§  16). 
The  exit-pupil,  which  is  the  image  of  the  objective  formed  by  the 
eyepiece,  is  outside  the  instrument  and  behind  it,  and  the  eye  is  placed 
there.  The  field  of  view  is  generally  limited  by  a  diaphragm  placed  in 
the  focal  plane  of  the  objective  :  if  this  were  not  present,  the  field 
would  be  limited  by  the  rim  of  one  of  the  lenses  of  the  eyepiece,  and 
there  would  be  a  "  ragged  edge "  of  the  field  seen  only  by  partial 
pencils.  The  field  of  view  is  of  course  the  angle  subtended  at  the 
centre  of  the  objective  by  this  diaphragm. 

The  magnifying  power  (§  17)  is  readily  seen  to  be  the  ratio  of  the 
focal  lengths  of  the  objective  and  eyepiece.  A  telescope  is  usually 
furnished  with  a  battery  of  eyepieces,  giving  various  magnifications. 

When  the  eyepiece  is  of  such  short  focal  length  that  the  magnifying 
power  of  the  telescope  is  greater  than  a  number  which  may  be  roundly 
stated  as  equal  to  the  diameter  of  the  objective  in  millimetres,  the 
definition  is  spoiled  by  the  diffraction  effects  discussed  in  §  34 :  from 
this  to  one-half  of  it  may  be  regarded  as  the  useful  range  of  magnifying 
power,  since  below  this  limit  the  capabilities  of  the  objective  are  not 
being  used  to  their  full  extent.  This  corresponds  to  an  exit-pupil  of 
1  to  2  mm.,  which  is  much  smaller  than  the  pupil  of  the  eye. 

If  the  object  viewed  is  a  star,  which  may  be  regarded  as  a 
mathematical  point,  the  brilliancy  varies  directly  as  the  light  gathered 
by  the  objective,  i.e.  as  the  square  of  the  aperture,  and  is  independent 
of  the  focal  length.  The  same  consideration  applies  to  the  rapidity  of 
an  astro-photographic  objective. 

The  aperture-ratio  (§  36)  of  a  telescope  objective  is  usually  about 
15  :  but  for  small  telescopes  it  is  frequently  smaller.  In  the  old 
telescopes,  which  were  constructed  before  the  disc  aiatic 
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combinations,  the  aperture-ratio  was  very  large :  this  was  in  order  to 
take  advantage  of  the  fact  that  the  influence  of  chromatic  aberration 
on  the  distinctness  of  an  object  is  inversely  proportional  to  the 
aperture-ratio. 

41.     The  astronomical  reflector. 

In  the  astronomical  reflecting  telescope,  the  light  from  a  celestial 
object  is  received  on  a  concave  mirror,  which  serves  the  same  purpose 
as  the  objective  of  a  refracting  telescope,  namely  to  form  a  real  image 
of  the  object  in  its  own  focal  plane.  This  image  can  either  be  allowed 
to  impress  itself  directly  on  a  sensitive  plate,  or  may  be  examined  by 
an  eyepiece.  In  the  latter  case,  it  is  necessary  to  insert  a  small  plane 


\ 


Fig.  a. 


Fig.  6. 


mirror  obliquely  in  the  path  of  the  rays  after  leaving  the  large  mirror, 
in  order  to  divert  them  to  the  side  of  the  telescope,  where  the  image  is 
formed  and  examined :  otherwise  the  head  of  the  observer  would  obstruct 
the  passage  of  the  incident  light  to  the  large  mirror.  This  con- 
struction is  known  as  the  Newtonian  reflector  (Fig.  a) :  the  path  of  the 
rays  from  a  star  P  to  its  real  image  p  will  be  obvious  from  the  diagram, 
Q  being  the  Targe  mirror  and  R  the  flat.  The  magnifying  power,  as 
in  the  case  of  the  refractor,  is  the  ratio  of  the  focal  lengths  of  the 
objective  and  eyepiece. 

In  certain  cases,  e..g.  the  photography  of  planets,  it  is  desirable  to 
obtain  on  the  sensitive  plate  an  image  on  a  larger  scale  than  would  be 
furnished  directly  by  the  concave  mirror  :  this  is  achieved  by  making 
use  of  what  is  essentially  the  same  principle  as  that  on  which 
telephotography  (§  37)  is  based,  namely  receiving  the  rays  from  the 
large  mirror  on  a  small  divergent  (i.e.  convex)  mirror  before  allowing 
them  to  form  a  real  image.  This  is  known  as  Cassegrain's  con- 
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struction  (Fig.  b).  The  path  of  the  rays  from  the  star  P  to  its  real 
image  p,  after  reflexion  at  the  large  mirror  Q,  the  convex  mirror  R,  and 
the  flat  S,  will  be  obvious  from  the  diagram. 

The  diaphragm  effective  in  limiting  the  aperture  of  the  image- 
forming  pencils  of  a  reflector  is  the  rim  of  the  large  mirror.  The  field 
of  view  of  a  visual  reflector  is  limited  by  the  rim  of  one  of  the  eyepiece 
lenses,  or  by  a  diaphragm  placed  in  the  plane  of  the  real  image  in 
order  to  exclude  the  part  of  the  image  formed  by  partial  pencils. 

The  correction  for  spherical  aberration  of  the  large  mirror  is  effected 
by  figuring  it  to  a  paraboloidal  form  :  as  we  have  seen  however  (§  24) 
this  does  not  remove  coma,  which  is  accordingly  an  outstanding  defect 
in  all  reflecting  telescopes. 

The  reflector  is  of  course  perfectly  free  from  chromatic  aberration, 
and  this  involves  a  further  advantage  over  the  refractor  in  that  it 
permits  the  construction  of  reflectors  having  a  much  smaller  aperture- 
ratio  than  refractors,  and  consequently  much  greater  rapidity  for 
objects  with  an  extended  area. 

The  aperture-ratio  of  the  large  mirror  of  a  modern  reflector  is 
usually  about  5  :  the  addition  of  a  convex  mirror,  which  usually  gives 
about  a  threefold  magnification,  raises  the  aperture-ratio  to  about  15 
in  Cassegrairi's  construction. 

For  the  above  reasons,  and  also  because  it  is  easier  to  construct  a 
mirror  than  an  objective  of  the  same  diameter,  and  therefore  easier  to 
secure  light-gathering  power,  the  reflector  is  specially  suited  for  the 
photography  of  nebulae. 

42.    Field,  Marine,  and  Opera  Glasses. 

The  visual  astronomical  telescope  cannot  be  applied  to  terrestrial 
uses  without  modification,  since  the  image  which  is  formed  by  the 
objective  and  examined  by  the  eyepiece  is  inverted.  It  is  possible 
to  surmount  this  difficulty  by  the  use  of  an  erecting  eyepiece, 
which  is  in  principle  similar  to  the  microscope  (§  43),  forming 
a  second  (erect)  real  image  in  its 
interior  :  but  the  instrument  so  con- 
stituted is  of  considerable  length  and 
cannot  be  supported  steadily  in  the 
hands  without  difficulty.  Accordingly 
field-glasses  were  until  recent  years 
always  formed  of  a  convergent  ob- 
jective combined  with  a  divergent 
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eyepiece  :  the  rays  after  leaving  the  objective  and  before  reaching  the 
plane  of  the  real  image  were  intercepted  by  the  eyepiece,  which 
destroyed  their  convergence  and  rendered  them  parallel  at  emergence. 
The  path  of  the  rays  will  be  evident  from  the  diagram. 

Since  no  real  image  is  formed  in  this  construction,  which  is  known 
as  the  Galilean  telescope,  there  is  no  inversion  of  the  object.  The 
diaphragm  effective  in  limiting  the  field  of  view  is  the  rim  of  the 
object-glass,  and  the  diaphragm  effective  in  limiting  the  aperture  of  the 
pencils  is  the  pupil  of  the  eye.  The  magnifying  power,  as  in  other 
telescopes,  is  the  ratio  of  the  focal  lengths  of  the  objective  and 
eyepiece. 

The  Galilean  telescope  has  a  much  smaller  field  of  view  than 
an  astronomical  telescope  of  the  same  magnifying  power ;  on  this 
account  the  best  modern  field-glasses  have  reverted  to  the  astronomical 
type  of  telescope,  with  a  device  suggested  originally  by  Porro  for 
re-erecting  the  object  and  shortening  the 
tube-length  of  the  telescope.  This  device, 
which  is  represented  in  the  annexed 
diagram,  is  to  interpose  a  prism  in  the 
path  of  the  light  when  it  has  travelled 
some  distance  from  the  objective  :  the  rays 
fall  normally  on  the  hypotenuse  face  of 
the  prism,  and  after  passing  through  the 
glass  to  one  of  the  other  faces  are  totally 
reflected,  passing  thence  to  the  third  face 
where  they  are  again  totally  reflected : 
after  this  they  travel  through  the  glass 
to  the  hypotenuse  face  again  and  emerge 
normally  from  the  prism.  The  effect  of 
the  two  total  reflexions  has  been  to  reverse 
the  direction  of  the  beam,  so  that  the  rays 
are  now  travelling  back  towards  the  ob- 
jective :  after  proceeding  some  distance  in 
this  direction  they  are  again  intercepted  by 
a  double-total-reflexion  prism,  with  its 
principal  section  at  right  angles  to  that  of 
the  first  prism :  this  once  more  reverses  the 
direction  of  the  beam  ard  sends  it  on  to 
the  eyepiece,  whence  it  passes  into  the  eye. 
A  field-glass,  formed  of  two  teJescopes  of 
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this  construction  (one  for  each  eye)  is  called  a  Prismatic  Binocular : 
the  folding  up  of  the  path  of  the  rays  by  the  two  reversals  greatly 
reduces  the  length  of  the  instrument,  and  the  total  reflexions  perform 
the  other  necessary  function  of  erecting  the  image.  The  magnifying 
power  of  a  Prism  Binocular  usually  ranges  from  6  to  12,  and  the  field 
ranges  from  3°  to  8°  in  diameter. 

43.    The  Microscope. 

The  simple  magnifying  glass  (§39)  cannot  advantageously  be 
constructed  to  give  magnification  above  a  certain  limit,  owing  in  part 
to  the  excessive  smallness  of  the  lens  which  would  be  required  for 
a  high  magnification.  In  order  to  pass  beyond  this  limit,  we  can 
conceive  an  astronomical  telescope  placed  immediately  behind  the 
magnifying  glass,  so  that  the  pencil  from  a  point  of  the  object  off  the 
axis,  after  being  converted  by  the  magnifying  glass  into  a  pencil 
of  nearly  parallel  rays,  passes  through  the  telescope  and  thereby 
increases  its  angle  of  divergence  from  the  axis  of  the  instrument.  In 
this  way  we  attain  a  magnifying  power  which  is  roughly  the  product  of 
the  magnifying  powers  of  the  magnifying  glass  and  the  telescope. 

This  arrangement  is  essentially  a  microscope,  the  combination  of  the 
magnifying  glass  and  telescope  objective  being  called  the  objective 
of  the  microscope,  and  the  telescope  eyepiece  being  the  eyepiece  of  the 
microscope.  The  object  to  be  viewed  is  placed  in  front  of  the 
microscope  objective  (which  always  consists  of  a  combination  of  several 
lenses,  and  has  a  very  short  focal  length)  at  a  distance  from  it  slightly 
greater  than  the  focal  length  :  a  real  enlarged  image  is  consequently 
formed  by  the  objective  and  examined  by  an  eyepiece. 

The  magnifying  power  of  the  entire  instrument,  which  we  have 
defined  in  §  17  as  the  ratio  of  the  linear  dimensions  of  image  and 
object  when  the  image  is  at  the  standard  distance  of  distinct  vision,  is 
readily  found  to  be  approximately  equal  to 

Length  of  tube  x  Conventional  distance  of  distinct  vision 
Focal  length  of  objective  x  Focal  length  of  eyepiece 

A  microscope  objective  must  be  designed  to  give  the  best  possible 
definition  when  a  small  field  of  view  is  seen  by  pencils  of  very  wide 
angular  aperture  :  the  incident  cones  of  light  have  apertures  as  great  as 
150°.  Consequently  of  the  aberrations  discussed  in  Chapter  II,  the 
most  important  in  the  construction  of  microscope  objectives  are, 
spherical  aberration,  coma  (the  sine-condition),  and  chromatic  aberration. 


68  THE   MICROSCOPE  [CH.   Ill 

The  pencils  are  of  such  wide  angle  that  spherical  aberration  must 
be  much  more  completely  removed  than  would  be  the  case  by  the 
satisfaction  of  the  approximate  condition  found  in  §  20 ;  this  further 
spherical  correction  is  usually  known  as  "  spherical  zones."  Moreover 
the  same  circumstance — the  wide  angle  of  the  pencils — causes  the 
chromatic  variation  of  the  spherical  aberration  (§  33)  to  assume 
serious  proportions,  and  in  all  good  objectives  it  is  specially  corrected. 
In  the  best  or  apochromatic  objectives  (§  33),  the  secondary  spectrum 
is  also  removed. 

In  high-power  objectives,  advantage  is  taken  of  the  property  of  the 
aplanatic  points  of  the  sphere  discussed  in  §  24  ;  the  front  lens  of  the 
objective  is  a  hemisphere  with  its  plane  face  turned  towards  the  object : 
below  this  is  a  film  of  cedar-wood  oil  (whose  refractive  index,  1*51,  is 
practically  the  same  as  that  of  the  hemisphere),  separating  the 
objective  from  a  cover-glass,  usually  018  mm.  thick,  which  protects  the 
object.  In  this  way  the  object  is  virtually  within  a  sphere  whose 
refractive  index  is  that  of  the  glass,  and  in  fact  is  situated  at  the 
internal  aplanatic  point  of  the  sphere,  a  magnified  image  being  formed 
at  the  external  aplanatic  point. 

An  immersion  objective  (i.e.  one  in  which  the  oil  is  used)  collects 
a  wider  cone  of  light  from  the  object  than  a  dry  objective  would  do  : 
for  if  the  cone  of  light  on  emerging  from  the  cover-glass  passes  into  air 
(as  happens  with  dry  objectives),  its  rays  are  bent  outwards  by  the 
refraction,  and  consequently  the  outermost  rays  of  the  cone  will  pass 
outside  the  rim  of  the  objective  ;  in  the  immersion  objective  they  are 
not  refracted  on  emergence  from  the  cover-glass,  and  so  pass  on  into 
the  objective. 

We  must  now  discuss  the  resolving  power  of  the  microscope.  The 
object  will  first  be  treated  as  if  it  were  self-luminous,  ignoring  the 
fact  that  it  is  actually  seen  by  light  directed  on  it  from  another 
source. 

Let  the  semi-vertical  angle  of  the  cone  of  light  issuing  from  the 
object  to  the  objective  be  0,  and  let  the  semi- vertical  angle  of  the  cone 
forming  the  image  be  0':  let  /x  denote  the  refractive  index  of  the 
cedar- wood  oil,  /*,  being  .replaced  by  unity  in  the  case  of  dry  objectives. 
The  quantity  /*  sin  0  is  called  the  numerical  aperture  of  the  objective, 
and  is  generally  denoted  by  the  letters  N.A.* 

The  wave-front  from  the  object,  being  limited  by  tthe  rim  of  the 

*  It  is  approximately  equal  to  the  ratio  of  the  radius  of  the  back  lens  of  the 
objective  to  the  focal  length  of  the  objective. 
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objective,  will  form  a  diffraction-pattern  at  the  image ;  regarding  the 
objective  as  compounded  of  a  magnifying-glass  and  a  telescope-objective 
in  juxtaposition,  we  can  apply  the  theorem  of  §  34,  which  at  once  shews 
that  the  radius  of  the  central  diffraction-disc  at  the  image  is 

1-22  X 

2tan0" 

where  X  is  the  wave-length  of  the  light.  If  m  denote  the  magnification, 
it  follows  that  the  centre  of  the  image  of  one  object  will  fall  exactly 
on  the  first  dark  ring  of  the  diffraction-pattern  of  a  second  object, 
provided  the  distance  apart  of  the  objects  is 

0-61  X 


Now  the  sine-condition  gives  the  equation 
**.    a,  =m,    or   N.A.  = 

and  as  sin  6'  and  tan  6'  are  practically  equal  (#'  being  a  small  angle),  we 
see  that  the  distance  apart  of  two  objects  which  can  just  be  resolved  is 

0-61 X 

N.A:  ' 

The  best  immersion  objectives  have  a  numerical  aperture  of  1/4  : 
taking  X='0005  mm.,  we  see  that  two  objects  which  can  just  be 
resolved  with  these  objectives  will  be  approximately  at  a  distance  apart 
equal  to 

0-61  x  -0005 

-  mm.,    or  "00022  mm. 
1*4 

In  this  discussion  we  have  however  neglected  one  fact  of  importance, 
namely  that  the  object  studied  by  the  microscope  is  not  truly  self- 
luminous,  but  is  illuminated  by  another  source  of  light.  The  importance 
of  this  distinction  was  first  shewn  by  Abbe,  who  observed  that  the 
light  incident  from  the  source  is  diffracted  by  the  object,  and  that  in 
order  to  obtain  an  image  correctly  representing  the  structure  of  the 
object  it  is  essential  that  the  objective  should  receive  the  whole  of 
this  diffractioirpattern.  If  this  condition  is  not  satisfied,  the  image 
obtained  will  represent  a  fictitious  object,  such  as  would  give  rise  to  a 
diffraction-pattern  consisting  of  those  parts  of  the  actual  diffraction- 
pattern  which  are  transmitted  by  the  objective. 
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44.    The  Prism  Spectroscope. 

A  spectroscope  is  an  instrument  designed  for  the  work  of  analysing 
any  given  composite  radiation  into  its  constituent  simple  radiations, 
each  with  its  own  wave-length.  In  the  prism  spectroscope,  this  is  done 
by  taking  advantage  of  the  fact  that  the  refractive  index  of  glass  for  any 
kind  of  light  depends  on  the  wave-length  of  the  light,  and  that  conse- 
quently radiations  of  different  wave-lengths  can  be  separated  from  each 
other  by  causing  them  to  pass  through  a  glass  prism,  i.e.  a  piece  of 
glass  bounded  by  two  optically-plane  faces  inclined  to  each  other. 

If  for  example  the  light  which  it  is  desired  to  analyse  is  that 
produced  by  the  flame  of  a  Buiisen  burner,  in  which  a  salt  of  sodium  is 
volatilised,  the  usual  practice  is  to  throw  an  image  of  the  flame  (by 
means  of  a  convergent  lens)  on  a  narrow  slit  between  two  jaws  of  metal, 
so  that  the  opening  of  the  slit  is  strongly  illuminated  by  the  yellow 
light.  This  slit  is  placed  in  the  focal  plane  of  a  telescope  objective,  so 
that  the  sodium  light  which  is  able  to  pass  between  the  jaws  of  the 
slit  travels  on  to  the  objective  and  is  there  converted  into  a  parallel 
beam.  In  this  condition  it  is  received  on  one  face  of  a  prism,  and 
passes  through  the  glass  and  out  at  the  other  face ;  the  beam  is  then 
received  normally  on  another  telescope  objective,  in  the  focal  plane  of 
which  two  images  of  the  slit  are  formed  close  together ;  these  images 
correspond  to  two  kinds  of  yellow  radiation  emitted  by  the  sodium 
flame,  which  have  followed  slightly  different  paths  in  the  prism  and 
have  thus  become  separated.  Each  kind  of  radiation  emitted  by  the 
original  source  of  light  will  give  rise  in  this  way  to  a  distinct  final  image 
of  the  slit :  these  slit-images  are  called  spectral  lines,  and  collectively 
form  the  spectrum  of  the  source  of  light :  they  may  be  allowed  to 
impress  themselves  on  a  sensitive  plate,  or  may  be  examined  visually 
with  an  eyepiece. 

The  slit  and  the  first  telescope  objective  are  together  called  the 
collimator  :  and  the  collimator,  prisms  (the  light  may  pass  through 
more  than  one  prism  successively),  and  final  telescope,  constitute  a 
prism  spectroscope. 

"We  shall  first  find  the  dispersion  produced  by  the  train  of  prisms, 
i.e.  the  differential  effect  of  the  prisms  on  two  radiations  of  slightly 
different  wave-lengths.  Suppose  that  the  light  consists  of  two  kinds 
of  radiation,  for  one  of  which  the  refractive  index  is  typified  by  /tx  and 
for  the  other  by  /x,  +  S/w.  :  and  let  80  denote  the  angle  between  the  two  v 
emergent  beams  corresponding  to  these  two  kinds  of  radiation  :  we 
shall  now  find  SO*. 

*  The  method  is  due  to  Lord  Bayleigh. 
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Let  PQ  be  a  wave- front  at  incidence  on  the  prism-train,  P'Q'  the 
corresponding  piece  of  a  wave-front  for 
the  radiation  /x  after  emergence  from  the 
prisms  into  air.   PP'  and  QQ'  the  paths 
of  the  rays  from  P  to  P'  and  from  Q  to 
Q'  for  this  radiation,  RQ'  and  SP'  the 
paths  from  the  wave-front  PQ  to  Q'  and 
P'  for  the  light  /x  +  S/x,  and  T  the  point      p/ 
in  which  the  path  SP'  meets  the  wave- 
front  of  the  light  /x  +  S/x  through  Q'. 

A  P'T1 

Then    80  =  P'§T=  pTp 

=  p77j7  x  Difference  of  values  of  I  (V  +  S/x)  efo 

taken  along  the  paths  /STand  SP',  since  along  P'T  we  have  /x  +  S/x  =  1. 
Thus         P'Q'.M=t     (/x  +  S/x) <fc -  f     (/x  +  S/x) <fo, 

./.RQ'  JSP' 

the  integral  having  the  same  values  along  the  paths  ST  and  RQ't  since 
it  is  proportional  to  the  time  of  propagation  of  the  (/x  +  S/x)  wave. 

Now  I     fjids=  I     f*ds, 

J  EQ'  JQQ' 

by  the  stationary  property  of  fads  (§  3) 


/ 
Jp 


'PP' 

since  the  time  of  propagation  of  the  /x  wave  is  the  same  from  any  point 
on  PQ  to  the  corresponding  point  on  P'Q', 


~L. 


ISP' 

by  the  stationary  property  of  fads. 
Thus  we  have 

P'Q'  .  S0  =  (     S/x .  ds  -  (     S/x .  ds 

J  EQ'  J  PP' 

S/x .  ds  —  I     S/x .  ds, 

QQ'  J  PP' 

to  our  degree  of  approximation. 

If  the  prisms  are  all  formed  of  the  same  variety  of  glass,  this 
becomes 


•/, 


QQ>  JPP' 
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where  the  integration  is  now  to  be  taken  only  over  those  portions  of 
the  path  which  are  inside  the  prisms,  omitting  the  parts  which  are  in 
air.  Thus  if  t  denote  the  difference  of  the  lengths  of  path  travelled  in 
glass  by  the  two  sides  of  the  beam,  and  if  a  denotes  the  breadth  of  the 
emergent  beam,  the  last  equation  can  be  written 


Now  if  X  and  X  +  8/x  denote  the  wave-lengths  of  the  two  radiations 
/*  and  />t  +  S/A,  the  resolving  power  of  the  spectroscope  is  (§  35)  &S0/SA.. 
Thus  we  have  the  result  that  the  resolving  power  of  a  prism  spectroscope 


s 


where  t  denotes  the  difference  of  tJie  lengths  of  path  travelled  in  the  glass 
of  the  prisms  by  the  two  sides  of  the  beam,  and  d^d\  is  the  rate  of  change 
of  refractive  index  with  wave-length. 

In  the  most  usual  case,  one  side  of  the  beam  passes  through  the 
refracting  edges  of  the  prisms,  i.e.  it  does  not  travel  any  distance  at  all 
in  the  glass  :  and  t  then  denotes  practically  the  total  length  of  those 
sides  of  the  prisms  which  are  opposite  the  refracting  edges.  Roughly 
speaking,  one  cm.  of  glass  is  required  in  order  to  resolve  the  yellow 
light  of  sodium  into  its  two  component  radiations.  It  must,  however, 
be  remembered  that  the  formula  has  been  derived  on  the  assumption 
that  the  slit  is  infinitely  narrow  :  the  small  though  measurable  breadth 
of  the  slit  diminishes  the  power  of  resolution. 

In  the  early  prism  spectroscopes  it  was  customary  to  use  a  large 
number  of  small  prisms  —  often  12  or  more  —  in  order  to  obtain  a  high 
resolving  power.  The  same  end  is  now  better  attained  by  using  a 
smaller  number  of  prisms  —  generally  not  more  than  four  —  of  much 
larger  size.  In  the  older  arrangement  the  large  dispersion  caused  a  great 
separation  of  the  different  coloured  beams  even  before  their  passage 
through  the  last  prisms  of  the  train,  and  consequently  made  it  impos- 
sible for  them  to  pass  all  together  through  the  last  prism  :  the  full 
resolving  power  of  the  instrument  was  therefore  only  displayed  over  a 
very  narrow  range  of  the  spectrum  at  once.  This,  though  not  a  matter 
of  much  consequence  in  visual  spectroscopes,  where  different  parts  of 
the  spectrum  can  readily  be  brought  to  the  centre  of  the  field  in  turn, 
would  be  a  serious  defect  if  it  were  desired  to  photograph  the  spectrum. 
The  loss  of  light  by  reflexion  at  the  faces  of  the  prisms  was  also  much 
greater  in  the  old  than  in  the  new  type  of  spectroscope. 
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PEEFACE 

TN  Gauss's  Dioptrische  Untersuchungen  there  is  little  trouble  with 
sign  conventions,  and  continued  fractions  are  not  employed. 
These  are,  however,  prominent  features  in  more  recent  presentations 
of  the  first-order  theory  of  the  optical  instrument,  and  render  the 
subject  somewhat  difficult  to  the  beginner. 

It  is  the  aim  of  the  present  Tract  to  eliminate  all  unnecessary 
difficulties  and  to  give  a  quite  elementary  account  of  the  theory  ;  and, 
to  this  end,  it  has  seemed  desirable  to  follow  (in  Sections  I — IV)  the 
general  lines  of  Gauss's  memoir.  I  am  indebted  to  a  suggestion  of 
Mr  T.  J.  I'A.  Bromwich  for  a  feature  of  the  present  scheme  which 
seems  to  me  to  mark  a  great  advance  in  simplification,  namely  the 
postponing  of  the  study  of  the  functional  form  of  the  constants  of  the 
instrument  till  after  its  general  optical  properties  have  been  established, 
and  the  employing  of  an  elementary  theorem  in  algebraic  linear  trans- 
formations to  obtain  the  fundamental  equations  and  the  relation 
between  the  constants. 

Limits  of  space  have  prevented  any  close  examination  of  the 
application  of  the  theory  to  particular  instruments,  but  one  or  two 
questions  in  connection  with  the  equivalent  thin  lens  and  the  adjust- 
ment of  field-glasses,  not  usually  treated  in  text-books,  have  been 
discussed ;  and  a  few  pages  have  been  devoted  to  bringing  reflecting 
instruments  within  the  scope  of  the  theory. 

In  Section  IX  a  brief  and,  I  hope,  easy  account  is  given  of  the 
third-order  aberrations. 


VI  PREFACE 

I  am  deeply  indebted  to  Mr  Bromwich  for  reading  the  manuscript, 
for  his  assistance  in  drawing  up  the  syllabus  which  constitutes 
Section  X,  and  for  other  most  valuable  suggestions.  My  thanks  are 
due  to  Mr  W.  M.  Page,  Fellow  of  King's  College,  for  reading  the 
proofs,  and  to  Mr  S.  D.  Chalmers,  of  the  Northampton  Institute,  for 
giving  me  the  benefit  of  his  knowledge  of  technical  optics. 
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THE  ELEMENTAEY  THEOEY   OF  THE 
SYMMETRICAL    OPTICAL    INSTRUMENT. 


I.  APPROXIMATE  FORMULAE  FOR  A  SUCCESSION  OF 
REFRACTIONS  AT  NEARLY  NORMAL  INCIDENCE. 

1.    Analytical  formulae  expressing  the  laws  of  refraction. 

These  laws  are  :  (i)  The  incident  ray,  the  refracted  ray,  and  the 
normal  to  the  refracting  surface  at  the  point  of  incidence  are  in  one 
plane,  (ii)  The  ratio  of  the  sines  of  the  angles  of  incidence  and 
refraction  is  a  constant,  depending  only  on  the  nature  of  the  media 
in  which  the  light  is  propagated. 

It  is  important  to  express  these  laws  in  terms  of  the  direction 
cosines  of  the  lines  involved.  Let  ^  be  the  index  of  refraction  of  the 
medium  in  which  is  the  incident  ray,  //  the  index  of  the  medium  in 
which  is  the  refracted  ray;  let  the  cosines  of  the  incident  ray  be 
(I,  m,  n),  those  of  the  refracted  ray  (/',  m,  n'\  those  of  the  normal 
to  the  refracting  surface  at  the  point  of  incidence,  drawn  towards 
the  medium  //,  (L,  M,  N) ;  let  the  angles  of  incidence  and  refraction 
be  <£  and  <j>'  respectively. 

In  the  diagram  AO  is  the  incident  ray,  OC  the  refracted  ray,  and 
OK  the  normal.  On  the  incident  ray  produced  a  point  B  is  taken  so 
that  OB  is  ^  units  of  length,  and  on  the  refracted  ray  a  point  C  is 
taken  so  that  OC  is  /*'  units  of  length.  BJ,  CK  are  perpendiculars 
drawn  to  the  normal.  Then  the  angles  BOJ,  COK  are  </>,  <f>'  respec- 
tively, and  the  lengths  of  JB  and  KG  are  //-  sin  <£  units  and  ^  sin  <j>' 
units  respectively. 

The  first  law  tells  us  that  JB  and  KG  are  in  the  same  plane 
through  JK,  and  therefore  parallel  to  one  another.  The  second  law 
tells  us  that  JB  and  KG  are  of  the  same  length.  The  two  laws  are 
expressed  in  the  statement  that  JB  and  KG  have  equal  projections  on 
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LAWS   OF   REFRACTION 


each  of  the  coordinate  axes.     Now  the  projection  of  JB  is  the  excess 
of  the  projection  of  OB  over  that  of  OJ\  and  OB  is  of  length  /u.  and 


has  cosines  (/,  m,  n),  while  OJ  is  of  length  ^  cos  <j>  and  has  cosines 
(L,  M,  N).  Likewise  the  projection  of  KG  is  the  difference  of  the 
projections  of  OC  and  OK.  So  the  equalities  of  the  projections  of 
JB  and  KG  on  the  three  axes  of  coordinates  are  expressed  by 
equations  of  the  type 

pl-  p  cos  <£  L  =  fil'  -  /  cos  <£'  '  L. 

Rearranging,  we  get  the  following  equations  to  express  the  laws  of 
refraction  : 

pl'-pl  =  (/*'  cos  <£'  -  fji  cos  <£)  L   \ 

fjifm  -  pm  =  (X  cos  </>'  -  /w-  cos  <£)  M  \  ...............  (1). 

pri  —  pn  =  (/*'  cos  <£'  -  ft  cos  </>)  JVj 

The  three  equations  are  not  all  independent,  as  is  readily  seen  by 
multiplying  them  by  L,  M,  N  respectively  and  adding,  it  being 
remembered  that  2LT  =  cos<J>',  and  ^Ll  =  cos  <£. 


2.    Approximate  formulae  for  nearly  normal  incidence. 

When  the  incident  ray  is  very  nearly  normal,  it  is  readily  seen 
that  the  refracted  ray  is  also  very  nearly  normal.  It  is  therefore 
possible  so  to  choose  the  axis  of  z  that  it  shall  be  nearly  parallel  to  the 
incident  ray,  the  refracted  ray,  and  the  normal  at  the  point  of  in- 
cidence. When  the  axis  of  z  has  been  so  chosen,  /,  m,  /',  m,  L,  M, 
are  all  small.  We  shall  obtain  approximate  formulae  on  the  hypothesis 
that  these  quantities  are  so  small  that  their  squares  and  products  may 
be  neglected  ;  this  is  equivalent  to  the  supposition  that  aberration  is 
to  be  neglected. 

On  this  hypothesis  n,  which  is  equal  to 

(l-/2-<)*, 
differs  from  unity  by  small  quantities  of  the  second  order;  so  also 
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n  and  N.  Hence  we  may  replace  all  three  by  unity.  Also  <£  and  <£' 
are  small  of  the  same  order  as  I,  etc.  ;  so  cos  <£,  cos  $  differ  from  unity 
by  small  quantities  of  the  second  order,  and  may  be  replaced  by  unity. 
Thus  the  third  of  equations  (1)  becomes,  on  the  basis  of  the 
proposed  approximation,  an  identity;  and  the  other  two  take  the 
forms 


3.  Expression  of  L,  M  in  terms  of  the  coordinates  of 
the  point  of  incidence. 

The  most  usual  application  of  the  formulae  (2)  is  to  the  case  in 
which  a  pencil  of  rays  pass  nearly  normally  through  a  comparatively 
small  portion  of  the  refracting  surface,  so  that  the  rays  and  the 
normals  at  all  the  points  of  incidence  are  very  nearly  parallel  to  one 
another.  It  is  then  advantageous  to  take  as  axis  of  z  the  normal  at 
some  one  of  the  points  of  incidence,  say  at  a  point  so  centrally 
situated  that  it  may  be  called  the  centre  of  the  portion  of  the  surface 
through  which  refraction  takes  place  ;  the  ray  incident  at  this  point 
may  be  called  the  central  ray  of  the  pencil  ;  it  need  not  be  more 
precisely  defined. 

Unless  the  point  at  which  the  axis  of  z  is  normal,  say  (0,  0,  c),  is 
a  singular  point  on  the  refracting  surface,  the  part  of  the  surface  in 
the  neighbourhood  of  this  point  can  be  approximately  represented  by 
an  equation  of  the  type 

2  (>-c)  +  a;rJ  +  2te/  +  fy2  =  0  ..................  (3), 

the  approximation  neglecting  terms  of  the  third  order  in  as  and  y. 
The  constants  a,  k,  b  are  of  course  known  when  the  shape  of  the 
surface  is  known. 

At  the  point  (#,  y,  z)  the  cosines  of  the  normal  are  approximately 


when  the  squares  and  products  of  x,  y  are  neglected.  The  first  two  of 
these  may  be  substituted  for  L,  M  in  the  formulae  (2),  and  so  we  get 
the  refraction  of  the  ray  incident  at  (x,  y,  z)  determined  by  the 
equations 


_ 
pm  =  (X  —  /A)  (fix  +  by)  ) 

It  is,  of  course,  possible  to  choose  the  coordinate  planes  of  x  and  y 

1—2 
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so  that  the  h  of  formula  (3)  shall  be  zero.  If  this  were  done  the 
approximate  equation  of  the  surface  would  take  the  form 

T2          4/2 

2(*-c)  +  -+*-=0     .....................  (5), 

Pi         P2 

and  PI,  p2  would  be  the  principal  radii  of  curvature  of  the  surface  at 
the  point  (0,  0,  c),  reckoned  positive  when  the  corresponding  con- 
vexities of  the  surface  are  towards  the  medium  //.  The  formulae 
which  would  then  take  the  place  of  (4)  are 


,pl  ..................  (6). 

/*    —  M 

fim  =  —    — 

Pa 

4.  A  series  of  refracting  surfaces  having  a  common 
normal. 

When  a  ray  traverses  a  succession  of  different  media  arranged  in 
such  a  way  that  the  refracting  surfaces  have  a  common  normal  with 
which  the  ray  is  always  nearly  coincident,  it  is  interesting  to  see  how 
the  equations  of  the  previous  Article  enable  us  to  derive  from  a  know- 
ledge of  the  position  of  the  ray  before  its  first  incidence  a  complete 
specification  of  the  ray  after  its  final  emergence. 

The  incident  ray  (say  in  a  medium  /x0)  is  known  when  we  know  its 
cosines  10,  m0,  and  the  coordinates  (#1}  ylt  z-^)  of  the  point  where  it 
meets  the  first  surface, 

2  (z  -  cO  +  «!#*  +  2h:a:y  +  bly*  =  0. 

Clearly  Zi  differs  from  c^  only  by  quantities  of  the  second  order,  so  we 
may  replace  ^  by  cl5  and  regard  the  incident  ray  as  specified  by  the 
four  quantities  4>  ^o>  #i>  y\* 

After  the  first  refraction  (into  a  medium  /xj)  the  cosines  of  the  ray 
are  changed  to  /lf  MI,  given  by  the  equations 


Equations  of  this  type,  which  determine  the  change  of  direction  due  to 
refraction,  may  be  called  "  optical  "  equations. 

The  coordinates  (#2,  y^  c2)  of  the  point  where  the  refracted  ray 
meets  the  second  refracting  surface 

2  (z  -  c2)  +  a^  +  2/izXy  +  b2y*  =  0, 
can  be  obtained  by  putting  z  =  c2  (a  sufficient  approximation)  in  the 
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equations  of  the  ray,  i.e.  of  the  line  which  proceeds  from  (xlt  ylt  GI)  in 
the  direction  (llt  mlt  1).     Now  the  equations  of  this  line  are 

0  -  #0/^1  =  (y-  #0/0*1  =  z  -  ci  > 

and  so  x*,  y»  are  determined  by  the  equations 


-Cj)  \ 
-cO  J 


Equations  of  this  type,  which  determine  the  coordinates  of  a  point 
of  refraction  in  terms  of  those  of  the  previous  point  of  refraction,  may 
be  called  "geometrical"  equations. 

Having  found  #2,  #2  by  the  geometrical  equations,  we  are  in  a 
position  to  use  the  optical  equations  corresponding  to  the  next 
refraction,  viz. 


equations  which  we  could  not  use  till  we  knew  #2,  2/2>  but  which  now 
give  us  the  values  of  4,  w2. 

Eliminating  /a,  mx  from  the  six  equations  we  are  left  with  four 
equations  which  give  us  explicit  formulae  for  #2,  y2,  /2,  w2  in  terms  of 
h,  m0i  Xi,  yim,  that  is,  the  quantities  specifying  the  ray  in  the  medium 
/^  in  terms  of  the  quantities  that  specify  the  incident  ray. 

Thus  the  problem  of  refraction  is  solved  for  the  case  of  two 
surfaces.  If  there  are  n  surfaces  and  n+\  media,  we  get  in  a  similar 
manner  2w  optical  equations  and  2w  -  2  geometrical  equations.  From 
these  we  can  eliminate  successively  the  &n  —  6  quantities 

/!,  mlt  x.2,  yz,  4,  w2,  zS)  3/33  •••  ^n-i,  3/n-i,  4-i,  ^n-i, 
and  obtain  finally  four  equations  expressing  xnt  yn-,  4»  ^n»  the  quan- 
tities  specifying  the   emergent  ray,   in  terms  of  10,  mo,  x\9  y\,  the 
quantities  that  specify  the  incident  ray*. 

5.  Case  in  which  all  the  refracting  surfaces  are  sym- 
metrical about  the  same  two  planes  through  the  axis. 

By  suitable  choice  of  the  planes  of  x  and  y  it  is  always  possible  to 
make  the  coefficient  of  xy  in  the  equation  of  one  of  the  refracting 
surfaces  vanish  ;  but  in  general  this  choice  would  leave  the  corre- 
sponding coefficients  for  all  the  other  surfaces  different  from  zero.  But 
if  the  surfaces  are  such  that  their  indicatrices  at  the  points  where  they 
are  met  by  the  common  normal  (the  axis  of  0)  all  have  their  principal 

*  Cf.  Prof.  R.  A.  Sampson  on  Gauss's  Dioptrische  Untersuchungen,  Proc. 
London  Math.  Soc.  xxxix.  1898,  p.  33. 
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axes  in  the  same  two  directions,  then  the  same  choice  of  coordinate 
planes  will  make  all  the  ^'s  vanish  simultaneously. 

In  this  case  the  equations  of  the  preceding  Article  are  greatly 
simplified,  for  when  all  the  h's  are  zero,  the  equations  divide  them- 
selves into  two  sets,  one  set  involving  only  ar's  and  Fs,  the  other  set 
involving  only  #'s  and  m's.  To  solve  the  problem  of  n  surfaces  we  now 
have  only  to  eliminate  the  2»  -  3  quantities  /1}  #2,  ts---#n-i»  4-i5  from 
the  n  optical  and  the  n-l  geometrical  equations  of  the  first  set.  The 
result,  with  suitable  change  of  symbols,  serves  also  for  the  corresponding 
equations  of  the  second  set  ;  so  that  in  this  particular  case  the  labour 
of  elimination  is  much  less  than  half  that  required  in  the  general  case. 

6.    Form  of  the  results  in  the  general  case. 

Taking  the  #'s,  y's,  /'s,  m's  in  the  order  which  presents  itself 
naturally  as  one  follows  the  course  of  a  ray,  we  see  that  each  of 
these  quantities  is  a  homogeneous  linear  function  of  those  that  precede 
it.  Consequently  when  the  elimination  has  been  performed  we  get 
&n,  Vn>  In,  ^n  as  homogeneous  linear  functions  of  4,  m0,  x^,  ylf  A 
more  useful  result  is  arrived  at  if  we  specify  the  positions  of  the 
entering  and  the  emergent  rays,  not  by  the  coordinates  (#n  y^\ 
(#«»  y*)  of  the  points  where  they  meet  the  planes  z  =  c1}  z  =  cn,  but 
by  the  coordinates  (£0,  ^0),  (£,  "n)  of  the  points  where  they  respectively 
meet  two  other  arbitrarily  selected  planes  Z  =  GI  —p,  z  =  cn  +  q,  which 
we  call  planes  of  reference.  This  implies  the  introduction  of  four 
more  geometrical  equations,  namely  two  of  the  type 


and  two  of  the  type  %  =  xn  +  ql, 

and  the  addition  of  #1}  ylt  xn,  yn  to  the  quantities  to  be  eliminated. 
If  we  denote  by  as  with  double  suffix  the  coefficients  in  the 
expressions  for  /,  m,  #n,  yn  in  terms  of  #1}  ylt  /„,  m0,  so  that,  for 
example,  l  =  anxl^-  a^y^  a^lQ  +  a^mQ)  it  is  readily  verified  that  the 
suggested  elimination  leads  to 


+  qau  +pqa)  m0 


m 

and  two  others  which  we  may  regard  as  contained  in  these  two,  since 
they  may  be  derived  by  differentiating  with  respect  to  q  and  remem- 
bering that 

£-*  £-«. 

dq  oq 
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Thus  the  whole  theory  of  the  set  of  n  surfaces  is  contained  (to 
the  degree  of  approximation  postulated  at  the  outset)  in  two  linear 
equations  involving  a  rather  large  array  of  constants*. 

7.  Optical  interpretation  of  the  equations  for  the  general 
case. 

Without  going  into  detail,  it  may  be  useful  to  indicate  how  these 
equations  may  be  interpreted  optically,  in  other  words  to  shew  how 
they  give  us  information  as  to  the  image  formed  by  the  rays  of  light 
that  proceeded  originally  from  a  given  bright  point.  We  regard 
(£o>  ^o,  c\—p)  as  the  coordinates  of  the  bright  point,  and  suppose  a 
white  screen  to  be  placed  in  the  plane  z  =  cn  +  g.  If  we  fix  attention 
on  the  ray  which  sets  out  from  the  source  in  a  given  direction, 
specified  by  given  values  of  /0  and  m0,  the  equations  tell  us  the  co- 
ordinates of  the  point  in  which  the  ray  after  refraction  strikes  the 
screen.  If  the  pencil  of  refracted  rays  form  a  point  image,  it  must 
be  possible,  namely  by  placing  the  screen  where  it  will  receive  the 
image,  to  make  all  the  refracted  rays  strike  the  screen  in  the  same 
point  ;  in  fact,  it  must  be  possible  to  give  such  a  value  to  q  that  £  and 
f]  shall  be  independent  of  10  and  m0.  This  means  that  the  giving  of  a 
suitable  value  to  q  makes  four  coefficients  vanish.  Though  these  four 
conditions  are  not  all  independent,  they  are  in  general  equivalent  to 
three  independent  conditions,  and  so  cannot  be  simultaneously  satisfied 
except  in  special  cases. 

Failing  to  obtain  a  point  image,  we  next  try  to  find  the  positions 
of  the  focal  lines  of  the  pencil  of  emergent  rays.  For  the  points  in 
which  the  rays  strike  the  screen  to  lie  in  a  straight  line,  the  necessary 
and  sufficient  condition  is  that  there  should  be  a  linear  relation 
between  £  and  t]  with  coefficients  independent  of  10  and  m0.  This 
is  the  case  if  the  same  value  of  A.  makes  the  coefficients  both  of  4  and 
of  m0  vanish  in  the  expression  for  Z  +  fy.  The  condition  is  therefore 
the  vanishing  of 


a  43  +  pa4l 

There  are  two  values  of  q  which  satisfy  this  condition,  and  these 
define  the  positions  of  the  two  focal  lines  of  the  emergent  pencil. 

*  Amongst  the  16  constants  there  are  6  relations,  which  are  the  conditions  for 
the  existence  of  a  Characteristic  Function.  For  the  form  of  the  relations  see 
Sampson,  I.e.  pp.  38,  39  ;  for  the  connexion  with  the  Characteristic  Function  see 
Bromwich,  Proc.  London  Math.  Soc.  xxxi.  1899,  p.  8. 
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8.     Case  of  two  planes  of  symmetry. 

When  the  surfaces  are  as  described  in  Article  5,  the  mathematical 
solution  of  the  refraction  problem  is  much  simpler.  The  equations 
reduce  to 


and  the  optical  interpretation  is  easier  than  in  the  general  case. 


II.     THE    MATHEMATICAL    SOLUTION    OF    THE    REFRACTION 
PROBLEM    FOR    A    SYMMETRICAL    INSTRUMENT. 

9.  The  symmetrical  optical  instrument. 

We  proceed  now  to  the  detailed  discussion  of  a  very  particular  case 
of  the  general  arrangement  discussed  in  Article  4,  namely  the  case  in 
which  all  the  refracting  surfaces  are  symmetrical  with  respect,  not 
merely  to  two  planes,  but  to  every  plane  through  the  axis  of  z.  The 
refracting  surfaces  are  then  necessarily  surfaces  of  revolution  having 
the  axis  of  z  as  common  axis  of  revolution  ;  they  are  generally  spheres, 
but  are  sufficiently  well  represented  by  approximate  equations  of  the 
type 

2(>-c)+^-  =  0     (10). 

Such  an  arrangement  is  called  a  symmetrical  optical  instrument,  and 
is  the  kind  of  instrument  most  frequently  employed  in  every-day  life. 
The  approximate  theory  here  developed  applies  to  any  symmetrical 
instrument  which  is  used  in  such  a  way  that  the  rays  which  it  trans- 
mits are  very  nearly  parallel  to  the  axis,  for  example  the  telescope 
and  opera-glass ;  it  is  practically  useless  in  the  case  of  wide-angle 
instruments  such  as  the  microscope  or  portrait-camera. 

10.  Power  of  a  single  spherical  refracting  surface. 
When   refraction   takes  place  from  a  medium   of  index  /*  to  a 

medium  of  index  /*'  through  a  surface  represented  approximately 
by  equation  (10),  the  optical  equations  are  equations  (6)  of  Article  3, 
simplified  by  the  equality  of  both  p1  and  p2  to  p.  They  are,  in  fact, 


.(11). 

?}'. 
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Thus  it  appears  that,  to  the  approximation  contemplated,  the  optical 
properties  of  the  spherical  refracting  surface  are  all  contained  in  the 
single  constant 


This  constant  is  called  the  "diverging  power"  or  simply  the  "power" 
of  the  surface,  and  is  usually  denoted  by  K. 

It  is  most  important  that  the  definition  of  the  power  of  a  surface 
should  be  understood  precisely,  without  confusion  on  account  of  the 
conventions  of  sign  which  are  implicitly  involved  in  the  above  formula. 
These  conventions  are  ultimately  two,  namely  (i)  that  the  light  passes 
from  the  medium  ^  into  the  medium  //,  and  (ii)  that  p  is  positive 
when  the  convexity  of  the  refracting  surface  is  towards  the  second 
medium. 

Suppose  the  direction  of  the  ray  of  light  to  be  reversed.  Then  p! 
becomes  the  index  of  the  first  medium,  and  /A  that  of  the  second,  so 
that  n-p  must  take  the  place  of  //-/*  in  formula  (12);  but  con- 
vexity towards  the  medium  /x'  is  concavity  towards  the  medium  /*, 
which  is  now  the  second  medium,  so  that  the  case  required  by 
definition  is  that  in  which  p  is  negative,  and  —  p  must  take  the 
place  of  p  in  the  denominator.  Thus  the  power  of  the  surface  for 
a  ray  going  from  p!  to  /x  is 


-p  ' 


that  is,  the  same  as  before.  Thus  it  appears  that  the  power  of  a 
surface  is  not  altered  by  reversing  the  ray,  and  its  definition  has 
nothing  to  do  with  the  sense  in  which  the  ray  passes. 

The  second  of  the  conventions  is  thus  the  only  one  that  affects  the 
definition  of  the  power,  and  its  bearing  on  the  definition  is  clearly 
summed  up  in  the  following  rule  : 

The  power  of  a  refracting  surface  is  to  be  regarded  as  positive 
when  the  medium  on  the  convex  side  of  the  surface  has  a  greater 
refractive  index  than  the  medium  on  the  concave  side;  the  power  is 
negative  when  the  medium  of  greater  index  is  on  the  concave  side. 

This  is  only  another  way  of  saying  that  K  is  positive  if  /*'  >  p>  and 
P  >  0,  or  if  fjif  <  fji  and  p  <  0. 

For  a  plane  refracting  surface  p  is  infinite,  and  K  is  zero. 

The  optical  equations  for  a  surface  of  power  K  are 

pm^Ky (13). 
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11.    Reduced  projected  inclinations  of  a  ray. 

The  equations  of  the  ray  in  the  medium  /*,  being  of  the  form 


it  follows  that  the  equation  of  the  projection  of  the  ray  on  the  plane  of 
xz  is  of  the  form 

X  -  a  =  I  (z  —  y). 

Hence  /  is  the  tangent  of  the  angle  that  this  projection  of  the  ray 
makes  with  the  axis  of  z,  or,  to  our  degree  of  approximation,  the  angle 
itself.  In  fact  I  and  m  are  the  inclinations  to  the  axis  of  z  of  the 
projections  of  the  ray  on  the  coordinate  planes  through  that  axis.  We 
call  /  and  m  the  "projected  inclinations  "  of  the  ray. 

Putting  1*1  =  8,  pm  =  c,  we  may  call  8  and  e  the  "reduced  projected 
inclinations"  of  the  ray,  the  word  "reduced"  in  this  connexion 
meaning  that  the  projected  inclinations  are  multiplied  by  the  index 
of  the  medium  in  which  the  ray  is  passing. 

In  terms  of  this  notation,  the  optical  equations  for  a  single  surface 
take  the  form 

V-S  =  KX,      e'-€  =  Ky....  ...................  (14). 

12.    Divergence  produced  by  a  refracting  surface. 

If  the  effect  of  refraction  were  an  increase  in  the  projected  inclina- 
tions of  each  ray,  a  pencil  of  rays  would,  after  passing  through  the 
surface,  be  more  divergent  or  less  convergent  than  before  ;  the  surface 
would  literally  produce  divergence.  But  it  is  to  be  noticed  that  the 
optical  equations  give  information,  not  as  to  the  changes  produced  by 
the  refraction  in  the  projected  inclinations,  but  as  to  the  changes 
produced  in  the  reduced  projected  inclinations  ;  and  the  power  of  the 
surface  measures  the  degree  to  which,  for  a  given  point  of  incidence, 
it  is  capable  of  increasing  the  reduced  projected  inclinations.  It  is 
therefore  convenient  to  abandon  the  literal  meaning  of  the  word 
"  divergence,"  and  to  apply  the  term  to  what  is  really  quite  different, 
namely  increase  of  the  reduced  projected  inclinations.  With  this 
understanding,  a  diverging  surface  is  one  whose  power  is  positive,  a 
converging  surface  is  one  whose  power  is  negative.  A  plane  surface 
produces  neither  convergence  nor  divergence. 

In  the  case  of  an  instrument  consisting  of  several  surfaces,  if  thev 
first  and  last  media  are  the  same  there  is  no  difference  between  the 
literal  and  the  special  meanings  of  divergence.  Thus  a  double  convex 


11-14]  REDUCED   DISTANCES  11 

lens  is  a  converging  instrument,  a  double  concave  lens  is  a  diverging 
instrument. 

A  thin  double  concave  lens  of  glass,  whose  two  surfaces  have  the 
same  curvature,  produces  divergence ;  and  as  this  results  from  the 
successive  refractions  at  two  refracting  surfaces  of  equal  power,  it 
may  be  assumed  that  each  surface  separately  produces  divergence. 
In  fact  a  surface  with  air  on  the  concave  side  and  glass  on  the  convex 
side  is  a  diverging  surface  or  surface  of  positive  power.  This  fact, 
which  is  easy  to  remember,  helps  one  also  to  remember  the  rule  given 
in  Article  10,  that  a  surface  has  positive  power  when  the  medium  of 
greater  index  is  on  the  convex  side. 

13.     Reduced  distances. 

"When  reduced  projected  inclinations  are  substituted  for  projected 
inclinations  in  the  geometrical  equations,  of  the  type  of  equations  (7) 
(the  equations  of  a  ray  in  medium  of  index  /*j),  the  forms  assumed  are 


These  will  be  simplified  if  we  introduce  new  symbols  to  represent 
fe-Ci)//*i  and  similar  expressions  which  occur  in  other  geometrical 
equations.  Now  c2  —  Ci  is  a  distance  measured  along  the  axis  of  the 
instrument  ;  if  we  define  a^  by  the  relation 

(c2-c1)//*1  =  «1  ...........................  (15), 

we  may  call  at  the  corresponding  "reduced  distance."  Reduced 
distance  means  distance  parallel  to  the  axis  or  along  the  ray,  divided 
by  the  index  of  the  medium  in  which  the  ray  is  passing.  In  other 
parts  of  Optics  the  phrase  "reduced  distance"  is  used  in  a  different 
sense,  so  care  must  be  taken  not  to  extend  the  use  of  the  definition 
here  given  beyond  its  present  application. 

With  the  notation  of  (15)  the  geometrical  equations  take  the 
forms 

,....  .......  (16). 


14.    Refraction  at  a  single  spherical  surface. 
Let  the  power  of  the  surface  be  *,  let  the  first  medium  have  index 
/A,  the  second  index  /x'.     Let  it  be  agreed  to  specify  the  incident  ray  by 
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means  of  its  reduced  projected  inclinations  8,  e,  and  by  the  coordinates 
x,  y,  of  the  point  where  it  meets  a  certain  plane  of  reference  ;  and  let 
the  emergent  ray  be  defined  by  its  reduced  projected  inclinations  8',  «' 
and  the  coordinates  #',  y,  of  the  point  where  it  meets  a  second  plane 
of  reference.  The  planes  of  reference  are  perpendicular  to  the  axis; 
the  first  is  at  a  reduced  distance  u  in  front  of  the  refracting  surface, 
the  second  is  at  a  reduced  distance  u'  behind  the  refracting  surface. 
The  corresponding  true  distances  are  accordingly  i*.u  and  /nV.  The 
reduced  distance  u  is  to  be  measured  positively  from  the  surface  into 
the  first  medium,  while  u'  is  to  be  measured  positively  from  the 
surface  into  the  second  medium.  This  kind  of  convention  will  be 
adhered  to  throughout.  Later  on  we  shall  associate  u  with  the 
position  of  an  object,  u'  (or  a  corresponding  symbol)  with  the  position 
of  the  image,  and  it  is  convenient  to  remember  that  u  is  positive  for 
a  real  object,  and  u'  positive  for  a  real  image. 

If  the  coordinates  of  the  point  of  incidence  be  £,  rj,  we  have  three 
pairs  of  equations  at  our  disposal.  The  first  are  the  geometrical 
equations  for  the  incident  ray,  typified  by 

£  =  x  +  u8. 
The  second  are  the  optical  equations  for  the  refraction,  typified  by 


The  third  are  the  geometrical  equations  for  the  refracted  ray, 
typified  by 

^«£+Vft 

Eliminating  £  frdm  these  we  get  two  equations-,  namely, 
8'=«r  +  (KM+l)8  1 

OC  =  (KU'  +  1)  X  +  (KUU  +  U  +  u')  8  J   " 

which  express  8'  and  x'  in  terms  of  x  and  8,  that  is,  the  quantities 
specifying  the  refracted  ray  in  terms  of  those  specifying  the  incident 
ray.  The  corresponding  equations  expressing  c  and  /  in  terms  of 
y  and  c  need  not  be  written  down,  for  it  is  clear  that  they  are  of 
the  same  form  and  involve  precisely  the  same  constants.  The  four 

*  The  order  in  which  the  symbols  x,  8,  8',  x'  appear  in  these  equations  and  in 
many  later  ones  may,  at  first,  be  thought  rather  unnatural,  but  it  has  been 
deliberately  chosen  as  representing  in  a  sense  the  historic  or  chronological  order. 
In  the  case  of  the  initial  ray  we  know  first  the  point  from  which  it  sets  out,  and 
second  the  direction  in  which  it  goes  ;  hence  x,  y  precede  5,  e.  In  the  case  of  the 
emergent  ray  we  learn  first  (from  the  optical  equations)  its  direction,  and  afterwards 
(from  the  geometrical  equations)  the  coordinates  of  its  point  of  arrival  ;  hence  5',  e' 
precede  x',  y'. 
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equations  constitute  a  complete  solution  of  the  refraction  problem  for 
a  single  spherical  surface. 

The  form  of  equations  (17)  must  be  carefully  noted.     They  are  of 
the  type 


where  a,  b,  c,  d  are  constants  depending  partly  on  the  power  of  the 
surface,  and  partly  on  the  positions  of  the  planes  of  reference.  And 
further,  since 

(KU  +  1)  (KU'  +  1)  -  K  (KUII  +  U  +  u')  =  1, 

the  constants  of  (18)  are  subject  to  the  condition 

bc-ad=l    ......  ....................  (19). 

It  will  be  shewn  that  the  theory  of  any  symmetrical  optical  instru- 
ment, no  matter  of  how  many  surfaces  it  is  composed,  is  contained  in 
equations  of  the  same  type  as  (18),  with  the  relation  (19)  between  the 
constants. 

15.    Algebraical  lemma  on  linear  substitutions. 

Let  two  variables,  619  fa  be  homogeneous  linear  functions  of  two 
other  variables  02,  fa)  determined  by  the  relations 


fa  =  r02  +  sfa  ; 

and  let  0.2)  fa  be  similar  functions  of  another  pair  of  variables  03,  fa, 
namely 


fa  =  r'03  +  s'fa. 

From  these  equations  it  follows,  by  the  elimination  of  02  and  fa,  that 
Ol  and  fa  are  expressible  as  homogeneous  linear  functions  of  03,  fa, 
namely 

where,  in  fact, 

p"=pp'  +  qr,     q"=pq'  +  qs', 

r"  =  rp  +  sr,     s"  =  rqf  +  ss'. 

Now  it  is  clear  from  these  formulae  that  p",  q",  r",  s"  are  the  elements, 
formed  by  the  ordinary  rule  for  multiplying  determinants,  of  the 
determinant  which  is  the  product  of 

P>     q      and      P','     r\    ; 
r,     s  q',     s' 
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and  therefore 


p 


p,    q 


That  is  to  say,  Ol  and  fa  are  homogeneous  linear  functions  of  03  and  fa, 
and  the  determinant  formed  by  the  coefficients  of  these  functions  is 
equal  to  the  product  of  the  determinants  formed  respectively  by  the 
coefficients  of  the  expressions  for  Olt  fa  in  terms  of  02>  fa)  and  the 
expressions  for  02,  $2  in  terms  of  03,  fa. 

The  theorem  is  true  equally  for  three  sets  of  n  variables,  whatever 
integral  value  n  may  have ;  but  for  our  purpose  the  case  of  n  =  2 
is  sufficient*. 

If  now  we  consider  not  merely  three,  but  any  number  of  sets  of  two 
variables,  the  sets  being  taken  in  a  definite  order,  and  those  of  each  set 
being  homogeneous  linear  functions  of  those  of  the  set  next  in  order, 
we  find  by  repeated  application  of  the  theorem  just  proved  that  the 
variables  of  the  first  set  can  be  expressed  as  homogeneous  linear 
functions  of  those  of  the  last  set,  and  that  the  determinant  of  the 
corresponding  coefficients  is  the  product  of  all  the  determinants  of 
the  coefficients  of  the  relations  between  intermediate  pairs  of  con- 
secutive sets. 

16.  Symmetrical  instrument  consisting  of  any  number 
n  of  refracting  surfaces. 

In  the  case  of  an  instrument  consisting  of  any  number  of  refracting 
surfaces,  let  the  indices  of  the  first  and  last  media  be  /*„  and  /u.  re- 
spectively, and  let  the  powers  of  the  surfaces  be  Kl5  *2,...Kn.  Let  the 
entering  ray  be  specified  by  its  reduced  projected  inclinations  80,  «0, 
and  by  the  coordinates  #0>  3/o  of  the  point  where  it  strikes  a  plane  of 
reference  at  reduced  distance  u  in  front  of  the  first  surface  of  the 
instrument.  Let  the  emerging  ray  be  specified  by  similar  quantities 
8,  «,  xt  y,  and  a  plane  of  reference  at  reduced  distance  v  behind  the  last 
surface.  Let  the  ray  in  any  intermediate  medium  (/otr)  be  specified 
by  Sr,  *r,  #Vj  yr,  and  a  plane  of  reference  chosen  anywhere  in  the 
medium. 

Then,  by  Article  14,  it  is  seen  that  the  S's  and  #'s  of  consecutive 

*  The  theorem  is  a  particular  case  of  a  well  known  theorem  concerning 
Jacobians,  namely  that  if  0  and  <f>  are  functions  of  u  and  v,  and  if  u  and  v 
are  functions  of  x  and  y,  then 

d  (0,  <f>)  _  d  (0,  0)      9  (u,  v) 
d(x,y)~d(u,v)     d(x,y)' 
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rays  are  connected  by  equations  of  the  same  type  as  (18),  subject  to  a 
condition  of  the  type  of  (19).     In  fact 


subject  to 


_ 
So  also  #2  =  c%%i  +  d& 


clf 


and  ca,     d2  I  _ 

«2,       #2    I 

And  there  is  a  whole  series  of  such  relations,  ending  with  expressions 
for  x,  8,  in  terms  of  #»_i,  8w-i- 

Hence,  by  the  lemma  of  Article  15,  it  appears  that  there  are 
relations,  got  by  eliminating  x^  81,  ...  #»-i,  8»_i,  of  the  form 

UXlSJ) (20)> 

where  the  determinant  of  the  coefficients  C't  D',  A,  B'  equals  the 
product  of  n  determinants  each  of  which  is  unity,  and  therefore  is 
itself  unity:  in  fact, 

B'C'-A'D'  =  l    (21). 

These  coefficients  A,  B',  C',  D'  must  of  course  depend  on  the 
values  of  u  and  v  ;  they  are  not  therefore  constants  depending  merely 
on  the  nature  of  the  instrument,  but  are  constants  for  the  instrument 
so  long  as  we  keep  to  the  same  first  and  last  planes  of  reference. 
It  is  obvious  that  the  relations  between  the  entering  and  emerging 
rays  must  be  quite  independent  of  the  particular  method  which  we 
adopted  of  specifying  the  intermediate  rays  within  the  instrument, 
and  therefore  the  constants  do  not  depend  on  the  particular  choice 
of  the  intermediate  planes  of  reference. 

Of  course  y  and  €  are  expressible  in  terms  of  y0  and  e0  by  equations 
involving  the  same  four  constants. 

17.    Dependence  of  A,  B',  C',  D'  on  u  and  v. 

In  order  to  interpret  optically  the  equations  (20),  it  is  necessary  to 
ascertain  in  what  way  the  constants  depend  on  u  and  v.  With  this 
in  view  we  introduce  a  new  set  of  constants,  A,  B,  C,  D,  which  are  the 
values  that  A,  B',  C',  D',  respectively,  would  have  if  u  and  v  were  both 
zero.  These  are  genuinely  constants  of  the  instrument,  and  correspond 
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to  planes  of  reference  taken  close  up  to  the  first  and  last  refracting 
surfaces  respectively.    They  are,  of  course,  subject  to  the  relation 

BC-AD=l  ...........................  (22). 

If  £0>  >?o  and  £,  >y  are  the  coordinates  of  the  points  where  the  ray 
meets  the  first  and  last  surfaces  of  the  instrument  respectively,  these 
coordinates  must  take  the  place  of  #0>  y0>  &>  y  in  equations  (20)  when 
these  surfaces  and  the  corresponding  planes  of  reference  coincide.  So 
we  have  the  relations 

m° 


The  geometrical  equations  of  the  entering  and  emerging  rays  give 
relations  between  #0  and  £0,  and  between  £  and  a,  namely 

£0  =  #o  +  W80  \ 
*  =  *  +  !*      }   ' 

The  elimination  of  £0  and  £  between  (23)  and  (24)  leads  to 


These  must  be  identical  with  (20),  and  so  we  have  the  relations 
A'  = 


The  equations  (25)  are  the  most  useful  form  of  the  equations  of  the 
instrument.  The  second  alone  involves  the  whole  theory  and  may  be 
called  the  fundamental  equation.  The  first  is  really  contained  in  the 
second,  for  it  may  be  derived  from  it  by  differentiation  with  respect  to 
v,  it  being  seen  from  the  geometrical  equation  that 


.(27). 


It  appears  therefore  that  the  whole  of  the  theory  of  the  instrument, 
when  aberration  is  neglected,  depends  on  four  "constants  of  the 
instrument,"  which  are  equivalent  to  only  three  independent  constants 
on  account  of  the  relation  (22). 

The  constant  A  is  called  the  "  power  "  of  the  instrument. 
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III.     THE  OPTICAL  PROPERTIES  OF  A  SYMMETRICAL 
INSTRUMENT. 

18.     Conjugate  focal  planes. 

In  proceeding  to  deduce  from  equations  (25)  some  of  the  optical 
properties  of  the  instrument,  it  is  advantageous  to  think  of  the  point 
(#0,  #0)  in  the  first  plane  of  reference  as  the  seat  of  a  point  source  of  light, 
and  to  regard  the  last  plane  of  reference  as  occupied  by  a  white  screen. 

The  fundamental  equation  shews  that  the  value  of  x  in  general 
depends  on  that  of  80,  so  that  rays  setting  out  from  the  luminous  point 
in  different  directions  and  passing  through  the  instrument  will  strike 
the  screen  in  different  points.  Thus  there  is  a  bright  patch  on  the 
screen,  but  not  an  image.  It  is,  however,  possible,  when  the  position 
of  the  bright  point  is  prescribed,  to  choose  such  a  value  of  v,  and 
therefore  such  a  position  of  the  screen,  that  x  shall  be  independent  of 
80;  this  is  effected  by  choosing  v  so  that  the  coefficient  of  80  in  the 
fundamental  equation  vanishes.  The  coefficient  of  e0  in  the  expression 
for  y,  being  the  same  coefficient,  vanishes  for  the  same  choice  of  v. 
And  so  the  point  in  which  the  ray  meets  the  screen  is  the  same 
whatever  be  the  direction  in  which  it  originally  set  out.  Thus  all  the 
rays  come  together  to  form  a  point  image  at  the  point  (#,  y)  in  the 
final  plane  of  reference. 

The  relation  between  the  reduced  distances  u,  v,  of  the  bright 
point  and  its  image,  from  the  ends  of  the  instrument  is 

Auv  +  Sv+Oii  +  D^Q (28). 

The  value  of  v  thus  defined  does  not  depend  on  #0  or  #OJ  but  only  on 
u,  and  so  a  number  of  bright  points  having  the  same  u  give  images 
having  the  same  v.  Consequently  a  small  plane  object  placed  on  the 
axis  in  the  plane  defined  by  u  has  a  plane  image  at  the  position  defined 
by  v.  The  relation  between  object  and  image  is,  in  a  sense,  a  reciprocal 
one,  since  light,  proceeding  from  an  object  in  the  plane  v  and  traversing 
the  instrument  in  the  reverse  direction,  would  form  an  image  in  the 
plane  u. 

Planes  which  correspond  to  one  another  in  this  fashion  are  called 
"conjugate  focal  planes." 

When  A  is  not  zero,  the  relation  between  conjugate  focal  planes 
may  be  put  in  another  form  if  we  multiply  (28)  through  by  A,  and 
make  use  of  (22).  We  get 

0  -  A*uv  +  ABv  +  ACu  +  AD 
=  A*w  +  ABv  +  ACu  +  SC-1, 

whence  (Au  +  B)(Av+C)  =  l (29). 

L.  2 
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19.  Conjugate  foci. 

A  bright  point  and  its  image  point  are  called  "conjugate  foci." 
The  expression  of  the  coordinates  of  the  image  point  in  terms  of 
those  of  the  object  point  to  which  it  is  conjugate  is  contained  in  the 
equations 

#0  1/0  Ott  +  D 

*=Au+B>  y  =  Au  +  B'  *  =  -A^B 
which  are  immediate  consequences  of  (25)  and  (28).  Here  u  and  v  are 
coordinates,  for  origins  in  the  first  and  second  planes  of  reference 
respectively,  in  the  special  case  in  which  /x0  and  /*  are  both  unity  ;  in 
the  more  general  case  u  and  v  are  z  coordinates  divided  respectively 
by  /x0  and  /*. 

20.  Linear  Magnification. 

The  ratio  of  the  linear  dimensions  of  the  image  to  those  of  the 
object  is  called  the  "  linear  magnification,"  and  may  be  denoted  by  m. 
We  may  measure  the  object  from  the  point  on  the  axis  to  some  other 
point  (#<>,  #o)  ;  and  then,  when  v  has  been  adjusted  so  as  to  satisfy  (28), 
the  image  is  measured  from  that  point  of  its  plane  which  is  on  the 
axis,  to  the  point  (#,  y).     So  far  as  regards  dimensions  parallel  to  the 
axis  of  x,  the  linear  magnification  is  the  ratio  of  x  to  #0»  and  this  is 
given  by  the  second  of  equations  (25).     So  we  have 

m  =  Av+C   ...........................  (31). 

Combining  this  with  (29)  we  get 

-  =  Au  +  B  ...........................  (32). 

m 

These  are  the  two  magnification  formulae  ;  the  symmetry  of  the 
instrument  about  the  axis  ensures  that  these  formulae,  proved  in 
the  first  instance  only  for  dimensions  parallel  to  the  axis  of  x,  shall  be 
true  for  dimensions  in  all  directions  perpendicular  to  the  axis  of  the 
instrument. 

A  negative  value  of  m  indicates  inversion  of  the  image  as  com- 
pared with  the  object. 

*  The  correspondence  -between  a  point  (#',  y',  /),  referred  to  one  set  of  axes, 
and  a  point  (x,  yt  z),  referred  possibly  to  another  set  of  axes,  which  is  deter- 
mined by  the  relations 

x'  y'  z'  1 


is  called  a  homographic  correspondence.  It  is  a  one-to-one  correspondence  in 
which  straight  lines  correspond  to  straight  lines.  Clearly  the  correspondence 
between  conjugate  foci  is  of  this  type. 
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Since  m  is  the  same  for  dimensions  in  all  directions,  the  image  is 
of  the  same  shape  as  the  object ;  for  example  the  image  of  a  circular 
object  is  circular.  If  we  had  precise  image  formation  with  an  asym- 
metrical instrument,  the  kind  referred  to  in  Article  8,  the  linear 
magnification  would  be  different  for  different  directions  and  the  image 
would  be  of  a  different  shape  from  the  object,  i.e.  distorted  ;  a  circular 
object,  for  example,  would  have  an  elliptic  image. 

21.  Unit  Planes  or  Principal  Planes. 

It  is  possible  so  to  choose  u  and  v  that  the  linear  magnification 
shall  be  unity.  Denoting  the  special  values  by  u^  and  vlt  we  obtain, 
by  putting  m  =  1  in  (31)  and  (32),  the  relations 

l=Av1  +  C,     l  =  Aul+£  (33). 

The  conjugate  focal  planes  defined  by  u±  and  Vi  are  called  the  "planes 
of  unit  magnification,"  or  more  briefly  "unit  planes"  or  "principal 
planes."  The  points  where  these  planes  meet  the  axis  are  called  the 
"unit  points"  of  the  instrument.  The  characteristic  property  of  the 
unit  planes  may  be  expressed  by  the  statement  that  the  (#,  y)  co- 
ordinates of  the  point  where  any  entering  ray  crosses  the  first  unit 
plane  are  the  same  as  those  of  the  point  where  the  corresponding 
emergent  ray  crosses  the  second  unit  plane. 

22.  Principal  Focal  Planes. 

If  in  the  relation  (28)  we  put  u  —  oo ,  the  corresponding  value,  V, 
of  v  is  given  by 

AV+C=0 (34); 

if  we  put  v  =  co ,  the  corresponding  value  U  of  u  is  given  by 

AU+B  =  0  (35). 

The  planes  specified  by  U  and  V  are  called  the  "principal  focal 
planes "  of  the  instrument,  and  their  intersections  with  the  axis  are 
called  the  "principal  foci."  The  second  principal  focal  plane,  that 
given  by  F,  is  the  place  where  a  screen  should  be  placed  in  order  to 
receive  the  image  of  an  infinitely  distant  object ;  in  other  words  it  is 
the  locus  of  the  points  of  concurrence  of  emergent  rays  corresponding 
to  incident  pencils  of  parallel  rays.  The  first  principal  focal  plane, 
that  given  by  U,  is  such  that  if  a  point  source  of  light  be  placed  at 
any  point  of  it  (near  the  axis),  the  rays  from  it  will,  after  traversing 
the  instrument,  emerge  as  a  parallel  beam.  If  the  direction  of  passage 
through  the  instrument  were  reversed,  the  rdles  of  these  two  planes 
would  be  interchanged. 

2—2 
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23.  Focal  Lengths. 

The  distances  of  the  principal  focal  planes  beyond  the  corre- 
sponding unit  planes  are  called  the  "focal  lengths"  of  the  instrument. 
The  word  "beyond"  is  used  to  indicate  that  distances  are  to  be 
measured  from  the  respective  ends  of  the  instrument,  away  from  the 
instrument ;  i.e.,  opposite  to  the  direction  of  the  light  for  the  end  at 
which  incidence  takes  place,  and  in  the  same  direction  as  the  light  at 
the  end  where  the  light  emerges. 

The  reduced  distances  of  the  principal  focal  planes  beyond  the 
corresponding  unit  planes  are  respectively 

U-  iii   and    Y-VI, 

each  of  which  equals  -I/A.     The  actual  distances,  or  focal  lengths, 
are  therefore  F1}  F2,  where 

F^-to/A   and  F2  =  -^/A   (36). 

These  lengths  are  negative  if  the  instrument  has  a  positive  power, 
and  vice  versa.  They  are  equal  if  the  first  and  last  media  have  the 
same  index;  and  in  the  particular  case  of  /AO=  1,  ft=l,  which  is 
practically  true  for  an  instrument  in  air,  the  focal  length  is 

F=-I/A  (37). 

24.  Relation   between   the   distances   of   conjugate   foci 
from  the  principal  focal  planes. 

When  distances  are  measured  from  the  principal  focal  planes 
instead  of  from  the  ends  of  the  instrument  the  magnification  for- 
mulae and  the  condition  for  conjugacy  assume  specially  simple  forms. 
Let  u—  U=p,  v-  V=q,  so  that  p,  q  are  the  reduced  distances  of  the 
planes  of  reference  beyond  the  principal  focal  planes.  Substituting 
U+p,  V+q,  for  u,  v,  in  formulae  (26),  and  remembering  (34)  and 
(35),  we  obtain 


so  that  the  standard  formulae  (20)  assume  the  form 

(38). 


From  these  it  appears  that  the  condition  that  x  should  be  inde- 
pendent of  80>  that  is,  the  relation  between  conjugate  focal  planes,  is 


(39). 
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The  associated  magnification  formulae  are 

-  =  Ap,     m  =  Aq  ........................  (40). 

These  formulae  are,  of  course,  equivalent  to 


where  p',  q  are  the  true  distances  corresponding  to  p,  q.  In  this  form 
they  can  be  strikingly  illustrated  by  a  diagram  in  which  the  axes  of 
the  instrument,  the  unit  planes,  and  the  principal  foci,  BI,  B^  are  first 
drawn.  From  a  point  P  of  the  object  two  rays  are  drawn,  the  first 
parallel  to  the  axis  and  meeting  the  first  unit  plane  in  X,  the  second 
through  Bl  meeting  the  first  unit  plane  in  Y.  The  corresponding 
emergent  rays  are  a  ray  which  leaves  the  second  unit  plane  at  X'  and 
passes  through  B2,  and  a  ray  which  leaves  the  second  unit  plane  at  Y' 
and  proceeds  parallel  to  the  axis  ;  the  point  Q  of  intersection  of  these 
two  marks  the  position  of  the  image  of  P.  The  lines  XX'  and  YY' 
are  parallel  to  the  axis,  in  virtue  of  the  property  of  unit  planes.  All 
the  lengths  named  in  (41)  are  easily  identified  in  the  diagram,  and  the 
formulae  are  seen  to  be  the  expressions  of  very  simple  geometrical 
relations. 

25.     Nodal  Points. 

If  an  incident  ray  cuts  the  axis  of  the  instrument  at  the  point 
whose  reduced  distance  from  the  first  refracting  surface  is  u,  then  for 
this  ray  XO  =  Q,  and  the  first  of  equations  (25)  becomes 

8.s(JJK+£)V 
Now  if  u  have  the  value  u»  given  by  the  relation 

AUi  +  B  =  p.liL*  ...........................  (42), 

we  have  S//x  =  S0///,0, 

so  that  the  projected  inclinations  of  the  entering  and  the  emergent 
rays  are  equal.  The  emergent  ray  must  pass  through  the  image  point 
of  the  point  on  the  axis  determined  by  u^  namely  a  point  on  the  axis 
at  reduced  distance  v2  beyond  the  end  of  the  instrument  from  which 
rays  emerge,  v2  being  given  by 

Ava+C=pJn  ...........................  (43). 

These  two  conjugate  points  on  the  axis  are  called  the  "nodal 
points  "  of  the  instrument.  They  have  the  property  that  if  an  enter- 
ing ray  passes  through  the  first  nodal  point  the  emergent  ray  passes 
through  the  second  nodal  point  and  is  parallel  to  the  entering  ray. 
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If  n  =  pQ,  it  is  seen  by  comparison  of  the  formulae  (33),  (42),  and 
(43)  that  ul=u2  and  vl  =  v^  In  other  words,  if  the  first  and  last 
media  have  the  same  index  the  nodal  points  are  the  points  where  the 
unit  planes  cut  the  axis. 

Suppose  the  instrument  to  be  directed  towards  a  very  distant 
bright  point,  and  the  image  caught  on  a  properly  placed  screen.  If 
now  the  instrument  be  rotated  about  a  point  on  its  axis  through  a 
small  angle,  the  image  will  still  be  (very  approximately)  on  the  screen, 
but  not  in  general  at  the  same  point  of  the  screen.  One  ray  suffices 
to  determine  the  position  of  the  image,  and  we  shall  take  that  ray  to 
be  the  ray  through  the  nodal  points.  The  object  being  very  distant 
the  direction  of  the  entering  ray  is  not  altered  by  the  rotation  of  the 
instrument,  and  so  the  direction  of  the  ray  that  emerges  and  passes 
through  the  second  nodal  point  is  unaltered.  Thus  the  image  is 
shifted  on  the  screen  by  an  amount  equal  to  the  distance  moved 
through  by  the  second  nodal  point  on  account  of  the  rotation  of  the 
instrument.  If  the  point  about  which  the  rotation  takes  place  is  the 
second  nodal  point  itself,  that  point  does  not  move,  and  so  the  image 
does  not  move  on  the  screen.  This  fact  is  taken  advantage  of  in 
practice,  to  determine  experimentally  the  nodal  points  of  an  optical 
instrument.  The  image  is  studied  through  a  microscope  while  the 
instrument  to  be  tested  is  turned  successively  about  different  points 
on  the  axis  ;  when  a  point  has  been  found  such  that  a  small  rotation 
about  it  does  not  move  the  image  it  is  known  to  be  the  nodal  point. 

26.    Equivalent  Single  Refracting  Surface. 

The  equations  (26)  shew  how  the  constants,  A',  B',  C',  D\  depend 
on  the  positions  of  the  planes  of  reference.  If  we  take  the  unit  planes 
as  planes  of  reference  we  must  substitute  the  values  of  Ui  and  t?i  for 
u  and  v  in  these  equations,  and  the  corresponding  constants  are 

A'  =  A,    B'  =  l,     C'  =  l,     /X  =  0  ............  (44); 

so  the  equations  (20)  assume  the  form 

(«)• 


_ 

Let  us  compare  these  with  the  corresponding  equations  for  a  single 
refracting  surface  of  power  K  ,  when  the  planes  of  reference  both  coin- 
cide with  the  surface  itself.  The  coincidence  of  the  planes  of  reference 
ensures  the  equality  x  =  x^  and  we  have  already  seen  (Article  11, 
eqn.  14),  that 

8  =  «F0  +  So    ...........................  (46). 
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Thus  it  is  seen  that,  if  *  =  A,  the  equations  for  the  single  surface  are 
identical  with  those  of  the  instrument ;  and,  if  the  initial  and  final 
media  have  respectively  the  same  indices  in  the  two  cases,  the  inter- 
pretations of  corresponding  symbols  are  identical.  To  a  given  entering 
ray,  therefore,  there  correspond  in  the  two  cases  emergent  rays  having 
the  same  direction  and  proceeding  from  points  having  the  same  (#,  y) 
coordinates.  The  only  difference  is  in  the  z  coordinates  of  the  points 
of  departure  from  the  second  unit  planes ;  these  necessarily  differ  by 
the  distance  from  the  first  to  the  second  unit  plane  of  the  original 
instrument.  So,  for  a  given  object  at  a  given  distance  from  the  first 
unit  plane,  the  single  refracting  surface  of  power  A  produces  an 
image  which  differs  only  in  position  from  the  image  produced  by  the 
instrument;  the  positions  differ  by  a  displacement  parallel  to  the 
axis,  of  amount  equal  to  the  distance  between  the  unit  planes. 

This  single  surface  is  called  the  ''equivalent  single  refracting  sur- 
face "  of  the  instrument.  When  the  object  is  in  a  prescribed  position 
relative  to  the  instrument,  the  equivalent  surface  must  be  regarded  as 
situated  at  the  first  unit  plane  ;  but  when  the  relative  position  of  the 
object  is  not  prescribed,  so  that  a  translation  of  object  or  of  image 
presents  no  difficulty,  one  may  think  of  the  space  between  the  unit 
planes  as  abolished  and  the  equivalent  surface  as  being  in  both. 

27.     Apparent  distance  of  the  image. 

When  the  values  of  u  and  v,  in  the  formulae  (25),  are  not  such 
as  correspond  to  conjugate  focal  planes,  the  coefficient  of  80  in  the 
expression  for  x  does  not  vanish.  It  has,  however,  a  simple  inter- 
pretation if  we  regard  u  as  marking  the  position  of  the  object,  and  v 
as  corresponding  to  the  point  on  the  axis  occupied  by  the  eye  of  the 
observer. 

An  observer  estimates  the  distance  of  an  object  at  which  he  is 
looking,  by  the  use  of  both  eyes.  If  he  is  compelled  to  use  only  one 
eye,  he  loses  the  power  of  estimating  distance  from  mere  observation, 
but  can  usually  combine  the  result  of  observation  with  a  previous  know- 
ledge of  the  approximate  size  of  the  object,  and  so  calculate  its  distance. 
What  the  one  eye  can  perceive  is  the  angular  size  of  the  cone  of  rays 
by  which  the  object  is  seen,  and  what  is  calculated  is  the  distance 
at  which  a  normal  section  of  this  cone  should  be  made  if  it  is  to  be  of 
the  known  linear  dimensions  of  the  object. 

In  viewing  an  object  through  a  monocular  instrument,  there  is 
usually  no  previous  knowledge  of  the  size  of  the  image.  It  is  natural 
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therefore  to  attribute  to  the  image  the  known  size  of  the  object, 
though  its  actual  size  may  be  very  different.  Thus  there  arises  the 
idea  of  the  "  apparent  distance  "  of  the  image,  as  distinguished  from 
its  true  distance.  The  apparent  distance  of  the  image  is  the  distance 
from  the  eye  to  that  normal  section  of  the  cone  of  rays  from  image  to 
eye  whose  linear  dimensions  are  the  same  as  those  of  the  object. 

Measuring  the  object  from  the  axis  of  the  instrument,  its  linear 
size  is  what  has  been  called  #0-  The  angle  that  the  corresponding 
image  subtends  at  the  eye,  placed  on  the  axis  at  v,  is  —  8//t.  There 
is,  however,  no  necessity  to  take  account  of  sign,  since  the  apparent 
distance  must  be  positive,  i.e.  a  distance  measured  forwards  from  the 
eye.  Change  in  the  sign  of  8  simply  means  inversion  of  the  image. 
The  apparent  distance  is  dy  where 

<*«/<*  =  -«//*    ...........................  (47). 

Since  the  eye  is  on  the  axis,  x  =  0,  and  hence,  by  formulae  (25) 


0  =  (Av  +  Q  #0  +  (Am  +  £v  +  Cu  +  D)  80  ; 
the  elimination  of  80  gives 

#0  =  -  (Auv  +  Bv+Cu  +  D)  8, 
whence  d  =  ^  (  A  uv  +  Bv  +  Cu  +  Z>)    ..................  (48), 

the  equality  having  reference  to  arithmetical  rather  than  algebraical 
values. 

When  fj.  =  /w0,  i.e.  when  object  and  eye  are  in  the  same  medium,  the 
apparent  distance  is  not  altered  if  the  positions  of  object  and  eye  be 
interchanged. 

28.     Longitudinal  Magnification. 

The  linear  magnification  m  has  reference  only  to  the  dimensions  of 
object  and  image  in  directions  perpendicular  to  the  axes  of  the  instru- 
ment. The  longitudinal  magnification,  which  we  may  denote  by  M,  is 
the  ratio  of  the  dimensions  of  image  and  object  in  the  direction  of  the 
axis,  the  object  being  no  longer  regarded  as  flat. 

Let  u,  u'  be  the  least  and  greatest  reduced  distances  of  points  of 
the  object  from  the  instrument,  and  r,  v  the  corresponding  reduced 
distances  for  the  image  ;  and  let  m,  m  be  the  corresponding  values  of 
the  linear  magnification.  Clearly  the  longitudinal  dimensions  of  object 
and  image  are  PO(U'-U)  and  i*.(v'-v\  so  that  M  = 

Now  Av'  +  C=    .    *    p,     Av+C= 

Au  +  B 
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whence  v'  —  v=—  (V  —u)/(Au'  +  B)  (A  #  +  !?); 

therefore      M=  -  /x/[>0  (Au  +  B)  (Au  +  £)]  =  -  (>/yo)  mm  ......  (49). 

When  the  longitudinal  dimensions  of  the  object  are  small  we  may 
assume  m'-m  as  a  good  approximation,  and  so  we  get 

M=-(nt^mi    ........................  (50). 

Hence,  if  the  object  is  a  curved  surface  cutting  the  axis  normally, 
so  also  is  the  image;  and  the  radii  of  curvature  p0,  p,  of  their  sections 
by  any  axial  plane  are  in  the  same  sense  and  are  connected  by  the 
relation 


29.  Helmholtz's  formula. 

The  Helmholtz  magnification  formula  expresses  the  linear  magnifi- 
cation in  terms  of  the  inclinations  of  the  ray  which  passes  through  the 
points  where  object  and  image  meet  the  axis.     If  S0,  8  refer  to  this  ray, 
we  have,  by  putting  XQ  =  0  in  the  first  of  the  standard  formulae, 

8  =  (^  +  J&)80, 
or  wi8  =  80    ..............................  (51). 

This  is  the  form  assumed  by  Helmholtz's  formula  when  expressed  in 
terms  of  the  notations  of  the  present  tract,  to  the  degree  of  approxi- 
mation postulated  at  the  outset. 

30.  Other  formulae. 

The  reduced  distances  ^l,  v  of  the  fundamental  formulae,  instead  of 
being  measured  from  the  first  and  last  surfaces  of  the  instrument,  may 
be  measured  from  any  other  fixed  planes  of  reference.  Let  us  measure 
them  from  the  pair  of  conjugate  planes  defined  by  ?*0,  v0,  for  which  the 
linear  magnification  is  wz0,  so  that  m0~l  =  Au0  +  £,  and  m0  =  AV(,+  C. 
We  effect  the  change  by  substituting  u0  +  u  and  v0  +  v  for  u  and  v 
respectively  in  (26).  We  thus  get 

A'  =  A,     B'  =  Au  +  m0-1,     C'  =  Av  +  m()t     D'  =  Auv  +  m0~lv  +  ml)u. 
Hence  the  relation  between  conjugate  focal  planes,  D'  =  0,  takes  the  form 

J_  +  ™o  +  ^=0  ...........................  (52), 

m^u     v 

while  the  magnification  formulae  become 

m-l  =  Au  +  m^,     m  =  Av  +  m0  .......  ........  (53), 

from  which  follows  Maxwell's  formula  (equivalent  to  formula  49), 

v/u  =  —  mm0   ...........................  (54). 

This  group  of  formulae  includes  those  usually  given  for  direct 
refraction  at  a  single  spherical  surface.  If  u,  v  are  measured  from  the 
surface  itself,  mQ  =  1.  If  u,  v  are  measured  from  the  centre  of  the 
sphere  (the  point  of  coincidence  of  the  nodal  points),  m0  = 
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IV.    THE    MANNER  IN  WHICH  THE  OPTICAL  PROPERTIES  OF 
AN    INSTRUMENT   DEPEND   ON    ITS   CONSTITUTION. 

31.  Dependence  of  the  values  of  the  constants  on  the 
composition  of  the  instrument. 

With  a  view  to  determining  the  manner  in  which  the  constants  of 
an  instrument  depend  upon  its  structure,  let  us  examine  the  effect  of 
modifying  the  instrument  already  considered  by  adding  to  it  another 
refracting  surface.  At  the  place  marked  by  v  =  a  let  us  place  a 
refracting  surface  of  power  *',  beyond  which  shall  lie  a  new  medium  of 
index  /*',  and  let  us  evaluate  the  constants  Alt  B^  Ci,  DI,  of  the 
modified  instrument. 

Let  #',  y  be  the  coordinates  of  the  point  where  the  ray  crosses  the 
surface  *',  and  let  8',  «','  be  the  reduced  projected  inclinations  of  the 
emergent  ray.  In  the  equations  (25)  let  us  put  u  =  0,  v  =  0,  so  that  XQ 
marks  the  point  where  the  ray  crosses  the  first  refracting  surface,  and 
x  the  point  where  it  crosses  the  last  refracting  surface  of  the  un- 
modified instrument.  Thus 


=     ^  +         i 
*  =  Or0  +  .Z>80  J 

In  terms  of  these,  x  is  expressed  by  the  geometrical  equation 

x'  =  x  +  a'8, 
and  S'  by  the  optical  equation 

8^8+icV. 

Eliminating  x  and  8,  we  get 

''  ,     . 

' 


These  equations  correspond,  in  the  case  of  the  modified  instrument,  to 
the  equations  (55)  for  the  unmodified  instrument,  and  hence  the  con- 
stants for  the  modified  instrument  are  given  by 


C^Aa+C 


These  forms  shew  explicitly  in  what  manner  the  constants  depend  on 
the  power  K'  of  the  last  refracting  surface,  and  on  the  reduced  distance 
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a  of  the  last  surface  from  the  last  but  one.     The  first  of  these  relations 
as  it  stands,  and  the  derived  relations 


are  important. 

The  power  A  of  an  instrument,  regarded  not  as  a  constant  but 
rather  as  a  function  of  the  powers,  *15  *2,  ...  Knt  and  the  mutual  reduced 
distances,  al}  a2,  ...  an-ly  of  the  component  refracting  surfaces,  maybe 
called  K,  with  a  suffix  to  indicate  the  number  of  surfaces  in  the 
instrument.  Then  in  the  case  of  an  instrument  of  n  surfaces  the 
relations  (58)  become 

A  =  K.,     C  =  *j*,    D  =  *£    ...............  (59). 

OKn  €Kn 

Now  suppose  the  ray  to  go  through  the  instrument  in  the  reverse 
direction,  the  axis  of  z  being  likewise  reversed.  The  change  leaves  x 
unaltered,  but  converts  a  positive  reduced  projected  inclination  into 
a  negative  one.  Solving  equations  (55),  and  remembering  that  the 
determinant  of  the  constants  is  unity,  we  get 

-S,=A*+C(-S)\ 

-81  ' 


£  (-8) 

where  now  (-8)  and  (—  S0)  are  reduced  projected  inclinations  of  the 
reversed  ray.  These  equations  shew  that  for  the  reversed  rays  the 
A  and  D  constants  play  the  same  part  as  before,  but  the  roles  of 
B  and  C  are  interchanged.  The  last  refracting  surface  is  now  KI;  and 
so  we  have  further  equations  of  the  same  type  as  (59),  namely 

*-£-,    D  =  f  ........................  (61), 

9*!  9*! 

of  which  the  latter  is  equivalent  to 

D  =  %%     ...........................  (62). 

0Kj  $Kn 

Thus  when  the  functional  form  of  Kn  or  A  is  known,  the  forms  of  the 
other  constants  can  be  immediately  deduced. 

The  first  of  equations   (57)   gives  us  a  method  of  finding  the 
function  Kn.     For,  in  the  new  notation,  this  equation  becomes 


a  formula  for  Kn  in  terms  of  Kn-i  . 

From  formulae  (14)  it  is  clear  that,  for  a  single  surface  of  power  Kl9 
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Now  put  n  -  2  in  (63),  and  we  find  that  for  an  instrument  con- 
sisting of  two  surfaces  (^,  a^  *2) 

Similarly 

—  Kj  ~T"  Ko  ~f"  fCo    i    CL\  JCj  K%  ~r  (  Ct\    v  CVQ)  K\  'Cj  "T  tvg  ^2  ^3    *    ^1  ^*2  ^1  ^2  ^3' 

and  the  process  may  be  continued  to  any  stage  by  repeated  application 
of  the  general  formula. 

Another  rule  for  writing  down  Kn  may  be  got  from  the  equations 
(57).     For  it  is  clear  from  these  equations  that 


on  comparison  of  these  with  the  formulae  of  simple  continued  fractions 
it  is  readily  seen  that  in  the  case  of  the  fraction 

! 


the  convergents  corresponding  to  the  partial  quotients  #„_!  and  KH  are 
respectively  Dn/Cn  and  Bn/An.  This  is  a  convenient  form  in  which  to 
remember  the  law  of  formation  of  Kn  ;  but  the  student  must  not 
suppose  that  familiarity  with  the  theory  of  continued  fractions  is  at  all 
necessary  to  the  understanding  of  the  theory  of  the  optical  instrument. 

32.     Thick  and  thin  lenses. 

The  simplest  instrument  made  up  of  two  refracting  surfaces  is  the 
lens.  If  KJ,  *2,  be  the  powers  of  the  surfaces,  and  a  the  reduced 
distance  between  them,  the  constants  of  the  instrument  are 


and  the  distance  between  the  unit  planes  is 


or  a[(^1-^)Kl  +  (fA.l-^)K2  +  fi1aKlK2]/[Kl  +  K2  +  aKlK2]  ......  (70). 

For  a  lens  of  glass,  of  thickness  t,  situated  in  air,  we  put  /i0  =  /w.  =  1. 
If  the  radii  of  curvature  of  the  faces  be  pl  and  p2,  positive  when  the 
faces  are  concave,  K1  =  (/x1-l)/p1,  Ka  =  (/*1-l)//»a,  and  a  =  t/pi.  If  t  is 
so  small  that  the  squares  of  tfpl  and  #/p2  may  be  neglected,  the  distance 
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between  the  unit  planes  is  sufficiently  well  represented  by  the  ex- 
pression t  (l  -  —  \  which  is  - 1  if  we  assume  for  glass  the  rough  value 

q 

/Xj  =  - .     The  power  is  accurately 

PiPz 

In  ordinary  simple  cases  the  positions  of  the  unit  planes  are  easily 
specified.  Thus  if  the  lens  is  plano-concave  one  unit  point  is  in  the 
curved  surface,  and  the  other  distant  from  it  by  a  third  of  the  thickness. 
If  Pi  =  Pz,  the  unit  points  are  approximately  the  points  of  trisection  of 
the  thickness. 

A  thin  lens  is  a  lens  for  which  t  is  so  small  in  comparison  with 
px  and  p.2  that  a^  and  «/c2  may  be  neglected.  For  such  a  lens 
J.  =  K1+K2,  and  «!,  ?<2,  and  the  distance  between  the  unit  planes  all 
vanish*.  The  unit  planes  being  coincident,  the  lens  may  be  replaced 
by  the  equivalent  single  refracting  surface,  without  any  shifting  of 
either  object  or  image,  and  the  equivalence  is  not  qualified  but  com- 
plete. Of  course,  if  the  first  and  last  media  are  the  same,  air  for 
example,  a  single  refracting  surface  between  air  and  air  is  not  a 
practical  possibility;  but  what  is  meant  by  the  equivalent  single 
surface  in  this  case  is  that  rays  passing  through  the  thin  lens  undergo 
precisely  the  same  deviations  as  are  indicated  by  the  mathematical 
formulae  for  a  single  surface  of  power  ^  +  K.2  in  the  position  occupied 
by  the  lens.  We  have  in  fact 

which  becomes  identical  with  (14)  if  *  =  KX  +  *2. 

33.     Instrument  made  up  of  thin  lenses. 

An  instrument  made  up  of  n  thin  lenses  is,  of  course,  an  instru- 
ment of  2??-  refracting  surfaces,  and  is  a  case  of  the  theory  already 
discussed.  But  we  have  seen  that  the  pair  of  refracting  surfaces 
which  make  up  any  thin  lens  can  be  replaced  by  a  completely 
equivalent  single  refracting  surface.  Thus  the  mathematical  treat- 
ment which  applies  most  simply  to  this  case  is  one  which  takes  account 

*  Another  expression  for  the  power  of  a  thin  lens  may  be  noted  in  passing, 
namely 


where  t'  is  the  thickness  at  the  rim  of  the  lens,  and  r  the  radius  of  the  circular 
rim. 
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of  only  n  refracting  surfaces,  whose  powers  and  mutual  distances  are 
the  powers  and  mutual  distances  of  the  corresponding  lenses.  In  fact 
the  whole  discussion  of  Articles  16—32  may  be  reinterpreted  as  applying 
to  an  instrument  made  up  of  n  thin  lenses,  each  *  being  now  the 
power  of  a  lens  instead  of  the  power  of  a  single  surface.  The  expres- 
sion for  Kn  as  a  function  of  the  powers  of  the  lenses  is  the  same  as  we 
have  already  obtained  in  the  case  of  single  surfaces  ;  and  we  may  talk 
of  the  "  equivalent  single  thin  lens  "  of  the  instrument  instead  of  the 
"  equivalent  single  refracting  surface  "  ;  the  former  being  in  fact  a 
physical  possibility  in  the  particular  case  in  which  the  latter  is  not, 
namely  the  case  when  /*  =  /*0.  If,  as  usually  happens,  all  the  lenses  are 
situated  in  air,  for  which  n=l,  the  distinction  between  true  and 
reduced  distances  disappears. 

In  particular  it  may  be  noticed  that  the  mathematical  formulae  for 
a  thick  lens  have  precisely  the  same  form  as  the  formulae  for  an 
instrument  made  up  of  two  thin  lenses. 

34.    Instrument  of  zero  power. 

An  instrument  for  which  the  constant  A  is  zero  is  called  a 
"telescope."  Clearly  its  principal  focal  planes,  unit  planes,  and 
nodal  points  are  all  infinitely  distant,  and  the  instrument  has  pro- 
perties quite  distinct  from  those  of  an  instrument  whose  power  is  not 
zero. 

To  obtain  these  properties,  we  put  A  =  0  in  the  standard  formulae 
(22)  and  (25),  the  result  being 

(72). 


From  the  last  equation  it  is  seen  that  x  is  independent  of  80 
provided 

£v+Cu  +  D  =  0    ........................  (73), 

which  is  therefore  the  condition  of  conjugacy  of  the  planes  determined 
by  u  and  v.  This  relation  is  simpler  than  the  general  relation 

Auv  +  Bv  +  Cu  +  D  =  0, 

for  while  the  general  relation  is  the  most  general  homographic  relation 
between  u  and  v,  the  particular  relation  is  a  special  kind  of  homo- 
graphic  relation,  namely  similitude.  The  general  relation  implies 
equality  of  anharmonic  ratios  in  the  case  of  four  ^«'s  and  the  corre-' 
spending  v's  ;  the  particular  relation  implies  equality  of  ordinary 
ratios  of  division  in  the  case  of  three  u's  and  the  corresponding  v's. 
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Assuming  u  and  v  to  correspond  to  conjugate  focal  planes,  we  get 
from  the  third  of  equations  (72)  the  magnification  formula 


which,  in  virtue  of  the  first,  equation,  is  equivalent  to 


Thus  it  appears  that  the  linear  magnification  is  the  same,  at  whatever 
distance  along  the  axis  the  object  be  placed. 

From  equation  (73)  it  is  seen  that  if  u  =  co  ,  then  also  v  =  <x>  .  The 
principal  focal  planes  are  thus  both  at  infinity.  In  other  words,  to  an 
entering  pencil  of  parallel  rays  there  corresponds  an  emergent  pencil 
of  parallel  rays.  The  relation  between  the  directions  of  these  pencils 
is  determined  by  the  second  of  equations  (72).  Suppose  two  objects, 
whose  distances  are  (for  practical  purposes)  infinite,  to  be  in  the  field 
of  view  of  the  instrument,  for  example  two  stars,  one  on  the  axis  and 
the  other  near  the  axis.  If  00  is  the  angle  which  these  two  stars 
would  subtend  at  the  eye  of  an  observer,  i.e.  the  angular  distance 
between  them,  00  is  the  angle  between  the  beams  of  light  from  them 
which  enter  the  instrument  ;  thus  00  =  S0  //*0  .  The  corresponding  beam  s  of 
light  which  emerge  from  the  instrument  and  enter  the  eye  are  inclined 
to  one  another  at  an  angle  0,  equal  to  S//A,  and  this  0  is  the  angular 
distance  between  the  images  of  the  stars.  The  ratio  of  0  to  00  is  the 
angular  magnification  (n)  produced  by  the  instrument  ;  it  is  given  by 
the  fonnula 


.     . 
(76), 


If,  as  is  usually  the  case,  P  =  HO,  we  get  the  still  simpler  formula 

n  =  B=-    ...........................  (77). 

m 

Thus  the  angular  magnification  is  the  inverse  of  the  linear  magnifica- 
tion, and  is  independent  of  the  angular  positions  of  the  objects  viewed, 
provided  only  they  be  near  enough  to  the  direction  of  the  axis  of  the 
telescope  to  justify  the  use  of  the  approximation  which  we  have 
adopted  throughout. 

An  ordinary  astronomical  telescope  in  ideal  adjustment  consists  of 
an  object-glass  and  an  eye-piece  placed  at  such  a  distance  apart  that 
the  power  of  the  combined  instrument  is  zero.  The  linear  magnifica- 
tion produced  by  the  telescope  being  independent  of  the  position  of 
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the  object,  we  may  think  of  an  object  consisting  of  a  bright  disc  of  the 
same  size  as  the  object-glass,  placed  close  up  to  the  latter.  The  image 
of  this  formed  by  the  object-glass  only  (regarded  as  a  thin  lens)  is  an 
equal  bright  disc,  close  up  to  the  object-glass  on  the  inside.  The  final 
image,  formed  by  the  eye-piece,  is  thus  the  same  as  the  image  of  the 
object-glass  formed  by  the  eye-piece — i.e.  what  is  called  the  eye-ring. 
So  the  linear  magnification  is  the  ratio  of  the  diameter  of  the  eye-ring 
to  the  diameter  of  the  object-glass,  and  the  angular  magnifying  power 
is  the  inverse  of  this  ratio. 

Another  formula  for  the  magnifying  power  is  got  by  applying 
formula  (40)  to  the  eye-piece  only,  so  that  the  constants  are  the 
constants  of  the  eye-piece.  If  /  is  the  focal  length  of  the  eye-piece, 
and  F  that  of  the  object-glass,  we  put  A  =  -  I//;  and  we  notice  that 
in  ideal  adjustment  eye-piece  and  object-glass  have  a  common  principal 
focal  plane,  so  that  for  the  object-glass  or  any  object  coincident  with  it 
p  =  F.  The  formula  then  yields 

I-_^ 

m        f ' 

Here  m,  a  particular  linear  magnification  for  the  eye-piece  alone,  is  the 
general  linear  magnification  for  the  whole  instrument.  So  the  angular 
magnifying  power  is 

••=5-7 (78)' 

35.    Plane  refracting  surface. 

A  plane  refracting  surface  has  zero  power,  and  therefore  has  the 
properties  of  a  telescope.  It  is  exceptional  in  this  respect  that,  since 
its  linear  magnifying  power  is  unity,  its  unit  planes  are  not  necessarily 
at  infinity — they  are  indeterminate  ;  any  pair  of  conjugate  planes  are 
unit  planes. 

It  is  worth  while  to  notice  that  if  one  of  the  refracting  surfaces  of 
an  instrument  be  plane,  it  need  not  be  reckoned  as  one  of  the  n  sur- 
faces in  the  general  formulae,  provided  care  be  taken  to  estimate 
properly  the  reduced  distance,  through  it,  between  the  refracting 
surfaces  adjacent  to  it  on  either  side.  Thus,  if  we  consider  an 
instrument  made  up  of  two  hemispheres  of  glass  (radius  r,  index  /*), 
with  their  plane  faces  towards  each  other  at  a  distance  c  apart,  we 
have  really  an  instrument  of  four  refracting  surfaces.  But  we  may' 
treat  it  as  one  having  only  two  refracting  surfaces  (*1}  a^  *2)  provided  we 
put  K1  =  K2=(1  — /*)/r,  al  =  r/p  +  c  +  r/p.  If  the  curved  faces  of  the 
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hemispheres  were  towards  each  other  at  a  distance  c  apart,  we  should 
put  Ki  =  f2  =  (l-ft)/r,  «!  =  c,  and  measure  u,  v,  as  reduced  distances 
out  through  the  glass  from  the  curved  surfaces  ;  for  example  if  the 
object  were  at  a  distance  p  from  the  first  plane  refracting  surface,  we 
should  have  u=p  +  r/i^  ;  and  if  the  object  were  a  virtual  object  (i.e.  a 
real  image  which  the  entering  rays  would  have  formed  if  they  had  not 
been  intercepted  by  the  glass)  p  would  be  negative,  but  the  same 
formula  for  u  would  be  employed. 

36.     Field-glasses  and  telescopes. 

Telescopes,  field-glasses  and  opera-glasses  are  so  constructed  that 
the  distance  between  the  objective  and  the  eye-piece  can  be  adjusted 
to  suit  the  eye  of  the  observer.  Probably  these  instruments,  when 
in  use,  are  seldom  ideally  telescopic,  i.e.  of  zero  power.  It  might, 
however,  be  thought  that,  since  the  adjustment  to  suit  the  average  eye 
is  a  fairly  small  relative  displacement  of  the  lenses,  the  instruments  in 
use  are  at  least  approximately  telescopic,  or  of  very  large  focal  length. 
But  this  assumption  requires  examination,  the  more  so  as  it  is 
meaningless  to  call  a  length  very  large  unless  one  can  specify  some 
standard  length  in  comparison  with  which  the  largeness  is  estimated. 

The  linear  magnification  of  an  instrument  in  air,  for  an  object  at 
a  distance  tt>,  is  given  by 


and  it  is  to  be  noticed  that  the  right-hand  side  of  this  equality 
consists  of  two  terms,  one  constant,  the  other  involving  u.  If  the 
instrument  were  telescopic  the  term  containing  u  would  be  absent. 
And  therefore,  as  regards  linear  magnification,  it  may  be  said  that  the 
instrument  is  nearly  telescopic  if  the  term  in  l/m  which  involves  u  is 
small  compared  with  the  constant  term,  i.e.  if  AujB  is  small  so  that 
the  linear  magnification  is  approximately  independent  of  u.  If,  for 
example,  the  instrument  be  a  Galileo's  telescope,  the  focal  lengths  of 
objective  and  eye-glass  being  ^and  -/,  and  the  distance  between  the 
lenses  F-f—b, 

A=b/Ff,  £  =  (F-V)/f,  and  Au/£  =  bu/F(F-b)  =  bu/F2 

approximately.  We  should  call  the  instrument  nearly  telescopic  if 
bu/F2  were  small,  or  (in  other  words)  if  the  distance  between  the 
principal  foci  of  the  lenses  were  small  compared  with  the  distance  of 
the  image  formed  by  the  object-glass  from  the  second  principal  focus. 
of  the  object-glass. 

a 
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Measurements,  rather  rough  because  no  proper  optical  bench  was 
available,  were  made  by  the  author  on  a  pair  of  field-glasses  of  the 
ordinary  type.  The  values  obtained  were  F=  1  '3  inches,  /=  T4 
inches,  and  when  the  instrument  was  at  the  greatest  length  per- 
mitted by  the  manner  in  which  it  was  mounted  the  distance  between 
the  lenses  was  5  '9  inches,  so  that  b  was  zero  and  the  adjustment 
ideally  telescopic.  Distant  objects  could  be  seen  clearly  with  the 
instrument  so  adjusted,  but  the  clearness  was  increased  by  bringing 
the  lenses  nearer  together  and  was  best  when  the  instrument  had  been 
shortened  by  about  *2  inch.  With  this  value  of  6,  bu/F*  =  u/2GQ, 
when  u  is  measured  by  inches.  As  one  does  not  use  field-glasses  to 
view  an  object  whose  distance  is  small  compared  with  22  ft.,  the 
instrument  cannot  be  regarded  as  nearly  telescopic,  as  regards  its 
linear  magnification,  when  put  to  its  ordinary  use. 

The  linear  magnification,  however,  is   not   so   important  as  the 
angular  magnification,  i.e.  the  ratio  of  the  angles  subtended  at  the 
eye  by  image  and  object.     When  the  length  of  the  instrument  is 
denoted  by  /,  and  the  distance  of  the  eye  from   the  eye-glass  is 
negligible,  the  angular  magnification  is  the  ratio  of  -  xjv  to  xj(l  +  M), 
that  is  -  m  (I  +  u)/v  ;  it  is  easily  verified  that  this  is  equal  to 

{l+lu-l}/{C+Du-1}   .....................  (79). 

For  the  two-lens  instrument  which  we  have  been  discussing,  this 
formula  becomes 


and  if  we  assume  that  the  length  of  the  instrument  is  .small  compared 
with  u,  we  see  that  approximately 

angular  magnification  =  F/(f+  b)     ............  (80). 

In  ideal  adjustment  this  takes  the  value  F/f-,  thus  the  change  from 
ideal  adjustment  alters  the  angular  magnification  in  the  ratio  //(/+  b). 
If  /=  1*4  in.,  b=  "2  in.,  as  in  the  case  mentioned  above,  this  ratio 
is  7/8  ;  thus  the  change  of  angular  magnification  is  not  great,  and 
the  instrument  is  in  this  respect  not  very  different  from  an  ideal 
telescope. 

In  practice  the  value  of  b  depends  partly  on  the  distance  of  the 
object  and  partly  on  the  particular  distance  between  eye  and  image  to 
which  the  eye  of  the  observer  most  readily  accommodates  itself.  The 
value  of  b  is  f*(-v-f)-l-Fz(u-F)~l.  If  the  eye  prefers  a  near 
image,  so  that  -  v,  though  greater  than/  is  not  very  great,  b  is  positive 
and  A  is  positive.  But  if  the  eye  prefers  a  very  distant  image,  -  v  may 
be  much  greater  than  M,  so  that  b  and  A  are  negative.  The  mounting 
f  the  lenses  usually  permits  both  positive  and  negative  values  of  b. 
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37.     Combination  of  two  instruments. 

When  two  instruments  whose  constants  are  known  are  placed  end 
to  end,  so  that  light  traverses  first  one  and  then  the  other,  the  con- 
stants of  the  resulting  compound  instrument  can  be  calculated  easily 
if  each  of  the  original  instruments  be  supposed  replaced  by  its 
equivalent  single  surface  (or  single  thin  lens).  In  the  resultant  two- 
surface  instrument  the  distance  between  the  single  surfaces  must  be 
taken  equal  to  the  distance  between  the  second  unit  plane  of  the  first 
instrument  and  the  first  unit  plane  of  the  second.  The  object  must, 
however,  be  regarded  as  having  the  same  position  relative  to  the  single 
surface  replacing  the  first  instrument  as  it  actually  has  relatively  to 
the  first  unit  plane  of  the  first  instrument. 

A  knowledge  of  the  constants  of  an  instrument  is  equivalent  to 
knowledge  of  its  power  and  of  the  positions  of  its  unit  planes.  Taking 
the  unit  planes  of  an  instrument  of  power  K  as  planes  of  reference,  the 
constants  for  those  planes  are  K,  1,  1,  0.  If  we  have  two  instruments 
of  powers  *x  and  *2  whose  adjacent  unit  planes  are  at  reduced  distance 
a  apart,  we  see,  by  substituting  the  equivalent  single  surfaces,  that 
the  constants  of  the  combined  instrument  are  Kl  +  K2  +  ctKlK2,  l  +  aK2, 
1  +O,KI,  a,  the  planes  of  reference  to  which  these  constants  refer  being 
the  first  unit  plane  of  the  first  instrument,  and  the  second  unit  plane 
of  the  second  instrument,  since  these  planes  correspond  to  the  first 
and  last  refracting  surfaces  of  the  equivalent  two-surface  system. 

It  is  worth  noting  that  the  constants  for  a  combination  of  two 
instruments,  which  we  may  suppose  to  be  situated  in  air,  assume 
simple  forms  if  expressed  in  terms  of  the  focal  lengths  /i,  /2  of  the 
instruments,  and  the  distance  b  between  their  adjacent  principal  foci. 
The  planes  of  reference  being  the  first  principal  focal  plane  of  the 
first  instrument,  and  the  second  principal  focal  plane  of  the  second 
instrument,  we  readily  obtain  : 

A=A'=-±,    £'  =  -•,     C"  =  -,    D'-O  ...(81). 
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For  a  combination  of  three  instruments  the  corresponding  results 
are 

A  =  ff  -*?>-,   B'  =  tg,    C"  =  ^4,   DV-&L 

/1/2/3  /2/3  /1/2  /2 


3—2 


36  ADVANTAGE   OF  A   COMPOUND   INSTRUMENT  [v 

V.    THE  EQUIVALENT  THIN  LENS. 

38.     Advantages  of  a  compound  instrument. 

In  connexion  with  the  fact  that  any  symmetrical  optical  instrument 
in  air  may,  so  far  as  the  first  order  approximation  is  concerned,  be 
replaced  by  an  equivalent  single  thin  lens,  there  naturally  presents 
itself  the  question — what  advantage  has  the  relatively  complex 
instrument  over  the  equivalent  single  lens  ? 

The  most  obvious  answer  to  this  question  is  that,  by  adjustment  of 
the  curvatures  of  the  faces  of  the  lenses  that  make  up  the  instrument, 
it  is  possible  to  diminish  greatly  the  aberrations  of  rays  that  are 
inclined  to  the  axis,  and  so  to  increase  the  angular  field  which  is 
represented  after  refraction  by  a  clear  image.  Aberration  is  an  effect 
depending  on  the  small  quantities  of  the  second  or  higher  orders  which 
have  been  neglected  throughout  the  present  discussion.  The  effect  of 
diminishing  aberration  is  to  extend  the  values  of  the  small  inclinations 
for  which  the  formulae  we  have  obtained  may  be  regarded  as  approxi- 
mately representing  the  actual  facts. 

But,  if  we  agree  to  pay  no  attention  to  second  order  small 
quantities,  we  may  still  ask  whether  the  single  thin  lens  is  really  as 
effective  as  the  instrument  it  replaces.  The  first  telescopes  were 
not  corrected  for  aberration,  and  there  must  be  some  more  elementary 
reason  why  they  were  constructed  of  two  lenses  when  a  single  lens 
might  have  sufficed. 

For  a  telescope  in  ideal  adjustment  there  is,  of  course,  no 
equivalent  thin  lens.  For  the  power  is  zero,  and  the  unit  planes 
are  at  infinity.  To  give  such  relative  translation  to  the  object  and 
image  systems  as  shall  bring  these  unit  planes  into  coincidence,  and 
then  to  use  a  lens  of  zero  power,  is  a  proceeding  which  can  hardly  be 
regarded  as  practicable.  But  the  Galileo  telescope,  or  opera-glass,  as 
frequently  used,  is  not  a  telescope  in  ideal  adjustment,  and  might 
therefore  be  expected  to  have  an  equivalent  thin  lens  capable  of  being 
used  in  its  stead. 

The  magnification  formula  l/m  =  Ap,  where  p  is  the  distance  of 
the  object  beyond  the  first  principal  focal  plane,  shews  that,  when 
an  instrument  is  used  for  viewing  objects  beyond  the  first  principal 
focus,  the  linear  magnification  cannot  be  positive  and  so  the  image 
cannot  be  upright  unless  the  power  of  the  instrument  is  positive.  So, 
when  the  opera-glass  is  used  in  this  way,  the  power  is  positive  and  the 
equivalent  thin  lens  is  a  diverging  one.  Now  if  we  view  an  object 


38] 


EQUIVALENT   THIN   LENS 


37 


AB  through  a  diverging  lens,  and  if  A'B'  be  the  image,  and  0  the 
centre  or  unit-point  of  the  lens,  OA'A  and  OB 'B  are  straight  lines, 
and  the  image  (if  upright)  is  on  the  same  side  of  the  lens  as  the  object, 
namely  on  the  side  remote  from  the  eye ;  if  the  object  is  distant,  the 
image  is  nearer  to  the  eye  than  the  object. 

The  eye  E  is  necessarily  outside  the  triangle  AOB,  and  conse- 
quently the  image  A'B'  subtends  at  the  eye  a  smaller  angle  than 


the  object  AB ;  thus  there  is  no  angular  magnification,  but  rather 
angular  diminution,  and  the  lens  is  not  serving  any  useful  end.  If 
only  E  could  be  on  the  same  side  of  the  lens  as  AB,  the  angle  A'EB' 
would  be  greater  than  the  angle  AEB,  and  angular  magnification 
would  be  attained ;  but  it  is  impossible  to  use  a  lens  if  the  eye  is 
on  the  same  side  of  it  as  the  object. 

Now  let  us  consider  a  Galileo's  telescope  in  which  the  object-glass 
is  converging  and  of  focal  length  F,  the  eye-glass  diverging  and  of 
focal  length  f,  and  the  distance  between  the  lenses  F-  f—  b.  Using 
the  standard  formulae  for  two  thin  lenses,  we  put  *i  =  -  I  IF,  *2  =  I//, 
a  =  F-f-  b  ;  whence 

A  =  K!  +  K2  +  «K!  *2  -  b/Ff,  }  ,      . 

B  =  l+aKz  =  (F-b)lf,  C=l+aKl  =  (f+b)/Fj" 
In  order  that  the  power  of  the  instrument  may  be  positive,  b  must 
be  positive,  i.e.  the  lenses  are  nearer  together  than  in  the  ideal  adjust- 
ment. The  distance  of  the  second  unit  plane  from  the  eye-end  of  the 
instrument  is  (1  -  O)jA  orf(F-f-fy/b,  which  is  positive,  and  usually 
large  compared  with  f.  Now  the  eye  is  placed  quite  close  to  the  eye- 
glass, and  therefore  the  unit  plane  is  behind  the  eye.  The  eye  is  in 
front  of  the  unit  plane  for  the  eye-end  of  the  instrument,  and  yet  the 
instrument  is  between  the  eye  and  the  object,  so  that  it  can  be  used 
for  viewing  the  object.  Now  the  eye  and  the  image  system  occupy 
the  same  position  relatively  to  the  equivalent  thin  lens  as  if  that  lens 
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were  in  the  second  unit  plane,  and  so  the  use  made  of  the  instrument 
corresponds  to  the  use  of  the  single  lens  when  the  eye  is  between  the 
lens  and  the  object,  under  which  circumstances  there  is  a  genuine 
angular  magnification.  The  difference  between  the  two  cases  is  that 
for  such  a  position  of  the  eye  the  rays  do  not  traverse  the  single  lens 
before  reaching  the  eye,  but  do  traverse  the  telescope  ;  the  single  lens 
is  as  useless  as  if  it  were  absent,  the  telescope  gives  the  image  mag- 
nified as  required.  Or,  to  put  the  matter  briefly,  angular  magnification 
can  only  be  obtained  by  putting  the  eye  between  the  single  lens  and 
the  object ;  the  telescope  gives  us  the  advantage  of  having  the  eye  in 
front  of  the  lens,  without  the  corresponding  disadvantage  of  having 
the  lens  in  such  a  position  that  the  light  on  its  way  to  the  eye  does 
not  traverse  the  lens  at  all. 

If  the  opera-glass  is  used  with  such  an  adjustment  that  the  image 
is  more  distant  than  the  object,  the  circumstances  are  different.  In 
this  case  b  and  A  are  negative,  so  that  the  equivalent  lens  is  con- 
verging and  would  yield  angular  magnification  to  an  eye  placed  behind 
it.  The  single  lens  would,  in  fact,  be  used  like  a  reading-glass  or  a 
simple  microscope.  If  d,  D  denote  the  distances  of  lens  and  object 
from  the^eye,  and  <f>  the  focal  length,  <f>  +  d>D,  and  the  angular  mag- 
nification n  is  given  by  n~l  =  1  -  d  (D  -  d}  <j>~^D~l.  Thus  a  value  of  n 
sensibly  greater  than  unity  requires  both  d  and  <f>  to  be  of  the  same 
order  of  greatness  as  D.  For  distant  objects  this  is  clearly  impractic- 
able. But  with  a  compound  instrument  it  is  easy  to  arrange  for  the 
equivalent  conditions,  namely  that  the  power  be  small  and  the  eye  at 
a  great  distance  behind  the  second  unit  plane. 

39.    The  Unilens. 

There  has  lately  been  invented  an  instrument  which  seems  at  first 
to  constitute  a  refutation  of  what  we  have  said  about  the  practical 
uselessness  of  the  equivalent  thin  lens.  Major  Baden  Powell's 
"  Unilens  "  is  a  single  lens  which,  when  held  at  a  distance  of  three 
or  four  feet  from  the  eye,  performs  the  functions  of  a  field-glass  and 
gives  an  upright  magnified  image  of  distant  objects.  The  action  of 
the  unilens  is  very  interesting ;  it  is  a  single  convex  lens  of  about  six 
feet  focal  length,  so  that  when  it  is  being  used  the  eye  is  between  the 
lens  and  the  principal  focus.  The  image  of  a  distant  object  is  there- 
fore a  real  inverted  image,  behind  the  principal  focus  and  therefore 
behind  the  eye.  The  pencils  which  are  on  their  way  to  form  this  image 
are  intercepted  by  the  lens  of  the  eye,  and  the  eye  accommodates  itself 
to  receive  the  resulting  image  on  the  retina.  The  accommodation 
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required  is  of  the  same  kind  as  that  which  prepares  the  eye  to  view 
infinitely  distant  objects,  but  it  is  exaggerated  to  an  extent  which  may 
be  called  accommodation  for  objects  beyond  infinity.  The  manu- 
facturers state  that  only  three  people  out  of  four  can  use  the  unilens  ; 
the  use  of  the  instrument  is  found  to  tire  the  eye. 

VI.     REFLECTING  INSTRUMENTS. 
40.     Analytical  formulae  expressing  the  laws  of  reflexion. 

The  laws  of  reflexion  are  :—  (i)  the  incident  ray,  the  reflected  ray, 
and  the  normal  to  the  reflecting  surface  at  the  point  of  incidence  are 
in  one  plane  ;  (ii)  the  angle  of  incidence  is  equal  to  the  angle  of 
reflexion. 

Using  the  notation  of  Article  1,  with  this  modification  that 
(/',  m,  n')  shall  be  the  cosines  of  the  reversed  reflected  ray,  we  see 
that  the  diagram  of  that  Article  would  be  suitable  for  a  reflexion  if  OC 
were  equal  to  OB  and  inclined  to  OK  at  the  same  angle  as  OB,  but  on 
the  other  side  of  OK',  in  fact  if  C  were  on  BJ  produced,  and  CJ=  JB. 
Now  this  amounts  simply  to  a  law  of  refraction  in  which  /*'  =  —  /*,  and 
so  we  get  the  laws  of  reflexion  by  putting  this  value  of  /*'  in  equations 
(1).  The  result  is 


.....................  (84). 

ri  +  n  =  2N  cos  <f>  J 
"When  all  the  inclinations  to  the  axis  of  z  are  very  small  we  have  the 
approximate  formulae 


and  when  the  mirror  is  a  spherical  surface  whose  radius  p  is  reckoned 
positive  when  the  convexity  is  towards  the  positive  direction  of  the 
axis  of  z, 

L  =  xjp,    M=y/pt 
and  l'  +  l  =  2xjp,     m'  +  m  =  2y/p  ..................  (86), 

where  (x,  y)  are  coordinates  of  the  point  of  incidence. 

Formulae  (86)  are  useful  and  easy  to  remember,  but  for  our  present 
purpose  it  is  convenient  to  modify  them  so  that  their  form  may  corre- 
spond with  that  of  the  formulae  for  a  refracting  surface.  Since  /'  is 
the  projected  inclination  of  the  reversed  reflected  ray  to  the  axis  of  z, 
it  is  clear  that,  if  we  take  an  axis  of  z'  in  the  opposite  direction  to  the 
axis  of  z,  i.e.  in  the  direction  of  the  reflected  central  ray,  the  corre- 
sponding projected  inclination  of  the  actual  reflected  ray  is  -  /'.  This, 
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multiplied  by  the  index  /x  of  the  medium  in  which  the  ray  travels,  is 
the  reduced  projected  inclination  (to  the  axis  of  z)  of  the  reflected 
ray.     We  may  put  -2/x/p  =  *,  and  call  K  the  power  of  the  mirror, 
noting  that  K  is  positive  when  the  reflecting  surface  is  convex  to  the 
rays,  and  that  K  depends  on  the  index  of  the  medium  in  which  the 
mirror  is  placed. 

With  this  notation  the  typical  formula  becomes 

S'  =  S  +  K#    ...........................  (87), 

which  differs  from  the  refraction  formula  only  in  the  interpretation 
of  8'. 

41.     Single  Spherical  Mirror. 

In  studying  image  formation  by  a  single  mirror,  we  take  planes  of 
reference  for  the  incident  and  refracted  rays  at  reduced  distances  u,  v, 
respectively  from  the  mirror.  The  coordinates  of  the  points  where 
the  rays  cut  these  planes  are  (#0,  y0)  and  (#,  y).  Then  by  mathe- 
matical reasoning  formally  identical  with  that  for  a  single  refracting 
surface  (Article  14),  we  get 


8'  =  «*+(«»  +  1)8  1  , 

X  =  (KV  +  1)  X  +    KUV  +  U  +  v)&  )  " 


X  =  (KV  +  1)  X  +  (KUV  + 

Thus  the  condition  for  conjugate  focal  planes  is 

KUV  +u+v=0  ...............  ...........  -(89), 

and  the  magnification  formulae  are 

m~l  =  Ku  +  l,     m  =  KV+l  .....................  (90). 

42.     Geometrical  interpretation. 

There  is  a  remarkable  difference  between  the  geometrical  signifi- 
cance of  formula  (89)  when  applied  to  a  mirror  and  when  applied  to  a 
refracting  surface.     This  is  made  clear  if  we  replace  reduced  distances 
by  true  distances.     In  the  case  of  the  mirror  the  index  of  the  medium 
is  really  irrelevant,  and  if  we  denote  true  distances  by  accented  letters 
we  find  that  the  condition  for  conjugate  focal  planes  is 

-I2p-lu'v+u'  +  v'  =  0  .....................  (91). 

On  the  other  hand  for  a  refracting  surface  we  get 

KUV  +  p'u  +  fj-v'  =  0  ........................  (92). 

The  latter  formula  represents  homography,  the  former  represents  a 
very  special  kind  of  homography,  namely  involution. 

That  the  homography  represented  by  (91)  is  an  involution  is  a  fact 
which,  if  it  were  not  mathematically  obvious  from  the  form  of  the 
equation,  would  be  inferred  at  once  from  the  physically  obvious 
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reciprocal  relation  between  an  object  and  its  image  formed  by 
reflexion.  It  might  be  thought  that  a  thin  lens  must  also  yield 
an  involution  relation  between  conjugate  foci  for  a  similar  reason. 
But  though,  in  a  sense,  it  is  true  that  object  and  image  are  inter- 
changeable for  any  refracting  instrument,  this  interchange  always 
implies  a  corresponding  reversal  of  the  direction  in  which  the  rays 
pass  ;  if  we  insist  on  the  rays  always  passing  in  the  same  sense,  the 
relation  between  object  and  image  is  not  a  reciprocal  one.  From  the 
purely  mathematical  point  of  view  it  might  be  argued  that  in  the  case 
of  a  thin  lens,  //.  =  //,  and  the  coefficients  of  u  and  v  in  (92)  are 
therefore  equal  ;  that  is  true,  but  as  u  and  v'  are  measured  in  opposite 
senses  from  the  lens  their  coefficients  would  have  to  be  equal  in  mag- 
nitude but  opposite  in  sign  in  order  that  the  homography  should  be  an 
involution.  It  is  otherwise  with  formula  (91),  since  u  and  v  are 
measured  in  the  same  sense  from  the  mirror. 

The  double  points  of  the  involution  of  (91)  are  clearly  given  by 

u  =  v  =  0  and  u  =  v'  —  p  , 

that  is  the  apex  of  the  mirror  and  the  centre  of  curvature.  For  one 
double  point  m  =  +  l,  for  the  other  m  =  —  l. 

43,     Reflecting  Telescopes. 

As  an  example  of  the  application  of  the  reflexion  formulae,  let  us 
consider  the  instrument  known  as  Cassegrain's  telescope.  The  in- 
cident light  first  strikes  a  concave  mirror,  is  reflected  backwards  to 
strike  a  convex  mirror,  and  is  again  reflected  ;  the  light  after  the 
second  reflexion  passes  through  a  small  hole  in  the  middle  of  the 
concave  mirror  and  is  refracted  through  a  lens  which  constitutes  the 
eye-piece.  If  the  radius  of  the  concave  mirror  be  R,  that  of  the 
convex  mirror  r,  the  power  of  the  lens  *,  the  distance  between  the 
mirrors  a,  and  the  distance  from  the  convex  mirror  to  the  lens  b,  we 
have  the  same  mathematical  formulae  as  for  a  refracting  instrument 
of  three  lenses,  the  values  of  the  powers  and  mutual  distances  being 


The  power  of  the  whole  instrument  is  accordingly,  by  (66), 

22      4a\ 


which  must  vanish  if  the  instrument  is  to  be  in  ideal  telescopic  adjust- 
ment.    In  that  particular  case  the  angular  magnification  would  be 

B=(l    +«lK2)    (1    +  a2  Kg)  +  «j  Kg 

=  (1  +  2$r~1)  (1  +  Kb)  +  aK. 
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In  Gregory's  telescope  the  second  mirror  is  concave.  The  formulae 
are  derived  from  the  formulae  for  Cassegrain's  telescope  by  changing 
the  sign  of  r. 

If  the  eye-piece  used  in  either  case  is  compound,  i.e.  consists  of 
more  than  one  lens,  the  formulae  still  apply  if  *  is  the  power  of  the 
eye-piece  as  a  whole,  and  b  the  distance  from  the  second  mirror  to  the 
first  unit  plane  of  the  eye-piece. 

There  are  somewhat  neater  expressions  for  the  constants  in  terms 
of  the  focal  lengths  of  the  mirrors  and  the  eye-piece,  and  the  distances 
between  adjacent  principal  focal  planes.  They  may  be  got  by  sub- 
stitution in  the  formulae  quoted  at  the  end  of  Article  37. 

44.    Refracting  instrument  and  single  mirror. 

From  the  point  of  view  of  pure  geometry  the  formation  of  images 
by  light  which  first  traverses  a  refracting  instrument,  is  then  reflected 
by  a  mirror,  and  then  goes  back  through  the  refracting  instrument,  is 
of  some  interest.  The  power  of  the  instrument  being  A,  and  that  of  the 
mirror  A',  and  the  reduced  distance  of  the  mirror  from  the  second 
unit  plane  of  the  instrument  being  a,  it  is  easy  to  see  by  considering 
the  equivalent  single  surface,  that,  save  for  a  reversal  of  general 
direction,  the  emergent  light  behaves  as  if  it  had  traversed  three 
surfaces  whose  powers  and  distances,  in  order,  are  A,  a,  A',  a,  A. 
And  therefore  if  u,  v  be  measured,  both  in  the  same  direction,  from  the 
first  unit  plane  of  the  refracting  instrument,  the  condition  for  con- 
jugate focal  planes  is 


^ 

KUV  +  -5-  V  +  ^—  U  +  z—  r-  =  0, 

fa,        0*|        8^8*3 
where  K  is  the  function  Ks  formed  from 

*i  =  A,     cii  =  a,     K2  =  A',     a2  =  ci,     K3  =  A. 

By  the  symmetry  of  K,  the  coefficients  of  u  and  v  in  this  relation  are 
equal  ;  hence  it  represents  an  involution.  On  physical  grounds  this 
was  to  be  expected,  since  the  relation  between  object  and  image  is  a 
reciprocal  one.  The  unit  planes  of  the  compound  instrument  clearly 
coincide,  namely  at  one  of  the  double  points  of  the  involution  ;  the 
other  double  point  corresponds  to  magnification  equal  to  -  1,  for  an 
interchange  of  object  and  image  changes  m  to  1/m,  and  therefore  when 
object  and  image  coincide  it  is  necessary  that  m  =  1/m,  or  m2=  1.  The 
instrument  can  be  replaced  by  a  single  equivalent  mirror  at  the  unit 
plane,  with  its  centre  at  the  other  double  point  of  the  involution  ;  and 
the  equivalence  is  mathematically  complete  without  any  translation  of 
object  or  image,  since  the  unit  planes  coincide. 
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VII.     ENTRANCE   AND   EXIT   PUPILS. 

45.    Amplitude  of  the  pencil  of  rays  from  any  point. 

The  pencil  of  rays,  proceeding  from  any  bright  point,  which 
traverses  the  whole  of  an  optical  instrument,  is  liable  to  be  restricted 
in  consequence  of  the  necessarily  restricted  area  of  each  of  the  re- 
fracting or  reflecting  surfaces  of  which  the  instrument  is  composed. 
Thus  the  area  of  a  thin  lens  available  for  transmission  of  light  is  deter- 
mined by  the  circular  edge  of  the  lens,  or  by  the  aperture  of  the 
opaque  frame  in  which  the  lens  is  held  ;  the  pencil  cannot  be  of  greater 
width  than  that  necessary  to  fill  this  aperture.  Some  one  of  these 
opaque  boundaries  (not  necessarily  that  of  smallest  aperture)  will 
restrict  the  transmitted  pencil  to  a  greater  extent  than  would  any  of 
the  others,  and  will  thus  be  effective  in  determining  the  angular  extent 
of  the  emergent  pencil.  Or  it  may  be  that  somewhere  on  the  axis  of 
the  instrument  there  is  placed  an  opaque  "  stop  "  with  a  circular  hole 
in  it,  through  which  the  rays  must  pass,  and  that  this  hole  is  so 
narrow  that  its  amplitude  is  what  determines  the  extreme  rays  of  the 
transmitted  pencil. 

The  effective  "stop,"  whether  it  be  coincident  with  one  of  the 
refracting  or  reflecting  surfaces,  or  not,  has  its  aperture  completely 
filled  with  rays.  The  image  of  this  aperture  (treated  as  a  bright 
object)  formed  by  the  whole  of  the  series  of  surfaces  at  which  the  rays 
suffer  reflexion  or  refraction  after  traversing  the  stop,  is  a  circular  area 
perpendicular  to  the  axis  of  the  instrument  which  is  completely  filled 
by  the  emergent  rays  (or  by  these  rays  produced  backwards  if  neces- 
sary). This  circular  area  is  called  the  "exit-pupil."  The  extreme 
rays  of  the  pencil  converging  to  any  image  point  are  got  by  joining  the 
image  point  to  all  the  points  of  the  boundary  of  the  exit-pupil. 

The  image  of  the  effective  stop  which  would  be  got  by  reversing 
the  general  direction  of  the  rays  and  using  only  the  surfaces  which  lie 
between  the  stop  and  the  object-end  of  the  instrument,  is  called  the 
"  entrance-pupil."  The  extreme  rays  of  that  part  of  the  pencil,  which 
enters  the  instrument  from  any  bright  point,  which  is  destined  ultimately 
to  emerge,  are  got  by  joining  the  bright  point  to  all  the  points  of  the 
boundary  of  the  entrance-pupil. 

Since  the  formation  of  a  good  image  depends  on  keeping  the 
inclinations  of  the  rays  very  small,  there  is  an  obvious  advantage  in 
the  use  of  a  stop  of  small  aperture.  But  there  are  the  corresponding 
disadvantages  of  a  more  restricted  field  of  view  and  a  diminution  in 
the  quantity  of  the  transmitted  light. 
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VIII.    CHROMATIC   DEFECTS   OF  THE   IMAGE. 

46.  Dispersion. 

Light  is  a  periodic  wave  motion  of  the  aether,  but  ordinary  white 
light  is  not  a  simply  periodic  motion  having  a  single  period,  like  the 
motion  of  a  simple  pendulum ;  it  resembles,  rather,  the  more  com- 
plicated oscillations  of  a  dynamical  system  having  several  degrees  of 
freedom,  such  as  a  number  of  particles  attached  at  different  points  to 
a  string  which  hangs  from  a  fixed  end ;  the  motion  is  very  complex, 
but  may  be  regarded  as  compounded  of  a  number  of  distinct  motions 
each  of  which  is  simply  periodic,  which  have  different  periods. 
Aethereal  oscillations  of  different  periodicities  produce  in  the  eye 
different  colour  sensations,  and  white  light  is  not  light  of  any  par- 
ticular pure  colour,  but  is  a  mixture  of  lights  of  different  periodic 
times  or  different  colours,  namely  the  colours  of  the  rainbow  and  the 
spectrum. 

In  free  aether  and  in  air  lights  of  different  colours  are  propagated 
with  the  same  velocity,  but  in  other  transparent  media  the  light- 
disturbances  corresponding  to  different  colours  are  propagated  with 
different  velocities  and  have  different  indices  of  refraction.  Conse- 
quently any  given  refracting  optical  instrument  is  likely  to  produce 
different  effects  upon  beams  of  light  of  different  colours ;  and  to  an 
entering  beam  of  mixed  (e.g.  white)  light  there  will  correspond,  not 
a  single  emergent  beam  of  mixed  light,  but  a  number  of  emergent 
beams  of  different  colours  probably  in  different  directions  and  having 
different  focal  properties.  This  is  most  strikingly  exemplified  in 
Newton's  method  of  producing  a  spectrum  of  sunlight  by  means  of 
a  glass  prism.  The  phenomenon  of  the  separation  of  the  beams  of 
different  colours  is  called  "  dispersion." 

Instruments  composed  entirely  of  reflecting  surfaces  are,  of  course, 
free  from  dispersion  effects. 

47.  Dispersive  power  of  a  substance. 

In  estimating  the  extent  to  which  a  substance  behaves  differently 
towards  light-beams  of  different  colours,  we  fix  our  attention  on  two 
standard  colours  in  different  parts  of  the  spectrum,  for  example  blue 
and  red,  and  we  measure  the  refractive  index  for  each  of  these  colours. 
The  difference  between  the  two  indices,  or  any  simple  function  pro- 
portional to  this  difference,  might  be  taken  as  a  measure  of  the 
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dispersive  power  so  far  as  the  selected  colours  are  concerned.  Of 
course  the  standard  colours  have  to  be  more  precisely  defined  than 
by  mere  colour-names  ;  they  are  identified  by  their  positions  in  the 
spectrum,  being  the  colours  corresponding  to  selected  bright  lines  in 
the  spectra  of  familiar  substances.  For  our  purpose  it  will  suffice  to 
call  them  "colour  No.  1"  and  "colour  No.  2,"  and  to  denote  the 
corresponding  indices  by  ^  and  //2. 

The  deviation  produced  by  a  prism  of  small  angle  a  on  rays 
which  are  incident  nearly  normally  is  known  to  be  approximately 
(/u,-  1)  a.  Hence  the  difference  between  the  deviations  of  rays  of  the 
two  standard  colours  is  (/u2  -  ^a)  a .  The  ratio  of  the  difference  of 
deviations  to  the  absolute  deviation  of  a  ray  of  a  third  standard 
colour  (No.  3)  is  therefore 

0*2  ~/*l)/  0*3-1), 

and  depends,  not  on  the  shape,  but  only  on  the  nature  of  the  material 
of  the  prism.  It  is  therefore  a  suitable  quantity  to  take  as  a  measure 
of  the  extent  to  which  the  material  behaves  differently  to  the  two 
standard  colours,  and  is  called  the  "  dispersive  power "  of  the  sub- 
stance. It  is  usually  written 

(A/^/0-l)  (93), 

the  operator  symbol  A  being  used  to  denote  the  increment  of  the 
function  of  /*  on  which  it  operates  when  /A  is  changed  from  ^  to  /x2, 
and  the  suffix  being  dropped  in  the  case  of  colour  No.  3.  For  brevity 
the  dispersive  power  is  denoted  by  the  symbol  -&.  It  must  be  noted 
that  a  numerical  value  of  TV  for  any  particular  substance  is  meaningless 
unless  it  is  accompanied  by  a  precise  definition  of  the  standard  colours 
to  which  it  refers. 

The  dispersive  power  w  is  usually  a  very  small  quantity.  When 
colour  No.  1  corresponds  to  the  C  line  (in  the  red),  colour  No.  2  to  the 
F  line  (in  the  blue),  and  colour  No.  3  to  the  D  line  (in  the  yellow),  the 
values  of  TX  for  some  different  kinds  of  Jena  glass  are  roughly  1/67, 
1/55,  1/65,  1/51,  1/44. 

48.     Powers  of  a  thin  lens  for  different  colours. 

The  power  of  a  thin  lens  of  glass,  situated  in  air,  is  given  by  the 
formula 
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where  p  and  a-  are  the  radii  of  curvature  of  the  faces.     Hence,  for  two 
standard  colours, 


Dividing  corresponding  sides  of  these  equalities  we  get 


_ 
= 


Or  AK^KOT-  ..............................  (94). 

This  formula  gives  the  difference  between  the  powers,  for  the 
standard  colours,  of  a  lens  made  of  a  material  whose  dispersive  power 
is  known. 

49.     Achromatism. 

Since,  in  general,  a  refracting  optical  instrument  behaves  differently 
to  light-beams  of  different  colours,  it  follows  that  it  has  not  simply  one 
set  of  constants  A,  B,  C,  D,  but  many  such  sets,  a  set  for  each  colour. 
And  if  objects  which  differ  only  in  colour  be  placed  successively  in  the 
same  position  in  front  of  the  instrument,  the  corresponding  images 
will  usually  be  in  different  positions  and  of  different  sizes.  If  the 
object  be  white,  or  if  the  light  proceeding  from  it  be  a  mixture  of 
several  pure  colours,  the  instrument  forms  not  one  image,  but  a  series 
of  images,  in  different  positions,  of  different  sizes  and  different  colours. 
The  eye  perceives  all  these  images  simultaneously,  the  resulting 
appearance  being  usually  a  somewhat  blurred  image  of  the  same 
mixed  colour  as  the  object,  surrounded  by  a  party-coloured  fringe. 

This  defect  of  the  image  is  called  "chromatic  aberration,"  and  an 
instrument  which  is  free  or  nearly  free  from  the  defect  is  said  to  be 
"  achromatic." 

In  ideal  achromatism  the  instrument  would  be  such  that  the  images 
of  all  colours  would  be  of  the  same  size  and  in  the  same  position.  But 
ideal  achromatism  is  difficult  of  attainment,  and  an  instrument-maker 
is  usually  satisfied  if  he  can  cause  the  images  of  two  standard  colours 
to  coincide.  When  this  has  been  effected  it  is  generally  the  case  that 
the  images  of  all  the  colours  which  lie  between  the  standard  colours  in 
the  spectrum  are  much  more  nearly  coincident  than  they  would  be  in 
the  absence  of  the  two-colour  achromatism,  and  the  same  is  true  to 
some  extent  for  the  other  parts  of  the  spectrum.  Thus  the  image 
formed  by  an  instrument  which  is  to  this  extent  achromatic  is  very 
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much  better  than  would  be  formed  by  an  instrument  designed  without 
regard  to  achromatism. 

The  most  valuable  device  for  the  partial  removal  of  chromatic 
defects  is  the  combination,  in  one  instrument,  of  different  kinds  of 
glass,  having  different  dispersive  powers.  If  the  dependence  of  index 
on  colour  were  such  as  to  give  the  same  value  to  the  ratio 


for  different  kinds  of  glass,  for  every  selection  of  three  colours  (p,  q,  r), 
then  any  instrument  composed  of  these  kinds  of  glass,  if  achromatic 
for  two  colours,  would  be  achromatic  for  all  colours.  The  fact  that 
the  law  of  dispersion  has  not  actually  this  simple  form  is  referred  to  as 
"  the  irrationality  of  dispersion." 

The  particular  pair  of  colours  for  which  the  instrument  is  made 
achromatic  must  be  chosen  with  reference  to  the  use  to  which  the 
instrument  is  to  be  put.  If  the  instrument  is  to  be  used  for  vision, 
the  colours  selected  are  those  which,  partly  on  account  of  the  relatively 
large  extent  to  which  they  are  present  in  white  light  and  partly  on 
account  of  the  greater  sensitiveness  to  them  of  the  nerves  of  the  eye, 
are  most  important  in  ordinary  vision  ;  such  colours  are  those  in  the 
neighbourhood  of  Fraunhofer's  C  and  F  lines.  But  if  the  instrument 
is  to  be  used  only  for  photographic  purposes,  the  chemical  activity  of 
the  colours  becomes  an  important  consideration,  while  their  effect  on 
the  eye  no  longer  matters  ;  the  colours  selected  would  therefore  be  in 
the  violet  or  ultra-violet  part  of  the  spectrum. 

50.    Partial  achromatism. 

Even  for  two  colours,  achromatism  is  not  easy  to  obtain,  and 
sometimes  the  instrument-maker  is  content  with  partial  achromatism. 
Complete  achromatism  requires  the  two  coloured  images  to  be  of  the 
same  size  and  in  the  same  position  ;  if  one  of  these  conditions  is 
satisfied  but  not  the  other,  the  achromatism  is  partial.  The  eye  is  a 
better  judge  of  size  than  of  distance,  and  so  if  only  one  of  the  con- 
ditions can  be  satisfied  it  is  better  to  achromatize  for  size  than  for 
position. 

It  is  further  to  be  observed  that  an  instrument  may  be  achromatic 
for  a  particular  position  of  the  object  without  being  achromatic  for  all 
positions  of  the  object.  This  "particular"  achromatism  is  of  course 
easier  to  obtain  than  the  "general"  achromatism  which  holds  for  all 
positions  of  the  object. 
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51.  Achromatism  of  a  symmetrical  instrument  composed 
of  thin  lenses  in  air. 

So  far  as  concerns  the  image  formation  corresponding  to  the  first- 
order  approximation  assumed  throughout  the  present  Tract,  the 
conditions  of  achromatism  can  be  deduced  immediately  from  the 
four-constant  formulae.  Taking  the  magnification  formulae, 


we  remark  first  that  for  an  instrument  in  air  the  first  and  last  media 
have  their  indices  unity  for  all  colours.  Hence  u,  v  are  the  true 
distances  of  object  and  image  from  the  instrument.  The  object  being 
in  the  same  position  for  all  colours,  A  u  =  0.  Achromatism  for  size 

requires  that  A  m  .  =  0  and  therefore  of  course  A  —  =  0.     Achromatism 

for  position  of  the  image  requires  A  v  =  0.     If  therefore  we  apply  the 
operator  A  to  the  magnification  formulae  we  see  that 

u&A+AB  =  0  ...........................  (95) 

is  the  condition  for  achromatism  as  regards  size,  and 

vAJL+A(7=0  ...........................  (96) 

a  further  condition  if  the  achromatism  is  for  both  size  and  position. 

If  the  achromatism  is  only  for  a  particular  position  of  the  object, 
i.e.  for  a  particular  value  of  u,  these  equations  as  they  stand  represent 
the  conditions.  But  if  the  achromatism  is  to  be  for  all  values  of  u> 

we  clearly  require 

&A=0,     A#  =  0  ...  .....................  (97) 

for  size,  with  the  further  condition 

Atf=0   ..............................  (98) 

for  position*. 

It  is  a  well  known  theorem  that  if  /(#!,  #2,  #3  ...)  is  a  function  of 
the  independent  variables  #1,  #2,  #3,...,  having  continuous  partial 
differential  coefficients,  and  if  the  symbol  A  be  used  for  small 
increments, 


where  o>  is  small  of  a  higher  order  than  the  increments  ;  hence  if  w  be 
omitted  from  the  right-hand  side  we  have  a  statement  of  equality 
which  is  very  approximately  true. 

*  Since  BC-AD  =  l,  the  vanishing  of  A  A,   A£,  and  A<7  involves  also  the 
vanishing  of  AD. 
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Now  the  constants  of  the  instrument  under  consideration  are 
functions  of  the  powers  of  the  component  thin  lenses  and  their 
mutual  true  distances,  and  these  distances  are  not  affected  by  change 
from  one  colour  to  another.  So  the  operator  A  affects  only  the  *'s, 
and  A  K  is  in  each  case  small.  Accordingly  we  can  apply  the  theorem 
of  the  total  differential,  just  quoted,  and  we  have 

dA  /          dA  /  dA  A 

A  A  =  ^~  A  KJ  +  —  •  A  *2  +  ...  +  —  A  KH) 
8*!  8/<2  dKH 

-  KI^I  +  3-  K2^2+  •••+'5—  Kn^n  (by  Art.  48)  ...(99), 

OKj  CK2  OKn 

with  corresponding  expressions  for  A  B  and  A  C.  Substituting  these 
in  the  formulae  (95)  and  (96),  or  (97)  and  (98),  we  have  the  conditions 
for  partial  or  complete,  particular  or  general,  achromatism. 

52.     Instrument  consisting  of  two  lenses. 
For  an  instrument  consisting  of  two  thin  lenses,  Kl9  *2,  at  a  distance 
a  apart, 


A  C=a*tt  ' 

The  conditions  for  general  achromatism  as  to  the  size  of  the  image, 
namely  A  A  =  0,  A  B  =  0,  are  obviously  equivalent  to  ^  =  0,  sr2  =  0. 
Accordingly  this  partial  achromatism  for  all  positions  of  the  object  is 
unattainable  unless  each  of  the  thin  lenses  separately  is  achromatic, 
i.e.  made  of  a  substance  which  has  no  dispersive  power.  But  the  only 
known  substances  whose  dispersive  power  is  practically  zero  are  those 
whose  index  is  not  sensibly  different  from  unity,  and  lenses  made  of 
such  material  would  have  no  power.  So  general  achromatism  as  to 
size  is  unattainable  with  two  thin  lenses  at  a  distance  apart. 

The  condition  for  achromatism  as  to  size,  for  a  particular  position 
of  the  object,  is 

{(1  +<*«,)  JCi«i  +  (l  +  «*!)  Jc2*ar2}M  +  aK2ara  =  0    ......  (101)> 

which  assumes  a  still  simpler  form  if  the  lenses  are  of  the  same  material, 
so  that  OT!  =  z5T2  .  It  is  always  possible  to  choose  a,  K:  ,  *2  so  that  this 
shall  be  satisfied  for  a  prescribed  value  of  u. 

53.     Achromatism  of  the  eye-piece  of  a  telescope. 

If  the  objective  of  a  telescope  be  a  reflector,  or  a  compound  object- 
glass  which  is  itself  achromatic,  it  is  necessary  that  the  eye-piece  also 
L.  4 
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should  be  an  achromatic  instrument.  "When  the  telescope  is  in  ideal 
adjustment  the  achromatism  required  in  the  eye-piece  is  of  a  particular 
kind,  corresponding  to  a  particular  position  of  the  object.  For  the 
object  is  the  real  image  formed  by  the  objective,  and  is  in  the  first 
principal  focal  plane  of  the  eye-piece. 

For  this  position  of  the  object  it  is  meaningless  to  talk  of  achro- 
matism for  size  or  achromatism  for  position,  inasmuch  as  the  final 
image  is  infinitely  distant  and  the  linear  magnification  is  infinite. 

The  pencil  of  rays  proceeding  from  a  particular  point  of  the  object 
in  the  focal  plane  becomes,  after  refraction  through  the  eye-piece,  a 
beam  of  parallel  rays  whose  direction  determines  the  angular  position 
of  the  image  perceived  by  the  eye.  If  the  beams  of  different  colours 
enter  the  eye  in  different  directions,  there  will  be  a  series  of  images  of 
different  colours  and  in  different  angular  positions,  in  fact  a  chromatic 
effect  which  would  lessen  the  utility  of  the  telescope.  The  kind  of 
achromatism  to  be  aimed  at  is  therefore  parallelism  of  the  emerging 
beams  of  different  colours. 

This  statement  is  however  only  approximately  correct,  for  the  eye- 
piece has  different  focal  planes  for  different  colours.  The  object  is 
accordingly  in  the  focal  plane  for  one  colour,  but  out  of  the  focal  plane 
for  all  other  colours.  Only  one  of  the  emerging  beams  is  a  beam  of 
parallel  rays,  the  others  consist  of  rays  which  are  in  each  case  very 
nearly  parallel.  The  condition  of  achromatism  is  therefore  more 
precisely  stated  as  parallelism  of  the  principal  or  central  rays  of  the 
emerging  pencils  of  different  colours. 

The  formula  for  the  direction  of  an  emerging  ray  is 


the  notation  being  as  usual.  In  the  present  application  u  has  such  a 
value  as  to  place  the  object  in  the  first  focal  plane  of  the  eye-piece, 
#0  refers  to  a  particular  point  of  the  object,  and  80  to  a  particular  ray 
proceeding  from  that  point. 

We  shall  apply  the  operator  A  to  both  sides  of  this  equation,  noting 
that  though  for  one  colour  Au  +  B  is  zero  it  is  not  necessarily  zero  for 
any  other  colour.  As  #0  and  80  are  unaffected  by  A  ,  the  result  of  the 
operation  is 

A8  =  #0A.4+(wAj4+  A#)S0; 

the  condition  of  achromatism  is  that,  when  80  corresponds  to  the 
central  ray  of  the  pencil, 
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Thus  the  condition  of  achromatism  is 


when  a  suitable  value  has  been  substituted  for  80. 

It  is  usual,  though  not  correct,  to  take  as  the  central  ray  of  the 
pencil  the  ray  which,  before  entering  the  eye-piece,  is  parallel  to  the 
axis.  For  this  ray  S0  =  0,  and  therefore  the  corresponding  condition 
for  achromatism  is 

AJ.  =  0  ..............................  (102). 

Thus  we  have  the  condition  usually  given  for  the  achromatism  of  the 
eye-piece  of  a  telescope  in  ideal  adjustment,  namely  that  the  powers 
of  the  eye-piece  for  the  standard  colours  shall  be  the  same. 

In  the  case  of  a  pencil  of  nearly  parallel  rays,  it  cannot  matter 
much  which  of  the  rays  is  taken  as  the  principal  or  central  ray,  and 
therefore  the  condition  just  obtained  must  give  very  good  achromatism. 
But  it  is  undoubtedly  more  precise  to  treat  the  ray  through  the  centre 
of  the  objective  of  the  telescope  as  the  principal  ray.  For  this  ray 
S0  =  a?0/jpT,  where  F  is  the  focal  length  of  the  objective,  and  so  the  con- 
dition for  achromatism  is 


or  if  we  put  u  +  F=  b,  so  that  b  is  the  distance  between  the  objective 
and  the  field-lens  of  the  eye-piece, 


........................  (103). 

Let  us  consider,  as  an  example,  an  eye-piece  consisting  of  two  thin 
lenses  Klt  *2,  at  a  distance  a  apart.     For  this  eye-piece 

A  —  /q  +  K2  +  $/q  K2  , 

and  the  usual  condition  of  achromatism  is 

0=  A  A  =(l  +«K2)  KJ^T!  +  (l+aicj  K2sr2   .........  (104). 

On  the  other  hand  B  =  l  +  a^,   ^B-a^w^,  and  the  more  precise 
condition  for  achromatism  is 

0  ............  (105). 


The  formulae  are  the  same  if  we  agree  to  neglect  a/b,  the  ratio  of  the 
distance  between  the  lenses  of  the  eye-piece  to  the  distance  between 
eye-piece  and  objective.  This  is  usually  quite  a  small  quantity. 

The  usual  condition  of  achromatism  assumes  a  simple  form  if  the 

4—2 
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lenses  of  the  eye-piece  are  of  the  same  kind  of  glass.  When  this  is  the 
case  wj  =  w2,  and  the  condition  reduces  to 

Put  K!  =  -  I//!,.  K2  =  -  l//2,  so  that  /!,  /2  are  the  focal  lengths  of  the 
lenses,  positive  when  converging,  and  we  get  the  still  simpler  result 

2a  =/!+/,. (106), 

or,  in  words,  the  distance  between  the  lenses  is  the  arithmetic  mean  of 
their  focal  lengths.  This  condition  is  satisfied  by  the  Huygens  eye- 
piece. 

54.    Achromatism  of  object-glasses. 

For  an  instrument  consisting  of  two  thin  lenses  close  together  the 
constants  are 

Clearly  there  is  only  one  necessary  condition  for  two-colour  achro- 
matism, namely 

'     0    (107). 


When  this  is  satisfied  the  system  is  achromatic  for  size  and  position  of 
the  image,  wherever  the  object  may  be. 
The  condition  is  equivalent  to 

KjZ^  +  KaOT^O      (108). 

In  order  to  construct  an  instrument  of  this  kind,  of  given  power  A, 
and  achromatic  for  the  two  standard  colours,  it  is  only  necessary  that 
the  powers  Klt  *2  of  the  component  lenses  should  be  the  quantities 
determined  by  the  equations 

KI  +  K2  =  A,        W1Kl  +  '^2K2  =  0 (109). 

It  is  to  be  remarked,  however,  that  the  two  lenses  must  not  be  of  the 
same  kind  of  glass,  for  if  wi  =  or2  the  second  equation  becomes  KI  +  K^  =  0, 
which  is  inconsistent  with  the  first.  The  possibility  of  constructing  an 
achromatic  object-glass  of  power  different  from  zero  depends  on  the 
availability  of  two  kinds  of  glass  having  different  dispersive  powers. 
For  an  instrument  consisting  of  three  thin  lenses  close  together, 
the  constants  are  A  ='*i  +  K2  +  *3,  2?  =  1,  C=  1,  and  the  sole  condition 
of  achromatism 

KjZBTi  +  K23T2  +  K3  •ETg  =  Q (l  10). 

If,  therefore,  we  consider  three  standard  colours,  and  use  tsr  for  the 
dispersive  power  of  a  substance  with  reference  to  colours  No.  1  and 
No.  2,  and  w'  for  the  dispersive  power  with  reference  to  colours  No.  1 
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and  No.  3,  we  can  construct  an  object-glass  achromatic  for  the  three 
standard  colours  and  of  given  power  A,  by  choosing  KI}  *2,  K3  so  as  to 
satisfy  the  equations 


(HI). 


But  the  possibility  of  doing  this  depends  on  there  being  available  kinds 
of  glass  having  such  values  of  zzr,  TO-',  as  shall  allow  of  the  consistence 
of  these  equations.  The  objective  of  the  Sheepshanks  instrument  in  the 
Cambridge  Observatory  is  achromatic  for  three  colours.  It  may  perhaps 
seem  unfair  to  apply  to  the  components  of  the  objective  of  a  great 
telescope  the  theory  of  thin  lenses,  but  it  is  to  be  remembered  that  all 
that  is  here  meant  by  the  term  "  thin  "  is  that  the  thickness  is  small 
in  comparison  with  the  radii  of  curvature  of  the  surfaces. 

55.    Instrument  not  composed  of  thin  lenses. 

For  the  sake  of  generality  we  consider  a  symmetrical  refracting 
instrument  in  which  not  only  the  intermediate  media  but  also  the 
media  outside  the  instrument  at  either  end  are  possessed  of  dispersive 
power. 

The  magnification  formulae 

-=Au  +  B,    m  =  Av+C, 
m 

are  now  better  rewritten  in  the  form 

1      (A\  (A\   ,     „ 

-  =(  —  }u  +B,     m  =  (  —  )v+C, 
m     \/V  \j*/ 

where  u,  v'  are  true,  not  reduced,  distances.  The  operator  A  leaves 
u'  unaltered;  and  achromatism  for  size  requires  Am  =  0,  A(-J=0; 

achromatism  for  position  as  well  as  size  requires  the  further  condition 
At?'  =  0. 

Hence  it  appears  that  the  condition  of  achromatism  for  the  size  of 
the  image  is 

0   .....................  (112), 


and  that  the  further  condition  for  achromatism  as  to  the  position  of 
the  image  is 

0    .....................  (113). 
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The  expansions  of  such  expressions  as  A(— )  are  much  more  com- 
plicated than  in  the  case  of  thin  lenses,  for  each  power  Kr  depends 
on  two  indices,  pr-i  and  ftr,  and  each  reduced  distance  ar  is  of  the  form 
«'r/Mr,  where  ar  is  the  corresponding  true  distance.  Thus 


(1U); 

rr  AT 

a^d,  as  Kr  =  ^^zl, 

Pr 

AK  =  A /*r- A /*,.-! 
Pr 

(115). 


Consequently  for  any  function  / (^ ,  OI,...KB), 


3tr 
...(116). 

It  appears,  therefore,  that  the  general  conditions  of  achromatism 
involve  heavy  formulae.  In  the  case  of  simple  instruments,  such  as 
the  thick  lens,  it  is  best  to  discard  general  formulae  and  proceed  from 
first  principles. 

56.     Single  thick  lens  in  air. 

Let  the  radii  of  curvature  of  the  surfaces  of  a  lens  of  index  p.  be 
p!  and  p2J  both  positive  if  the  surfaces  are  convex  ;  and  let  the  thick- 
ness be  t.  We  shall  examine  what  condition  must  be  satisfied  if  the 
lens  is  to  have  the  kind  of  achromatism  required  in  the  eye-piece  of  a 
telescope. 

The  power  is 


Pi 


-^ 

whence,  when  squares  of  A/*  are  neglected  as  usual, 

AA.        A  /A  __  _A/x  (*-Pi-p2)A^ 


.  =    A  /A  __ 

A  /X-l  /A 


OO 
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The  condition  for  the  particular  kind  of  achromatism  contemplated 
is  A  A  =  0,  which  is  equivalent  to 


i 


.(118). 


If  the  lens  has  this  particular  thickness  it  will  be  achromatic. 

The  procedure  by  which  this  result  has  been  obtained  is  that  which 
usually  leads  most  quickly  to  the  desired  condition.  In  the  present 
instance  it  happens  to  be  easier  to  equate  A^  to  Az  without  using  the 
A  operator.  We  thus  get  the  more  precise  form  of  the  condition, 
namely 


57.    Jena  glasses*. 

With  a  view  to  the  construction  of  achromatic  combinations  of 
lenses,  a  large  number  of  kinds  of  glass  having  different  optical 
properties  are  manufactured  at  Jena,  and  numbers  specifying  these 
properties  are  given  in  the  catalogue  published  by  the  manufacturers. 

For  this  purpose  the  indices  of  refraction  are  measured  for  five 
different  colours  which  are  identified  by  means  of  bright  lines  in 
familiar  spectra  ;  these  are  a  red  potassium  line  Ka  denoted  by  A', 
a  red  hydrogen  line  Ha  denoted  by  (7,  a  yellow  sodium  line  Naa. 
denoted  by  D,  and  two  other  hydrogen  lines,  H{3  which  is  greenish 
blue  and  Hy  which  is  blue,  denoted  by  F  and  G'  respectively.  The 
lines  are  enumerated  in  descending  order  of  wave  length  ;  the  interval 
from  A'  to  G'  is  not  far  short  of  an  octave. 

The  dispersive  properties  of  a  particular  glass,  so  far  as  these 
colours  are  concerned,  can  be  specified  by  giving  the  absolute  value 
of  the  index  for  the  line  which  lies  near  to  the  brightest  part  of  the 
visible  spectrum,  namely  D,  and  the  differences  of  the  indices  for  the 
four  intervals  CF,  AD,  DF,  FG'.  As  the  interval  CF  contains  the 
part  of  the  spectrum  which  affects  the  eye  most  powerfully,  the  dis- 
persive power  is  taken  to  be  that  corresponding  to  these  two  lines, 
namely  ^  =  (/*p-/AC)/(XD-  1).  This  number  is  small,  but  if  we  put 
\\ia-v  we  get  a  fairly  large  number,  which  is  chosen  in  preference  to 
TO  for  tabulation  in  the  catalogue. 

*  Most  of  the  numbers  quoted  in  this  and  the  following  Article  are  taken  from 
Muller-Pouillet's  Lehrbuch  cler  Phyrik,  Bd.  n. 
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The  following  table  exhibits  the  optical  constants  of  a  few  of  the 
Jena  glasses,  the  numbers  at  the  heads  of  the  columns  being  those 
which  distinguish  the  respective  glasses  in  the  catalogue. 


Kind  of  Glass 

0152 

SS 

530 

060 

0164 

0103 

*. 

1-5368 

1-5736 

1-5760 

1-5179 

1-5503 

1-6202 

fr-r* 

•01049 

•01129 

•00884 

•00860 

•01114 

•01709 

V 

51-2 

50-8 

65-2 

60-2 

49-4 

36-2 

Ho-^> 

•00659 

•00728 

•00570 

•00553 

•00710 

•01034 

HF-PO 

•00743 

•00795 

•00622 

•00605 

•00786 

•01220 

P'U'  —  P>F 

•00610 

•00644 

•00500 

•00487 

•00644 

•01041 

These  figures  illustrate  some  of  the  statements  which  have  formed 
the  basis  of  our  discussion  of  dispersion.  They  shew,  for  example, 
that  v,  and  therefore  also  the  dispersive  power  or,  is  different  for 
different  kinds  of  glass,  a  fact  which  is  at  the  very  foundation  of  the 
theory  of  achromatism.  If  it  were  not  so,  it  would  be  impossible  to 
remove  dispersion  by  a  combination  of  prisms  or  lenses  without  at  the 
same  time  doing  away  with  the  deviation  or  refractive  effect  which 
it  is  desired  to  retain ;  the  formulae  for  an  achromatic  objective, 
Kl  +  K2  =  A,  ra-1K1  +  OT2K2  =  0,  would  be  inconsistent  unless  A  were  zero, 
in  which  case  the  objective  would  be  useless. 

The  table  illustrates  also  the  irrationality  of  dispersion;  if  we 
compare  the  first  two  columns  we  find  that  the  mutual  ratios  of 
PF~  Pa  PD  -  PA>,  etc.  are  slightly  different  for  the  glasses  0152  and  SS. 
But  it  is  not  so  for  every  pair  of  glasses  ;  in  the  case  of  SS  and  £30  it 
is  easily  verified  that  there  is  almost  perfect  proportionality  between 
the  corresponding  differences  of  index.  In  a  combination  of  these  two 
glasses,  achromatism  for  two  colours  would  carry  with  it  achromatism 
for  all  the  five  standard  colours. 

In  order  to  shew  more  clearly  to  what  extent  this  desirable  pro- 
portionality of  the  differences  of  corresponding  indices  obtains,  the 
catalogue  tabulates  three  other  optical  constants,  namely 


PF~PD 


Per - 


PF-PC 
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the  more  nearly  these  constants  are  equal  in  the  case  of  two  kinds  of 
glass  the  less  is  the  corresponding  irrationality  of  dispersion. 

The  above  table  is  therefore  to  be  supplemented  by  the  following : — 


Kind  of  Glass 

0152 

SS 

S30 

060 

0164 

0103 

a 

•628 

•645 

•644 

•643 

•637 

•605 

(3 

•708 

•704 

•703 

•703 

•706 

•714 

7 

•582 

•571 

•565 

•566 

•578 

•609 

The  close  agreement  between  the  numbers  for  $8,  $30,  and  060 
will  at  once  be  noticed. 

58.     Numerical  examples  of  achromatic  object-glasses. 

The  focal  length  FD  of  an  objective  consisting  of  two  thin  lenses 
close  together  is  calculated  for  the  line  D,  and  achromatism  is  obtained 
by  choosing  the  focal  lengths  f  (converging)  and  f  (diverging)  of  the 
component  lenses  so  that  the  focal  lengths  of  the  objective  for  the  lines 
C  and  F  are  equal.  Using  accented  letters  to  distinguish  the  con- 
stants of  the  material  of  which  the  diverging  lens  is  composed,  we  have 
already  (Art.  54,  equations  109)  proved  formulae  equivalent  to 

vfD-vfD  =  (v-v^FD (120). 

If  squares  of  a  -  a',  /3  -  ft',  y  -  y'  be  neglected,  it  is  easy  to  verify 
the  following  additional  formulae 

FA,-FD      «-a        FC-FD      FF- FD      ft'  -  ft 


FT 


FD 


FD 


...(121). 


Applying  these  to  a  combination  of  two  of  the  older  kinds  of  glass, 
060 -(con verging)  and  0103  (diverging),  for  which  FF  is  1000mm.,  we 
find 

F&-FF=  1-79  mm.,     FD -FF  =  -  '46  mm.,     FA,  -FF  =  1'13  mm., 
numbers  which  shew  clearly  the  extent  of  the  remaining  chromatic 
defect. 

A  combination  of  more  modern  kinds  of  glass,  $30  (converging) 
and  SS  (diverging),  for  which  FP  is  1000mm.,  gives 

Fg,  -FF=  -48  mm.,     FD  -FF  =  -  '07  mm.,     FA  -FF  =  -'l3  mm. 


58  THIRD-ORDER  ABERRATIONS  [VIII,  IX 

These  numbers  are  much  smaller  than  in  the  previous  case,  and  repre- 
sent much  better  achromatism. 

The  difference  between  an  objective  which  has  been  rendered  as  far 
as  possible  achromatic  and  an  object-glass  consisting  of  a  single  thin 
lens  will  be  appreciated  on  comparison  of  the  above  figures  with  those 
for  a  converging  lens  of  the  glass  060,  whose  focal  length  is  1000  mm. 
A  simple  calculation  gives 

FA>  -  Fc  =    5*8  mm.,     Fc  -  FD  =  4'9  mm., 
FD-Fp=ll-7mm.,     FF-FG,  =  3'±mm., 

whence  it  appears  that  the  foci  for  the  five  colours  are  spread  out  over 
a  length  of  31'8  mm. 


IX.    THE  ABERRATIONS  OF  THE  THIRD  ORDER. 

59.    Improved  Approximations. 

In  the  foregoing  discussion  of  the  symmetrical  optical  instrument 
we  have  neglected  the  second  and  higher  powers  of  the  small  quantities 
typified  by  #,  y,  8,  e.  It  is  worth  while  to  enquire,  without  going  into 
any  detail,  what  is  the  nature  of  the  improved  approximation  got  by 
neglecting  only  the  fourth  and  higher  powers  of  these  quantities. 

At  the  outset  we  must  notice  that  in  the  first  order  approximation 
it  was  legitimate  to  interpret  8  and  e  as  the  reduced  projected  in- 
clinations, or  the  reduced  sines  or  tangents  of  the  projected  inclinations, 
of  the  ray  to  which  they  referred.  In  the  approximation  of  higher 
order  it  is  necessary  to  be  more  precise,  so  8  and  e  must  be  understood 
to  be  the  reduced  direction  cosines,  i.e.  direction  cosines  multiplied  by 
the  refractive  iodex  of  the  medium  through  which  the  ray  is  passing. 
The  third  direction  cosine  n  is  expressed  in  terms  of  8  and  e  by  the 
relation  n  =  O2  -  S2  -  e^/^. 

For  any  selected  pair  of  planes  of  reference  we  have  obtained 
approximate  formulae  of  the  type 

8-  Ax,  +  #80,     x  =  Cx«  +  D80. 
From  these,  by  elimination  of  80,  we  derive 


and  similarly 

y 

These  formulae  express  the  coordinates  of  the  point  of  intersection  of 


€  ........................  (123)* 
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the  second  plane  of  reference  by  that  ray  from  (#0,  #0)  which  arrives 
with  the  direction  defined  by  (8,  e). 

The  approximation  which  takes  account  of  terms  up  to  the  third 
order  is  got  by  adding  suitable  corrections  to  the  above  expressions  for 
x  and  y.  It  is,  in  fact, 


D 


where  the  function  /may  contain  terms  of  the  second  and  third  orders. 
The  symmetry  of  the  instrument  is  our  justification  for  putting  in  the 
expressions  for  x  and  y  the  same  function  with  differently  arranged 
arguments. 

From  the  symmetry  of  the  instrument  it  is  further  clear  that,  to 
any  ray  starting  from  (a?0,  y0)  and  arriving  at  (x,  y)  with  direction 
(8,  e),  there  corresponds  a  ray  starting  from  (  —  #o  »—#<>)  and  arriving 
at  (—x,-y)  with  direction  (-8,  —  e).  In  other  words,  if  the  signs  of 
^o,  3/05  8,  €,  be  changed,  the  only  change  in  x  and  y  is  a  change  of  sign, 
and  therefore  the  only  change  in  f  (#0,  y»,  8,  c)  and  mf(y0,  a?0,  e,  8)  is 
change  of  sign.  Hence  /  cannot  contain  any  terms  of  the  second 
order  ;  it  consists  entirely  of  terms  of  the  third  order. 

There  are  20  terms  in  the  general  homogeneous  expression  of  the 
third  order  in  4  variables.  But  from  considerations  of  symmetry  we 
shall  shew  that  many  of  these  cannot  be  present  in/  (#0,  y0t  8,  e). 

In  the  first  place  we  notice  that  if  we  put  yQ  =  0  and  reverse  the 
sign  of  e,  symmetry  with  respect  to  the  plane  xz  requires  that  the 
value  of  x  shall  remain  unaltered.  Any  term  which  would  be  altered 
by  this  change  cannot  be  present  in  /.  Thus  #02e,  82e,  e3,  #08e  must  be 
excluded. 

Again,  if  we  put  XQ  —  0  and  reverse  the  sign  of  8,  symmetry  with 
respect  to  the  plane  of  yz  demands  that  the  sign  of  x  be  reversed. 
Terms  which  do  not  satisfy  this  condition  cannot  occur  in  /.  Thus 
#o3>  #<>2e>  y*&>  y<?>  are  to  be  excluded. 

Therefore  /(#<,»  #o>  ^>  e)  is  °f  the  form 
ax*  +  bx*y0  +  cx0y*  +  dx*  8  +  ex,  y0S  +  fy0*  8  +  gx,y^ 

+  ^S3+y8€2  +  ^082  +  ^062  +  my08€  ......  (125). 

Symmetry,  however,  carries  the  simplification  still  further.  If  we 
turn  the  axes  of  x  and  y  through  an  angle  0,  the  new  x  is  ,zcos0 
+  y  sin  0,  the  new  y  is  yco&O  —  x  sin  0,  the  new  8  is  8  cos  0  +  *.  sin  0, 
and  the  new  e  is  ecos0-8sin0  ;  and  #0,  yot  are  changed  in  the  same 
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manner.     But  the  new  x  must  be  the  same  function  of  the  new  inde- 
pendent variables  as  the  old  x  is  of  #0,  yot  8,  e.     Hence 
cos0/O0,  y0,  8,  e)  +  sin0/(y0,  x0,  f,  8) 

-/  fa  cos  0  +  #0  sin  0>  3/o  cos  0  -  #o  sin  #>  8  cos  0  +  €  sin  0, 

ecos0-8sin0)  ......  (126), 

and  this  must  be  true  for  all  values  of  6. 

Differentiate  both  sides  of  the  equality  with  respect  to  0,  and  put 
6  =  0  after  differentiation  ;  the  result  is 


(^o,yo,  «,  €)  ......  (127). 

On  substitution  of  the  twelve-term  expression  for  /in  this  equality,  it 
is  seen  that  the  relation  is  not  satisfied  unless  the  coefficients  are 
subject  to  the  following  restrictions  : 

c  =  a,     b  =  0,     d  =  g+f, 


So   the  function  /  must  be  of  a  type  involving  only  six  constants, 
namely 


2  +  ?/02)  +  ^8  (82  +  €2)  +  te0  (82  +  62)  +  ^8  (a?08  +y0c).  .  .(128). 

It  is  clear  that  this  form  of  /satisfies  not  only  condition  (127)  but 
also  condition  (126)  ;  for  all  the  expressions  in  brackets  on  the  right- 
hand  side  retain  their  form  when  the  axes  of  coordinates  are  turned 
through  the  angle  0,  so  that  /  behaves  like  a  linear  function  of  the 
arguments. 

The  final  simplification  is  based  upon  optical  considerations,  and  is 
got  by  use  of  the  well-known  theorem  that  there  is  a  function  V  such 
that  _ 

dV=&da;  +  cdy+>Ji*-8'-*dz  ...............  (129), 

where  V  is,  in  fact,  the  optical  path  from  (a?0,  y0,  z0)  along  the  ray  to 
foy,*).     (Cf.  Art.  62.) 

If  we  add  d  (—  S#  -  ey)  to  both  sides  we  get 

-xdb-yd<i+  Jji*-&-fdz  =  d(V-fa-cy)   ......  (130), 

a  total  differential,  the  independent  variables  now  being  changed  from 
of,  y,  z  to  8,  «,  z.     From  this  it  follows  that 

--^  (131)- 

9e"88     ........................ 

and  consequently  that 
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On  substituting  in  this  condition  the  six-constant  formula  for  /,  we 
find  that  the  equality  is  not  satisfied  unless  m  =  21.     Thus  the  function 


..................  (133), 

and  involves  only  five  constants. 

If  we  choose  the  second  plane  of  reference  to  be  the  conjugate  focal 
plane  of  the  first  plane  of  reference,  D  becomes  zero,  and  the  formulae 
expressing  x,  y  in  terms  of  #0,  y0,  8,  e,  reduce  to 


,       . 


where  /  is  of  the  form  of  expression  (133). 

If  /  were  absent,  x  and  y  would  be  independent  of  8  and  e  and 
would  be  proportional  to  #0  and  y0  ;  thus  to  any  bright  object  in  the 
first  plane  of  reference  there  would  correspond  an  image  similar  in  form 
to  the  object  and  made  up  of  ideal  point-images.  The  extra  terms 
included  in  /  represent  deviations  from  the  ideal  image  formation  and 
are  called  aberrations  ;  there  are  five  aberrations,  as  there  are  five 
constants  in  / 

60.     Aberration  Curves. 

With  a  view  to  finding  out  what  changes  in  the  appearance  of  the 
image  correspond  to  the  various  terms  in  /,  it  is  convenient  to  intro- 
duce new  variables  instead  of  8  and  e.  Let  us  take  another  plane, 
perpendicular  to  the  axis  of  the  instrument,  at  reduced  distance  w 
beyond  the  second  plane  of  reference,  and  let  (£,  rj)  be  the  coordinates 
of  the  point  where  the  ray  strikes  this  plane.  Then 

S  =  (£-£-^/w,     t  =  tn-B-^lw  .........  (135); 

these  results  are  only  approximately  true,  since  they  treat  8  and  e  as 
reduced  tangents  instead  of  reduced  direction  cosines,  but  they  are 
sufficiently  accurate  for  substitution  in  /  which  is  small  of  the  third 
order. 

Substituting  these  expressions  for  8  and  e  in/(#0,  yQ,  8,  e),  and  for 
brevity  denoting  (Bw)~l  by  A,  we  get 


+  B\  (  f  -  2l\  +  AX2)  £  (x*  +  y*)  + 

)  .........  (136). 
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If,  therefore,  we  introduce  a  new  set  of  constants  we  have 


x  =         ,          o,   o  n  „-, 

,. 

where 

o,  yo,  ft  >?)  =  «  (*'  +  ^  +  Qz»  (x?  +  #o2) 

(138). 


Since  the  axes  can  be  turned  so  as  to  bring  any  assigned  point  of 
the  object  into  the  plane  of  x,  we  do  not  lose  any  generality  by 
supposing  y0  to  be  zero.     "When  this  is  the  case  our  formulae  become 
x  =  P£  (e  +  if)  +  Qxf  +  Rx,  (3?  +  if)  +  (8  +  T)  xft\ 
y  =  Prj  (e  +  ^  +  2i^oft  +  (£-  T)  ^  /  '  ' 

where  x'  and  y  are  written  for  x  —  B~*xQ  and  y  respectively,  i.e.  for  the 
relative  coordinates  of  the  point  where  the  ray  strikes  the  plane  of  the 
first-order  image,  relative  namely  to  the  point  where  it  would  strike 
this  plane  if  there  were  no  terms  but  those  of  the  first  order. 

So  far  we  have  not  considered  the  value  to  be  assigned  to  w.  We 
take  the  plane  specified  by  w  to  be  the  plane  of  the  exit-pupil.  This 
choice  has  the  advantage  that  it  enables  us  to  examine  the  trace,  on 
the  image-plane,  of  the  extreme  rays  of  the  pencil,  by  making  the  point 
(£,  rf)  traverse  the  boundary  of  the  exit-pupil,  which  is  of  course  a 
circle,  say  g*  +  rf  =  r\ 

It  is,  besides,  convenient  to  regard  the  pencil  as  made  up  of  sub- 
sidiary sheaves  or  hollow  cones  of  rays  which  cut  the  plane  of  the  exit- 
pupil  in  circles  having  their  centres  on  the  axis  of  the  instrument. 
For  example  a  ray  of  the  sheaf  which  cuts  the  plane  of  the  exit-pupil 
in  the  circle  ^  +  rf  =  <r2  may  be  defined  by  putting  £  =  o-  cos  <f>,  rj  =  a-  sin  <£  ; 
if  we  let  <j>  take  all  values  from  0  to  27r,  (£,  17)  describes  its  circle,  and 
(#',  y'}  describes  in  its  own  plane  a  curve  called  an  aberration  curve. 
The  aggregate  of  the  aberration  curves  for  values  of  o-  varying  from 
zero  to  r  will  correspond  to  the  patch  of  light  in  the  image-plane  which 
takes  the  place  of  the  ideal  point-image. 

61.     Nature  of  the  five  aberrations. 

In  order  to  appreciate  the  physical  significance  of  the  five  aber- 
ration constants,  we  shall  examine  in  turn  the  consequences  of  the 
presence  of  each  constant  when  the  remaining  four  are  zero. 

(i)    Suppose  P  is  the  only  constant  which  does  not  vanish.     Then 
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The  aberration  curves  are  concentric  circles  of  radius  Pa3 ;  and  so, 
instead  of  a  point-image,  we  have  a  circular  patch  of  light  of  radius 
Pr3,  the  size  therefore  being  the  same  for  all  points  in  the  object  plane. 
This  defect  is  called  spherical  aberration. 

(ii)     Suppose  Q  is  the  only  constant  which  does  not  vanish.     Then 
x=Qx?y    #'  =  0 (141). 

Both  x  and  y  are  absolutely  independent  of  £  and  rj,  and  are 
therefore  the  same  for  all  rays  proceeding  from  the  object  point.  So 
the  image  of  a  point  is  a  point.  But  the  distance  of  the  image-point 
from  the  axis  is  not  proportional  to  the  distance  of  the  object  point 
from  the  axis,  so  the  image  and  the  object  are  not  geometrically 
similar.  If  Q  is  positive 

xlx«  =  B-l  +  Qx? (142) 

and  so  increases  with  XQ.  If  the  object  is  a  square  with  its  centre  on 
the  axis,  the  corners  of  the  image-figure  will  be  proportionately 
further  from  the  axis  than  the  centres  of  the  sides  ;  so  the  image  will 
be  a  curvilinear  quadrilateral  whose  sides  are  concave  outwards.  If  Q 
were  negative  the  image-figure  would  have  its  sides  convex  outwards. 

The  defect  represented  by  Q  is  called  distortion. 

(iii)     Let  R  be  the  only  constant  which  does  not  vanish.     Then 

of  =  Rx»  (3I2  +  rf)  =  Rw  (2  4-  cos  2£)  j  ,      , 

y="2Rx^  =  Rz0<r2sm2<j>          J    ' 

The  aberration  curve  corresponding  to  a-  is  a  circle  whose  centre  has 
relative  coordinates  (2J?#0<r2,  0)  and  whose  radius  is  R^o2.  For 
different  values  of  <r  these  circles  constitute  a  series  whose  centres 
lie  on  the  line  joining  the  first-order  image-point  to  the  axis  of  the 
instrument,  and  whose  radii  are  in  each  case  half  the  distance  of  the 
centre  from  the  first-order  image-point.  They  all  touch  a  pair  of 
straight  lines  which  cut  one  another  at  an  angle  of  60°.  Thus  the 
patch  of  light  is  wedge-shaped  or  balloon-shaped,  with  vertex  at  the 
first-order  image-point,  the  wedge  extending  from  or  towards  the  axis 
according  as  R  is  positive  or  negative. 

The  defect  of  the  image  represented  by  R  is  called  coma. 

(iv)  The  defects  represented  by  the  constants  S  and  T  are  best 
considered  together.  Let  us  suppose  that  all  the  constants  but  these 
two  vanish,  and  we  have 

a?  =  (8+T)xttt    y'  =  (S-T}xfo (144). 

Consider  the  patch  of  light  which  the  rays  from  (#„>  #o)  would 
make  on  a  screen  in  the  plane  parallel  to  the  plane  of  the  first-order 
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image,  at  a  distance  £  further  from  the  instrument.  If  (a,  /?)  be  the 
coordinates  of  the  point  where  this  plane  is  met  by  the  ray  defined  by 
(£,  17),  it  is  clear  that  the  part  of  the  ray  between  the  image-plane  and 
the  plane  of  the  exit-pupil  is  divided  at  (a,  /?)  in  the  ratio  of  £  to 
J.w  —  so  that 


-  Q  (S-  T)  xfo  +  fa 
The  extreme  rays  of  the  pencil  are  such  that  £2  +  -rf  =  r*  ;  and  the 
corresponding  relation  between  a  and  /?,  namely 


is  the  equation  to  the  boundary  of  the  patch  of  light  made  on  the 
screen. 

The  patch  is  in  general  elliptical,  but  one  of  the  principal  axes 
vanishes  and  the  patch  becomes  a  short  straight  line  perpendicular 
to  the  plane  joining  the  first-order  image-point  to  the  axis  of  the 
instrument  if  £  has  the  value  £1}  where 


=  —  pw  (S  +  T)  x*  approximately  ............  (145). 

This  short  straight  line  may  be  called  the  primary  focal  line. 

Similarly  the  patch  reduces  to  a  short  straight  line  in  the  plane 
through  the  image-point  and  the  axis  of  the  instrument  (the  secondary 
focal  line)  if  £  has  the  value  £2,  where 

£2  =  -(j.w  (S-  T)  #02>  approximately  ............  (146). 

The  distance  between  the  two  focal  lines  |  £2-£i  |,  is   2^w^02T\. 

There  are  two  values  of  £  for  which  the  patch  is  circular.  One  of 
these  is  i*.w  which  is  not  necessarily  small  ;  but  there  is  one  which  must 
be  small,  namely  £3,  given  by 


or  £3  =  -  fjLwSx<?  approximately  ..................  (147) 

=i«i+«. 

This  circular  patch  is  called  the  circle  of  least  confusion  ;  its  radius 
is  |  pwTx*  .  If  T  is-  different  from  zero  there  is  no  single  point 
through  which  pass  all  the  rays  from  (#0,  y0)>  that  is  to  say,  no  point 
image.  The  best  approximation  to  an  image  is  represented  by  the 
circle  of  least  confusion,  and  the  image  picture  made  up  of  these, 
circular  patches  is  necessarily  slightly  blurred.  If  $  is  zero,  so  that 
£3  is  zero,  the  circles  of  least  confusion  corresponding  to  all  the  points 
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of  the  flat  object  lie  in  the  plane  of  the  first-order  image.  Thus  the 
best  image  is  flat  and  is  in  that  plane,  but  it  is  made  up  of  overlapping 
circular  patches  instead  of  points.  This  defect  is  called  astigmatism  ; 
it  is  the  defect  corresponding  to  the  constant  T. 

If  T  is  zero,  while  8  is  not  zero,  the  focal  lines  and  the  circle  of 
least  confusion  coincide  and,  as  the  radius  of  the  circle  is  then  zero, 
they  are  represented  by  a  single  point  through  which  pass  all  the  rays 
from  (#0,  #„).  The  pencil  is,  in  fact,  stigmatic,  there  is  a  point  image. 
But  this  point  image  is  not  in  the  plane  of  the  first-order  image,  it  lies 
beyond  it  at  a  distance  £3  or  —  pwSx*,  and  this  distance,  moreover,  is 
different  for  the  different  points  of  the  object,  vanishing  only  for  that 
point  of  the  object  which  lies  on  the  axis  of  the  instrument.  Thus  the 
image  picture  of  the  flat  object  is  stigmatic  but  curved,  being  on  a 
surface  of  revolution  which  touches  the  plane  of  the  first-order  image 
at  its  vertex.  If  p  be  the  radius  of  curvature  of  this  surface  at  its 
vertex,  reckoned  as  positive  when  the  concavity  is  towards  the 
instrument, 


whence  l/p  =  ZpwB2®  ...........................  (148). 

The   defect   of  the  image   represented   by  the  constant  8  is  called 
curvature  of  the  jield. 

The  manner  in  which  A.  enters  into  the  expressions  for  which 
P,  Q,  ft,  8,  T  are  abbreviations,  shews  that  a  proper  adjustment  of  the 
position  of  the  effective  stop  may  serve  to  diminish  some,  or  to  remove 
one  of  the  aberrations.  But  in  designing  an  instrument  from  which 
(for  a  particular  image  plane)  all  five  third-order  aberrations  shall  be 
absent,  it  is  necessary  to  know  how  the  constants  depend  on  the 
composition  of  the  instrument.  The  reader  who  is  interested  in  this 
subject  is  recommended  to  consult  Mr  R.  A.  Herman's  Geometrical 
Optics,  Oh.  xiv,  or  Prof.  E.  T.  Whittaker's  Tract  on  the  Theory  of  the 
Optical  Instrument  (Cambridge,  1907).  The  method  of  interpreting 
the  aberrations  given  above  is  based  on  Prof.  K.  Schwarzschild's 
memoir  (Untersuchungen  zur  geometrische  Optik,  Berlin,  1905);  but 
in  the  discussion  of  astigmatism  and  curvature  I  have  followed  a 
suggestion  made  by  Mr  Bromwich,  who  pointed  out  that  the  assumption 
of  the  existence  of  focal  lines,  legitimate  as  it  is  in  first-order  approxi- 
mations, requires  special  justification  in  an  argument  which  takes 
account  of  small  quantities  of  the  third  order. 
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X.  SYLLABUS  OF  PROPOSITIONS  CONCERNING  THE  CHARAC- 
TERISTIC FUNCTION  AND  THE  FOCAL  LINES  OF  A  PENCIL 
OF  RAYS  OF  LIGHT. 

62.  Definition  and  properties  of  the  Characteristic 
Function. 

(i)  Let  (#o,  2/0  >  ^o)  be  the  coordinates  of  a  point  P0  situated  in  a 
homogeneous  medium  of  index  /ot0 ;  let  (as,  y,  z)  be  the  coordinates  of  a 
point  P,  situated  in  another  homogeneous  medium  of  index  pn ;  let 
there  be,  between  P0  and  P,  n-\  other  media  whose  indices  are 
/*,,  fa,  ...  /*»_!,  separated  by  refracting  surfaces.  Consider  a  path  from 
PQ  to  P,  made  up  of  straight  lines  P0§i>  Q\Qi,  -•  QnP<>  the  points 
Qi>Q2>-~Qu  being  on  the  refracting  surfaces.  Let  the  direction 
cosines  of  the  straight  path  in  the  medium  pr  be  (lr,  mr,  ??,.),  and  its 

r=n 

length  sr,  and  let  the  coordinates  of  Qr  be  (xr,  yr,  zr).     Let  2  //.,.$,.  be 

r=0 

denoted  by  W.  Denote  by  8  W  the  difference  between  W  for  this  path 
and  the  corresponding  sum  for  a  neighbouring  path,  PoQiQz  •  •  -  Qn'P  > 
of  the  same  type,  proceeding  from  the  same  starting-point.  If  the 
coordinates  of  Qr'  are  (#r  +  &rr,  #r  +  8yr,  zr  +  8zr),  and  if  all  the  incre- 
ments denoted  by  8  are  so  small  that  their  squares  and  products  may 
be  neglected,  it  is  seen,  by  projection,  that 
+  mn  fy  +  nn  $z) 

r=n 


(ii)  If  the  original  path  be  the  course  of  a  ray  of  light  from 
P0  to  P,  the  cosines  of  the  straight  pieces  which  terminate  at  Qr  will 
obey  the  laws  of  refraction.  Consequently  the  sum  which  forms  the 
second  part  of  the  expression  for  8W  is  equal  to 

r=n 

2    (fir-!  COS  <£r  —  fV  COS  <£/)  (Lr  §#r  +  MrSyr  +  Nr  §£r), 
r=l 

the  notation  being  that  of  Article  1. 

Since  (&rr,  8yr,  &&r)  are  the  components  of  a  displacement  of  Qr  in 
the  surface  to  which  (Lrt  Mr,  Nr)  is  normal,  each  term  of  this  sum  is 
zero. 

Consequently  the  variation  of  W  from  an  optical  path  is 

y  +  nn8z)  (150). 
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(iii)  For  a  variation  which  keeps  P  fixed,  the  right-hand  side  of 
(150)  is  zero.  Thus,  for  different  paths  from  P0  to  P,  the  optical  path 
gives  a  stationary  value  of  W,  usually  a  minimum.  This  stationary 
value  is  called  "the  reduced  path"  or  "the  optical  path"  from 
P0  to  P.  It  is  proportional  to  the  time  that  light  takes  to  travel 
from  PO  to  P.  It  is  denoted  by  V. 

There  is  usually  only  one  optical  path  between  two  given  points. 
If,  however,  Pn  and  P  are  conjugate  foci,  there  is  an  infinite  number 
of  optical  paths  from  one  to  the  other,  all  having  (to  the  degree  of 
approximation  contemplated)  the  same  value  of  V. 

(iv)     V  is  a  function  of  (sct  y,  z)  having  the  properties 


)-*  ...............  (152)- 

It  is  called  the  "characteristic  function"  of  a  pencil  of  rays  of  light 
proceeding  from  P0. 

(v)  Rays  of  light  which  proceed  from  a  common  point-source  P0, 
possess,  after  any  number  of  refractions,  the  property  of  being  cut 
orthogonally  by  a  family  of  surfaces.  These  are  the  surfaces  V-  const. 
They  are  the  wave  surfaces  of  Physical  Optics. 

(vi)  The  preceding  propositions  can  easily  be  extended  to  include 
reflexions. 

63*.     The  modified  characteristic  function. 

(vii)     Omitting  the  suffix  n  of  the  previous  Article,  consider  the 
function  U  defined  by  the  relation 

U  =  V-n(lat  +  my)  .....................  (153). 

In  virtue  of  the  equalities 


, 
T  =  M     y=/"»,     »  =  Vl-J8-0»8  .........  (154); 

it  is  open  to  us  to  regard  #,  y  and  n  as  functions  of  /,  m  and  z.  This 
is  supposed  to  be  done,  so  that  U  is  a  function  of  the  independent 
variables  (/,  m,  z).  And  since 


(155), 
it  follows  that 

dU  3U  3U  f.r^ 

«••-**  sr~^  i*^  ............  (156> 

U  is  called  the  "modified  characteristic  function." 

*  I  am  indebted  to  Mr  Bromwich  for  the  whole  of  Art.  03. 
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(viii)  Noting  that  n  is  a  function  of  /  and  m  only,  we  may 
integrate  the  third  of  equations  (156)  partially  with  respect  to  z. 
Thus  we  see  that  U  must  be  of  the  form 

U=nnz  +  <f>(l,  m)    (157), 

where  the  form  of  <f>  depends  on  the  past  history  of  the  pencil  of  rays. 

(ix)  The  foregoing  results  are  exact.  If  we  pass  to  the  case  of  thin 
pencils,  for  which  /  and  m  are  so  small  that  Is,  l*m,  etc.  may  be 
neglected,  and  if  we  assume  that  the  origin  is  on  the  central  ray 

(/  =  0,  m  =  0),  so  that  ?j  =  0;  ^  =  0,  when  /=0  and  m  =  0,  we  may 

vi  (Jffl 

write 

<t>  =  ±(pl*  +  2qlm  +  rm*') (158), 

where  p,  q,  r  are  constants  defining  the  form  of  the  pencil. 
Thus  the  approximate  form  of  U  for  a  thin  pencil  is 

17=  /*  [>{1  -  J  (/2  +  w2)}  +  J  (pi*  +  2qlm  +  rm*}~\  ...(159). 

(x)  This  leads  to  the  approximate  form  of  V  for  a  thin  pencil, 
namely  by  eliminating  /  and  m  from 

dU  dU 

—  =  -/A#,     __  =  _w        =u.+  p,(te-+myl 

The  result  is 

---*~ (160). 


(xi)  In  those  optical  problems  to  which  the  characteristic  function 
can  be  advantageously  applied,  the  constants  p,  q,  r  are  not  found 
directly  ;  but  the  form  of  V  is  found  for  points  near  to  a  specified 
point  on  the  central  ray.  Let  this  point  be  taken  as  origin,  and  let 
the  approximate  form  of  V  near  this  point  be 

By  an  elimination  analogous  to  that  used  in  proposition  (x),  we 
deduce  the  corresponding  approximation  to  U,  namely 

U  =  ^\z+\(bl^  -  2  him  +  am*)l(ab  —  A2)]  ; 
and  a  comparison  of  this  with  (159)  gives  the  values  of  p,  q,  r,  namely 

p/b  =  ql(~  h}  =  r/a  =  l/(ab  -  A2). 
Putting  these  values  in  (160)  we  get 

V-     \ ~ ~     1  ao^  +  ^xy  +  byz  -  (ab  -  k2)  z  (x?  +  y2)"!     /|61\ 

**  L  1  -  («  +  b)  z  +  (ab  -  Ji2)  z2          J" ' 

for  points  near  the  axis  of  z  but  not  necessarily  near  the  origin. 
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(xii)  The  formulae  of  the  last  three  propositions  are  greatly 
simplified  if  the  axes  are  so  chosen  that  h  (and  consequently  q)  is  zero. 
In  this  case,  putting 

p=1/a  =  Pl,     r=l/b  =  to, 
we  get  the  standard  forms 

"-'[-»(£-.*£)]  ....................  <->• 

U=n[z  +  ±{(Pl-z)l*  +  (p,-z)m*}~]    ............  (163). 

(xiii)      V  depends  on  #OJ  #0,  ^o,  in  such  a  way  that 

8F  9F  8F 


£7  depends  on  #0,  y0,  z0,  in  such  a  way  that 

(165). 


(xiv)  Let  a  pencil  of  rays  set  out  from  a  point  (#0,  T/O,  «o)  very 
near  the  axis  of  a  symmetrical  optical  instrument  and  traverse  the 
instrument  ;  and  let  it  be  desired  to  find  the  form  of  V  and  U  for  the 
emergent  pencil. 

Take  the  plane  Z  =  ZQ  for  the  first  plane  of  reference,  and  the 
plane  z  =  0  for  the  second  plane  of  reference.  Let  the  corresponding 
constants  be  A  ,  B'}  C',  D'.  It  will  be  found  that,  for  points  very  near 
to  the  origin, 

V=pz-  frZo  +  ^7  {  B'  (a?  +  f)  -  2  (x^x  +  y0y) 

+  C'  (#02  +  3/o2)}  +  const  ..........  (166), 

U=^z-^z^  +  —  gp  {  A  (^02  +  #o2)  -  2/w.  (too  +  my*) 

-p?D'(l*  +  m*)}  +  const  ..........  (167). 

For  points  which,  though  near  the  axis,  are  not  very  near  the 
origin,  the  corresponding  forms  are  got  by  substituting  C'  +  A^~lz  for 
C",  and  D'  +  B'^z  for  D'. 

64.     The  focal  lines  of  a  pencil  of  rays. 

(xv)  The  normals  to  a  surface  at  points  in  the  immediate  neigh- 
bourhood of  an  ordinary  point  of  the  surface  pass  approximately  through 
two  straight  lines  at  right  angles.  These  lines  are  parallel  to  the 
tangents  to  the  lines  of  curvature  at  the  point  considered,  and  pass 
through  the  centres  of  principal  curvature. 

To  indicate  the  degree  of  approximation,  let  (£,  17,  £)  be  a  point 

5—3 
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near  the  origin,  on  the  surface  whose  approximate  equation  near  the 
origin  is  2z  =  a?prl  +  y2p2~l.  The  shortest  distance  between  the  normal 
at  (£,  y,  0  and  the  line  x  =  0,  z  =  plt  is  ££pr]  plus  terms  of  higher  order. 
The  shortest  distance  between  the  normal  and  the  line  y  =  0,  z  =  p2)  is 
y£p2~l  plus  terms  of  higher  order.  These  shortest  distances  are  small  of 
the  third  order  in  £  and  rj. 

(xvi)  A  thin  pencil  of  rays,  proceeding  from  a  point-source  of 
light,  will,  after  any  number  of  refractions  or  reflexions,  pass  approxi- 
mately through  a  pair  of  focal  lines  at  right  angles,  namely  the  focal 
lines  of  any  one  of  the  surfaces  to  which  the  rays  are  normals. 

(xvii)  Normals  are  drawn  to  the  surface  2z  —  a^pi"1  +  y*p2~l  at  the 
points  where  it  is  met  by  the  thin  elliptic  cylinder  ^/a2  +  qf/ft2=  1. 
The  trace  of  these  normals  on  the  plane  z=p  is  approximately  the 

ellipse 

^(l-pprJ  +  yW^-pp^^l  ............  (168). 

The  changes  in  the  size  and  shape  of  this  ellipse,  as  p  varies,  should 
be  studied. 

For  a  particular  value  of/?  the  ellipse  is  a  very  small  circle,  namely 
of  radius 


In  the  optical  application  this  is  the  circle  of  least  confusion. 

It  frequently  happens  that  the  pencil  of  rays  is  bounded  by  a 
circular  stop  or  the  circular  aperture  of  a  lens,  through  which  the 
pencil  passes  obliquely,  the  angle  of  incidence  being  <f>  ;  and  therefore 
frequently  a/  (3  =  cos  <£. 

(xviii)  The  oblique  refraction  of  a  thin  pencil  of  rays  is  considered 
in  the  particular  case  specified  by  the  following  limitations  :  (1)  The 
focal  lines  of  the  incident  pencil  are  supposed  to  be  respectively  in  and 
perpendicular  to  the  plane  of  incidence  of  the  central  ray  of  the  pencil  ; 
(2)  the  focal  lines  of  the  normals  to  the  refracting  surface  are  supposed 
to  be  respectively  in  and  perpendicular  to  the  plane  of  incidence. 

When  terms  of  a  higher  order  of  smallness  than  the  second  are 
neglected  in  the  equations  of  the  refracting  surface  and  the  orthotomic 
surfaces  of  the  pencil,  these  suppositions  guarantee  symmetry  about  the 
plane  of  incidence.  Hence  the  refracted  pencil  also  has  its  focal  lines 
in  and  perpendicular  to  the  plane  of  incidence. 

Focal  lines  perpendicular  to  the  plane  of  incidence  are  called 
"primary."  Pl9  the  point  where  the  primary  focal  line  of  the  in- 
cident pencil  cuts  the  plane  of  incidence,  is  the  limiting  position  of 
the  point  of  intersection  of  the  central  ray  of  the  pencil  with  a 
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consecutive  ray  which  is  also  in  the  plane  of  incidence.  Qly  the 
corresponding  point  for  the  refracted  ray,  is  defined  in  a  similar 
manner.  015  the  point  where  the  primary  focal  line  of  the  refracting 
surface  meets  the  plane  of  incidence,  may  be  called  the  primary  centre  of 
curvature  ;  it  is  the  limiting  position  of  the  intersection  of  consecutive 
normals  to  the  surface,  both  in  the  plane  of  incidence,  one  being  at 
the  point  of  incidence  of  the  central  ray. 

The  secondary  focal  lines  are  marked  by  their  intersections 
PI,  Qz,  #2  with  the  central  incident  ray,  the  central  refracted  ray, 
and  the  normal  to  the  refracting  surface  at  the  point  of  incidence  K  of 
the  central  ray.  They  are  the  limiting  positions  of  the  points  of  inter- 
section of  these  lines  with  the  corresponding  lines  for  a  consecutive 
point  of  incidence  K ',  such  that  the  arc  KK'  is  perpendicular  to  the 
plane  of  incidence. 

Distances  being  measured  positively  into  the  second  medium,  the 
position  of  Ql  is  determined  by  the  equation, 

/*'  COS2<fr'       /u  COS2  <t>_t*f  COS  <£'-  p  COS  <ft  x,    ftx 

KQl          KP,  KO, 

By  the  first  law  of  refraction  it  is  seen  that  P2,  Q2,  02  lie  in  a 
straight  line,  and  so  the  position  of  Q2  is  determined  by  the  equation, 

P          /*        /*'  cos  $  -  p  cos  <j>  ,       . 

KQ.2     KPZ  KO, 

This  theorem  is  of  wider  application  than  might  at  first  be  supposed. 
Restriction  (2)  is  satisfied  for  a  spherical  surface,  whatever  be  the  plane 
of  incidence.  Restriction  (1)  is  satisfied  if  the  incident  pencil  is  homo- 
centric.  In  many  applications  (1)  is  satisfied  in  virtue  of  the  previous 
history  of  the  pencil ;  for  example  if  a  homocentric  pencil  enters  a 
symmetrical  optical  instrument,  and  if  its  central  ray  intersects  the 
axis  of  the  instrument,  then  at  every  refracting  surface  in  the 
instrument  the  incident  pencil  will  satisfy  this  restriction. 

(xix)  The  formulae  for  reflexion  which  correspond  to  (170)  and 
(171)  may  be  derived  from  these  by  putting  //  =  -/*.  It  is  easy  to 
prove  them  independently. 

65.     Alternative  methods  of  finding  the  form  of  V. 

(xx)  Choose  origin  and  axes  so  that  one  of  the  orthotomic  surfaces 
of  the  pencil  under  consideration  is  2^  =  ^2/Pi  +  #2/P2  j  express  as  a 
function  of  the  coordinates  (x,  y,  z)  of  a  point  P,  the  length  of  the 
normal  from  P  to  the  surface.  This,  multiplied  by  /x,  must  differ  from 
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the  value  of    V  at  P  only  by  a  constant.      Thus  formula  (162)  is 
obtained. 

(xxi)    Another  method  of  proof  is   to  assume  that   V  can  be 
expanded  in  the  form 


where  the  great  letters  represent  functions  of  z.  The  axis  of  z  being 
a  ray  of  the  pencil,  9  Vftx  and  9  Vfty  must  vanish  if  x  =  0  and  y  -  0, 
and  9  Vftz  =  n  ;  hence  B  =  0,  (7=0,  A=pz  +  const.  By  suitable  choice 
of  coordinate  planes  F  can  be  got  rid  of.  The  functions  represented  by 
the  other  letters  must  be  such  as  to  make  the  equation 


correct  to  the  second  order  in  x  and  y.  Substitution  gives  differential 
equations  with  respect  to  z,  whence  the  forms  of  E  and  G  can  be 
determined.  The  constants  p1}  p2  are  constants  of  integration. 

(xxii)    The  transition  from  (162)  to  (161)  is  effected  by  means  of 
the  following  theorem  in  two-dimensional  analytical  geometry  :  — 

The  orthogonal  transformation  of  axes  which  converts  X2/^  +  F2/p2 
into  0,0?  +  %hxy  +  by2,  will  convert 

X2/(Pl-A)+r2/(p2-A) 
ax*  +  Zhxy  +  bf-X  (ab  - 


(xxiii)  The  focal  lines  of  the  pencil  whose  characteristic  function 
is  given  by  (162)  are  z  =  pl  ,  x  =  0,  and  z  =  p>2,  #  =  0. 

66.    The  general  problem  of  oblique  refraction. 

(xxiv)  From  its  definition  as  a  reduced  path,  it  is  clear  that  the 
characteristic  function  cannot  undergo  any  abrupt  change  of  numerical 
value,  as  the  pencil  traverses  a  refracting  surface.  But  the  charac- 
teristic functions  of  the  incident  and  the  refracted  pencils  are  different. 

The  general  problem  of  the  oblique  or  normal  refraction  of  a  given 
thin  pencil  at  a  given  refracting  surface  can  be  solved  by  obtaining  the 
characteristic  function  of  the  refracted  pencil  ;  this  function  is  deter- 
mined by  its  having  to  satisfy  two  conditions,  namely  that  it  shall  be 
of  the  standard  algebraical  form  when  referred  to  the  standard  axes 
of  the  pencil,  and  that  it  shall  be  arithmetically  continuous,  at  the 
refracting  surface,  with  the  known  characteristic  function  of  the 
incident  pencil. 

Normal  refraction  through  an  astigmatic  lens  (e.g.  a  cylindrical 
lens)  is  easily  worked  out  in  this  manner. 
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67.     Heterogeneous  media. 

(xxv)     A  ray  in  a  heterogeneous  medium  (/x  a  function  of  x,  y,  z) 
satisfies  the  differential  equations  of  the  type 


O    ............  (172), 

ds  \     dsj     ?x 

where  ds  represents  an  element  of  arc  on  the  ray.  There  are  three 
such  equations,  only  two  of  them,  however,  being  independent.  They 
may  be  obtained  as  limiting  forms  of  equations  (1). 

(xxvi)  Let  (a?0,  ?/o,  20)  be  the  coordinates  of  a  point  P0  situated  in 
a  medium,  not  necessarily  homogeneous,  whose  index  is  denoted  by  /v 
Let  (#,  y,  z)  be  the  coordinates  of  a  point  P,  situated  in  another 
medium  whose  index  is  pn.  Let  there  be,  between  P0  and  P,  n  —  1 
other  media,  /*!,  /x2,  .../*„_!,  separated  by  refracting  surfaces  (i.e.  sur- 
faces where  there  is  abrupt  change  of  the  index).  Let  a  curve,  liable 
to  abrupt  changes  of  direction  at  the  refracting  surfaces  but  otherwise 
continuous,  be  drawn  from  P0  to  P,  cutting  the  refracting  surface 
(X-i,  /v)  in  a  point  Qr  whose  coordinates  are  denoted  by  (#,.,  yr,  zr), 
and  the  other  refracting  surfaces  in  points  specified  by  suitable  changes 

of  suffix. 

rp 
Let    I   pds,  taken  along  this  curve  from  P0  to  P,  be  denoted  by 

JPo 

W,  and  let  the  path  be  varied  in  the  manner  contemplated  in  the 
ordinary  theory  of  Calculus  of  Variations,  P0  being  kept  fixed,  but  P 
being  allowed  to  vary.  Then 


+  m  By  +  nSz  } 


where  (7,  m,  n)  are  the  direction  cosines  of  the  tangent  to  the  path  at 
P,  (7/,  m,.',  #,.')  the  cosines  of  the  tangent  to  the  path  at  Qr  in  the 
medium  /xr,  and  (lr-lt  mr-i,  »r-i)  the  cosines  of  the  tangent  to  the 
path  at  Qr  in  the  medium  pr-i- 

(xxvii)  If  the  original  curve  be,  in  each  medium,  a  ray  of  light, 
the  first  term  in  the  expression  for  BW  vanishes  in  virtue  of  the 
differential  equations  satisfied  by  a  ray. 

(xxviii)     If  the  changes  of  direction  of  the  original  curve  at  the 
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refracting  surfaces  obey  the  laws  of  refraction  for  optical  rays,  then 
the  third  term  in  the  expression  for  8W  is  equal  to 


2  (>,._!  cos  <£,.  -  /*,.  cos  <£/ 

r=l 

the  notation  being  that  of  Art.  1  ;  and,  since  (&pr,  8yr,  Bzr)  is  a 
displacement  of  Qr  in  the  surface  to  which  (Lr,  Mr,  Nr)  is  normal, 
each  term  of  this  sum  is  zero. 

(xxix)  If  the  original  curve  be  the  course  of  a  ray  of  light  from 
P0  to  P,  and  if  both  P0  and  P  be  fixed,  8  W=  0.  For  different  paths 
from  jP0  to  P,  the  optical  path  gives  a  stationary  (usually  a  minimum) 
value  of  W.  This  stationary  value  is  called  "  the  reduced  path  "  or 
"  the  optical  path  "  from  P0  to  P.  It  is  denoted  by  V. 

(xxx)  V  thus  defined  satisfies  (151)  and  (152),  and  proposition  (v) 
is  valid  for  a  pencil  which  has  traversed  or  is  traversing  a  hetero- 
geneous medium. 
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